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1.0 EXECUTIVE SUMMARY
1.1 BACKGROUND INFORMATION

Badger Army Ammunition Plant (BAAAP), in Sauk County, Wisconsin, is one of many inactive
Army ammunition plants currently under the control of the Department of Defense (DoD) with
transitioning missions in place. These plants are in varying stages of transfer out of DoD control.
In order to transfer these properties, DoD must characterize and decontaminate the properties to
a level protective of human health and the environment. To accomplish this task, many buildings
used in the production, loading, handling, and storage of explosives will have to be demolished
or characterized and decontaminated. BAAAP alone has more than 1,400 buildings on the
installation that have to be addressed. The contaminants of concern associated with the buildings
at BAAAP include nitrocellulose (NC), nitroglycerine (NG), dinitrotoluene (DNT), and common
environmental compounds such as asbestos-containing material (ACM), solvents, and metals.

A previous Environmental Security Technology Certification Program (ESTCP) demonstration
was performed between April 28, 2002, and May 13, 2002, to demonstrate candidate field test
methods for NC and NG. The methods evaluated were Raman spectroscopy, EXPRAY™
colorimetric indicator, and the Cold Regions Research and Engineering Laboratory (CRREL)
Royal Demolition Xplosive (RDX) colorimetric field screening method. The methods were used
to test for the presence and/or concentration of NC or NG in soil samples and concrete slabs.
Attempts were made to compare the results from these field measurements to laboratory analyses
of NC and NG in the same materials to evaluate the reliability of the field screening and
analytical methods for identifying and quantifying NC and NG in buildings and soils. The
results of the previous demonstration and lessons learned were presented in the Phase I Final
Report, Rocket Paste Production Building Investigation, Badger Army Ammunition Plant, dated
June 24, 2003, and published by Stone & Webster, Inc. (Stone & Webster, 2003). Due to a
number of factors, including the lack of energetic compounds in the buildings used for the
demonstration, attempts at validation of the field methods for detection of these materials were
inconclusive.

This ESTCP demonstration targeted areas with higher suspected explosives contamination to
obtain samples containing measurable amounts for testing. = Shaw Environmental &
Infrastructure, Inc. (Shaw) as the prime contractor to the U.S. Army Corps of Engineers
(USACE) Omaha District performed bench-scale tests reported in the Bench-Scale Study Report
(Appendix C) and the field demonstration testing reported in the Field Demonstration Report
(Appendix D).

1.2 STUDY OBJECTIVES

The objectives for this ESTCP demonstration were to evaluate and document the performance of
three candidate experimental field analytical methods for detecting and quantifying NC and NG
associated with structural concrete pads, underlying soils, and structural building materials such
as framing timbers.  The technologies evaluated in the field demonstration were
DROPEX"™™/EXPRAY™ colorimetric indicators, gas chromatography/thermionic ionization
detection (GC/TID), and the CRREL RDX colorimetric field screening method.



1.3 REGULATORY ISSUES

There are no regulatory drivers per se governing this project, nor are there state or federal
environmental standards for NC and NG cleanup. There is a site-specific Wisconsin Department
of Natural Resources (WDNR) cleanup criterion for NG in the area soils of 3.6 mg/kg
(Environmental Protection Agency [EPA] & WDNR, 1988). There is also no DoD standard for
NC and NG residual contamination; however, safety concerns related to the explosive nature of
these materials provide the driver for this investigation.

14 DEMONSTRATION RESULTS

DROPEX™ and EXPRAY™ tests were found to be useful tools for screening the presence of
significant concentrations of NC and or NG in the field or on sample extracts. In combination
with other field methods, they are beneficial screening tools for identifying areas that contain
explosive contamination in buildings above specified limits. Detectable levels are matrix-
dependent, with low confidence in results at or near the detection limit.

The CRREL RDX method of analysis gave a relatively low response for NC compared to NG,
and the response was easily impacted by matrix interferences. Modifications to the CRREL
RDX procedure greatly increased the method response for NC and retained the response for NG.
The increase in response made the modified method more robust for NC analysis and allowed
analysis of NC on the three sample matrices. It is Shaw’s opinion that the CRREL RDX method
is not appropriate for analysis of NC or mixtures of NG and NC, especially in the matrix samples
used in this study, and that the modified CRREL method developed in this study is more
suitable. Neither CRREL method is specific to NG or NC and both provide a response to the
total of NG and NC.

Tests conducted with NC on concrete using the CRREL methodology showed that recovery of
NC from the matrix was a function of both time and the manner in which NC was deposited on
the matrix due to decomposition of NC by the concrete matrix. The degradation of NC was the
same effect noted in the bench test portion of testing for NG. The instability of NC/NG
compounds on concrete matrix makes analysis difficult not only because of the potential impact
on samples during handling and preparation, but also because of the effect on matrix standards.

Compound detection performance and concentration metrics for NC/NG using the CRREL
methods compared to laboratory reference method results were not met for the three matrices.
This was due to a combination of factors, including insufficient positive result data for
comparison on the concrete matrix; nonhomogeneity of the soil matrix due to pieces of
propellant material in the samples; and in general what was felt to be highly biased and false
positive results from the reference method for NC analysis on all matrices.

GC/TID analysis of NG on soil, wood, and concrete samples was a sensitive and reliable method
providing results consistent with the laboratory reference Method 8330, but the comparison of
concentration results did not meet performance metrics in the field demonstration. This was
attributed to insufficient positive result data on the concrete and soil matrices and matrix
interference with the wood sample analyses. Both methods may be subject to matrix interference
effects, and quality control (QC) samples should be included to help assess data quality. The



bench-scale study demonstrated good GC/TID results agreement with NG spike concentrations
on clean background matrix samples.

15 STAKEHOLDER/END-USER ISSUES

By verifying these technologies, stakeholders will have additional tools that will aid in the
decision-making process for transfer of property at BAAAP. The demonstration of successful
field analytical methods will help streamline the property disposal process.
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2.0 TECHNOLOGY DESCRIPTION

Three distinct technologies for identifying and quantifying NC and NG in the field were
evaluated by Shaw against reference laboratory method analysis. The technologies were the
following:

o DROPEX™ and EXPRAY™ colorimetric indicators for NC and NG
o CRREL colorimetric field screening method for total NC and NG
° GC/TID method for NG.

Each of these technologies is addressed in the following sections.
21  DROPEX"-Y® JEXPRAY™
2.1.1 Technology Development and Application

The DROPEX™ and EXPRAY™ systems are commercially available test kits that consist of a
set of reagents that are used in a fixed sequence on an adsorptive pad to identify a variety of
explosive compounds, including NC and NG. The test reagents are the same for both
DROPEX™ and EXPRAY ™ but the reagents are in spray form for EXPRAY™ and in dropper
form for DROPEX"™. Explosive compound identification is performed colorimetrically within
minutes by visual inspection.

The methods provide detect/nondetect results but the positive color intensity is indicative of the
degree of presence of the explosive compound(s). Performance evaluations conducted with
EXPRAY™ by Sandia National Laboratories (Sandia, 1995, 2001) show a detection level for
trinitrotoluene (TNT) at +200 nanograms (ng) total sample, although the manufacturer claims a
detection level less than this.

The methods have been used for several years for screening persons, baggage, and other items at
transportation facilities. It has also been used in forensic applications to identify the presence of
explosives. A modification of this method has been developed for testing for the presence of
explosives in soil.

2.1.2 Process Descriptions

DROPEX™ and EXPRAY ™ tests for explosives are performed directly on surface wipes or on
extracts of sample matrices that have been deposited onto filter paper. In these tests both wipes
and sample extracts were used with the test kits. For comparison of sample results to reference
methods, sample matrices were extracted with acetone (CH;COCH3;), and the acetone extracts
were spotted onto filter paper for testing.

For the EXPRAY ™ kit the test reagents are in spray form. The spray bottle labeled EXPRAY ™
No. 1 was applied briefly at a distance of about 15 cm to the extract spotted area on the filter
paper. The same area was then sprayed with the EXPRAY™ No. 2 bottle until slightly damp.
In cases where NC or NG was detected, color change to pink or red was completed in seconds
(see Figure 1).



The DROPEX™ kit was tested exactly like the EXPRAY™ using the same extracts. A couple
of drops of DROPEX™ Reagent No. 1 were spotted on the extract aliquot on the filter paper.
Approximately 15 seconds later, a couple of drops of Reagent No. 2 were added. A similar pink
or red color as for the EXPRAY™ was a positive indication for the presence of NC or NG
explosive compounds (see Figure 1).
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Figure 1. Comparison of EXPRAY ™ and DROPEX™"® on BAAAP Wood Extracts.

2.1.3 Previous Testing of the Technology

Testing of the EXPRAY™ technology was performed in a previous ESTCP demonstration
performed between April 28, 2002, and May 13, 2002. The results were presented in the Phase I
Final Report, Rocket Paste Production Building Investigation, Badger Army Ammunition Plant,
dated June 24, 2003 (Stone & Webster, 2003). Due to a number of factors, including the lack of
energetic compounds in the buildings used for the demonstration, attempts at validation of the
field methods for detection of these materials were inconclusive.

Prior to the field demonstration, a bench-scale study of the experimental technologies was
conducted by Shaw, and results were described in a Bench-Scale Study Report (Appendix C).
The technologies evaluated at the bench-scale level included Raman spectroscopy, EXPRAY ™
colorimetric indicator, GC/TID, and the CRREL RDX colorimetric field screening method.
Uncontaminated soil and building materials (concrete, wood, and wallboard) from the BAAAP
site were spiked with known amounts of NG, NC, and NG/NC combined at specified levels.
Splits of these samples were submitted to Severn Trent Laboratories, Inc. (STL) in Sacramento,
California for analysis by reference methods for comparison. Results from the bench-scale tests
were used to optimize the testing and analysis processes for the ensuing field demonstration.



2.1.4 Advantages and Limitations of the Technology

DROPEX™ and EXPRAY™ are demonstrated technologies for identifying a wide variety of
explosive compounds in the field. These technologies give a qualitative but rapid indication of
whether explosive compounds exist at the testing site and provide information on what type of
explosive compounds have been detected. These methods provide an advantage over
conventional analysis, which requires sampling, packaging, shipping, and analysis of the sample.
DROPEX™ and EXPRAY™ are rapid techniques and have low rates of false negatives for
concentrations above the detection limit. The methods are most useful for screening higher
concentrations of NC or NG (above 1,000 mg/kg for bulk material) and identifying hot spots.

Disadvantages of the technologies are that the methods are not quantitative and the identification
is not specific for either NC or NG. Some interferences have been observed in the field, causing
development of other colors that may mask positives or be misinterpreted as explosives.
Detection limits for bulk material analysis by solvent extraction are matrix-dependent and
typically in the 40 to 250 mg/kg range for soils and concrete material. The positive color
indication for the presence of explosives decreases in intensity near the detection limit, and
usefulness for screening levels near the limit may be limited.

One advantage DROPEX™ has over EXPRAY™ is that the DROPEX™™ reagents are in
dropper form and are not as subject to problems due to harsh weather conditions such as extreme
cold as the EXPRAY ™ reagent spray cans. However, the EXPRAY™ test may be useful for
vertical surfaces or applications where dropping the reagents are difficult to perform.

2.2 CRREL COLORIMETRIC METHOD
2.2.1 Technology Development and Application

This method was developed by CRREL, a branch of the USACE Research and Development
Center. It was originally published in Development of a Field Screening Method for RDX in
Soil (Walsh, 1991). The authors and others have used the method extensively for evaluating
soils contaminated with RDX. The method is also in the process of adoption by the EPA as SW-
846 Method 8510 (EPA, 2000).

Potential applications for the technology include quantitative field analysis of NC and NG at
locations where RDX is not present, as is the case at BAAAP and similar sites.

2.2.2  Process Description

The CRREL RDX Method is a colorimetric quantitative field analytical method for identifying
and quantifying RDX and certain other explosives, including pentaerythritol tetranitrate (PETN)),
high melting explosive, NC, NG, and tetryl. The method involves extracting the soil (or other
solid material) with acetone to remove the explosive compounds. The extract is filtered,
acidified, and treated with zinc (Zn) dust. Treatment with acid and Zn liberates the nitro groups
from the explosive compound(s) as nitrite ions. Nitrite is then quantified using Hach Chemical
Company's proprietary NitroVer 3° reagent. This reagent reacts with nitrite to form a pink color
whose intensity is proportional to the concentration of nitrite. The absorbance of the treated



extract is measured by a spectrophotometer at a wavelength of 507 nanometers (nm) (see
Figure 2).

Figure 2. CRREL Color Development

Color Development

A modification to the CRREL RDX reference method referred to as the modified CRREL
method was developed and used in this study to improve the response for NC, which was much
lower than that for NG with the original CRREL RDX method. The modification involved the
addition of base to the acetone extract to improve the degree of nitrite liberation from NC by
alkaline hydrolysis before color development. The modification increased sensitivity and
reproducibility for NC consistent with that for NG.

2.2.3 Previous Testing of the Technology

Previous testing of the CRREL technology for NC and NG analysis was performed during the
same testing described in Section 2.1.2 for DROPEX™ and EXPRAY ™.

2.2.4 Advantages and Limitations of the Technology

The advantage of the modified CRREL method lies in its sensitivity, speed, and relatively low
cost. The method can be used with training by someone with basic laboratory experience. The
method produces a numerical quantitative value for the explosive compounds in the soil based on
the quantity of nitrite present.

The method is not specific for NC or NG and provides a response to the total of NG and NC and
any other reactive nitro-organic compound; however, since NC and NG are the primary
explosives present at the demonstration site, this does not constitute a technical problem.

The method cannot distinguish between NC and NG since the extract treatment destroys both
parent compounds, liberating the nitro groups from both. Because there is a difference in
weight-related response between NC and NG and only a total response is obtained, samples



containing both NC and NG cannot be quantitatively related with accuracy to either NC or NG
unless it is known that the samples contain only NC or only NG. In addition, it is difficult to
define the nitro group content for NC in samples, since the molecular formula is not defined and
the actual nitro group content varies somewhat depending on the manufacturer’s process. This
variability contributes to the uncertainty for quantifying NC concentration.

2.3 GC/TID METHOD FOR NG
2.3.1 Technology Development and Application

The use of a field-capable gas chromatography (GC) instrument equipped with a thermionic
ionization detection (TID) to analyze for NG in soils was developed and used by researchers
from CRREL in 2001. The method is selective for individual determination of NG and other
semivolatile explosive compounds. NC is not determined by this method because it is not
volatile. The method has been used in limited testing for field sampling and analysis by CRREL
developers and was incorporated into this field test for further evaluation.

2.3.2 Process Descriptions

The GC/TID analysis is performed on acetone extracts of sample matrices. Sample extractions
are prepared, which may be the same extraction used for the colorimetric testing of EXPRAY ™
and DROPEX™ and the CRREL method. An aliquot of the extract is directly injected onto the
GC/TID instrument column using conditions optimized for NG analysis. The GC instrument
vaporizes volatile and semivolatile components and passes the vapor through a column using a
gas mobile phase. The compounds are separated by interaction with the column surface or
surface coating as they pass through the column and emerge separated in time to enter the
detector. The detector (TID) is sensitive to compounds containing nitro groups and provides a
chromatogram with an enhanced peak area response for each explosive compound at its retention
time from the column. The peak area response for NG is related to concentration using standards
to prepare a calibration curve.

Typical analysis times are on the order of 5 to 12 minutes per sample. Sample extracts
containing high levels of nontarget compounds, such as wood sample extracts, can reduce the
analysis sensitivity by loading the injection end of the column with nonvolatile material.
Therefore, calibration standard responses must be monitored and, when performance degrades a
portion of the injection end of the column, must be removed to regain sensitivity. Figure 3
shows the SRI Instruments, Inc. (SRI) GC/TID.



Figure 3. SRI GC/TID.

2.3.3 Previous Testing of the Technology

Field-capable GC/TID was used successfully to analyze prepared sample extracts for NG and
other explosive compounds in soils of CRREL in 2001 (Hewitt et al., 2001) and on soils and
mortar fins in 2002 (Hewitt, 2002).

Prior to the field demonstration, a bench-scale study of the DROPEXPlus, EXPRAY™, CRREL
RDX, and GC/TID technologies was conducted by Shaw and results were described in a Bench-
Scale Study Report (Appendix C). Uncontaminated soil and building materials (concrete, wood,
and wallboard) from the BAAAP site were spiked with known amounts of NG and NG/NC
combined at specified levels. Splits of these samples were submitted to STL in Sacramento,
California for analysis by reference methods for comparison. The results of the Bench-Scale
Study tests showed good general agreement with prepared spike concentrations and the reference
method results. Results from the bench-scale tests were used to optimize the testing and analysis
processes for the ensuing field demonstration.

2.3.4 Advantages and Limitations of the Technology

The advantages of the GC/TID method are speed, selectivity, sensitivity, and accuracy. The
method produces a numerical quantitative value for NG in the sample based on comparison to
prepared NG standards with a detection limit of 2 mg/kg. The method may also be used for
specific determinations of other semivolatile explosive compounds in the same analysis.

The method, however, cannot detect NC in the sample because it is not volatile and does not
chromatograph in the gas phase through the GC/TID column. The analysis requires a GC/TID
instrument and associated instrument control and data handling computer, so it is more costly
than other field methods and does not lend itself easily to field use without a fixed base facility
for power and environmental protection. The analysis requires a chemist with an understanding
of chromatography principles and experience in its use as well as knowledge and training on the
instrument operation and data handling software, etc.
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3.0 DEMONSTRATION DESIGN
3.1 PERFORMANCE OBJECTIVES

The purpose of the demonstration was to evaluate the reliability of field technologies for NC and
NG detection in building materials and soil. The technology verification should result in building
characterization procedures that may benefit many U.S. Army ammunition plants with similar
explosive materials. The implementation of these procedures may also result in substantial
savings over conventional remedial investigation techniques of explosive-contaminated
buildings. The objectives of the study were as follows:

. Compound Identification. Compare the accuracy, feasibility, strengths, and
weaknesses of on-site field instrumental and analytical techniques for identifying
and measuring NC and NG in or on building materials, foundations, and soils.

. Compound Quantitation. Evaluate field data obtained for NC and NG using the
quantitative CRREL method and the reference laboratory Methods for the
Chemical Analysis of Wastewater (MCAWW) 353.2 for NC and EPA SW-846
Method 8330 for NG using samples of soil, concrete, and wood collected at the
BAAAP site.

. Compound Quantitation. Evaluate the repeatability of the quantitative analytical
results between the ESTCP demonstration methods for NG detection (CRREL
method, EPA SW-846 Method 8330, and GC/TID).

o Evaluate the repeatability of qualitative NC detection results of the DROPEX
and EXPRAY™ screening methods and quantitative testing using MCAWW
353.2 for NC (i.e., determine the likelihood of false positive or false negative
results from the screening methods versus the laboratory quantitative analytical
results).

Plus

o Evaluate the repeatability of qualitative NG detection results between the
DROPEX™ and EXPRAY™ screening methods and quantitative testing using
EPA SW-846 Method 8330 and GC/TID for NG (i.e., determine the likelihood of
false positive or false negative results from the screening methods versus the
quantitative analytical results).

o Evaluate the repeatability of quantitative analytical results between the ESTCP
demonstration methods for NC detection (CRREL method and the MCAWW
353.2 method).
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Table 1. Performance Objectives

Type of
Performance Primary Performance Criteria Expected Performance
Objective
Qualitative False positives Not more than 5% based on laboratory
analysis
False negatives Not more than 10% based on laboratory
analysis
False positives and false negatives Not more than 15% based on laboratory
analysis
Quantitative . - .
Method Detection Limit To be determined
Agreement with reference laboratory methods Relative percent difference mean not more
for CRREL and GC/TID methods, using than 20% and/or linear regression
statistical correlation methods correlation coefficient >0.95

3.2 SELECTION OF TEST SITE(S)

The test sites for performing the technology evaluation were selected using the following

criteria:

Structures were used directly in the manufacture of explosives, specifically NC
and/or NG.

Physical condition of structures exhibited some deterioration and irregularities,
particularly in the foundations.

For purposes of evaluating the overall reliability of the test methods, selected test
sites had a strong potential for containing a wide range of NC and NG
concentrations. This would include sites where there was significant handling of
rocket paste (RP) materials during operations where RP dust would have been
generated and where both NC and NG contamination was likely.

Test sites provided ample locations that likely served as specific accumulators of
NC or NG residue. This included soil samples beneath process traffic areas and at
drain locations. Concrete core samples were also collected at cracks and slab
expansion joints.

Test sites providing material of the target matrices, wood, soil, and concrete.

Input from the Shaw Unexploded Ordnance (UXO) Safety Officer (SUXOSO)
and areas of interest requested by Army personnel.

In some cases test sites were prescreened for the presence of explosives using the

DROPEX™* field test kit on surface wipes, and samples were taken in the area of
positive indication for NC and NG explosives.
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The buildings previously used for the production of RP were selected as fulfilling all these
criteria. The activities that occurred in the buildings generated large quantities of dust. The dust
has been found in the wooden frame parts of these buildings, and it was anticipated that the dust
would be found in or beneath the cracks in the concrete floors. The floors of all five buildings
were regularly washed down with water and/or neutralizing solutions, which may also have
carried RP compounds into the cracks or may have spilled into the soils under the gutters leading
from the buildings. Maps showing the general location of BAAAP and the locations of buildings
selected for sampling are included in Appendix B. In addition schematics showing the sampling
locations in the buildings are included in the Field Demonstration Report (Appendix D).

3.3  TEST SITE/FACILITY HISTORY/CHARACTERISTICS

The demonstration took place at BAAAP, located on 7,354 acres of land in Sauk County,
Wisconsin (Appendix B). BAAAP is one of many inactive Army ammunition plants currently
under the control of DoD with transitioning missions in place. The RP area at BAAAP was
constructed in the 1944 to 1945 time frame for the manufacture of rocket propellants. RP is used
to manufacture a double-based plasticized NC propellant used in rockets. The final propellant
contains NC, NG, plasticizers, and burn rate modifiers that are added during various mixing
stages of the process. The rocket propellant manufacturing process at BAAAP was performed in
three major processing areas: the paste area, the rolls and press area, and finishing area. These
areas contain numerous buildings for blending, drying, pressing, and milling propellant. Visible
RP was removed from the buildings and burned at the Propellant Burning Ground after BAAAP
went on standby status. However, potential accumulation of propellant within, around, and
under the buildings’ structural foundations has not been addressed. Buildings sampled during
the field demonstration along with sample detail information are included in Table 2.

3.4 PHYSICAL SETUP AND OPERATION
3.4.1 On-site Laboratory for Method Testing

A 28-ft mini-mobile laboratory trailer was delivered from Shaw to the BAAAP site on
November 29, 2005, for the ESTCP field demonstration. The trailer was powered by a Wagner
diesel-powered 100-kilovolt-ampere (kVA) generator with a 240-volt single phase output
supplied by a local equipment rental company. The trailer was equipped with a fume hood and
small refrigerator. The trailer setup is shown in Figures 4 and 5. Laboratory personnel from the
Shaw Technology Development Laboratory (TDL) located in Knoxville, Tennessee, conducted
the on-site field analyses on soil, concrete, and wood samples from December 1-19, 2005.

An on-site concrete bunker 100 yards from the mobile laboratory was used for storing samples
and breaking concrete cores.
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Fiure 4. Shaw Lab Trailer and

Generator On Site.

3.4.2 Sampling

Figure 5. Testing Inside Shaw Lab.

A total of 104 samples were collected—33 samples of wood, 33 samples of soil, and 37 concrete

samples—for test method evaluation during the demonstration.

In addition, six concrete

expansion joint material samples were separated from concrete cores and were analyzed to
investigate NC and NG concentration in this matrix.

Samples for the building investigation demonstration were taken from the following areas, as
summarized in Table 2. Additional details are also included in the Field Demonstration Report

(Appendix D).

Table 2. Sample Summary.

Duplicate
Building Name (Process Building ID Wood Concrete Soil Samples
Line) No. Samples Samples | Samples (A)!

Neutralizer House (NG) 6657-02N 2
Nitrate House (NG) 6657-021 2 1
Boiling Tub House (NC) 5024 7 1
Pre Dry House (NC, NG) 6709-17 10 1
Powder Storage Pit (NC, NG) 9590 3 1 1
Box Wash House (NC, NG) 1890-01 9 10 3 4
Box Storage Houses (NC, NG) | 1885-01, -02, 03 3,14, 10 0,25,5 4
Total Samples Collected 33 37 33 12

Duplicate samples were prepared from splits of the parent sample after collection and identified with an (A) added to the sample identification

number.
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3.4.3 Sample Collection

Wood samples were generated using a cordless drill with a fluted bit. Wood sampling involved
drilling multiple (35-50) holes to a depth of approximately one-half inch.

Concrete samples were obtained using a remotely operated hydraulic drill. A water cooled, 3-
inch diameter diamond tipped hollow coring bit was used to drill completely through 6- to 8-inch
concrete floor slabs.

Surface soil samples were taken by first loosening the soil with a soil coring tool, then collecting
the soil with a stainless steel (SS) spoon. Subsurface soil samples were taken from bore holes
using long SS spoon tongs after concrete core samples were removed. Many of the subsurface
samples required thawing of the frozen ground before soil could be loosened and excavated from
the holes. For samples requiring thawing, warm air of no higher than 140°F was blown into each
bore hole.

Figure 6. Concrete Core Sampling Team. Figure 7. Core at Expansion Joint.

The heating of the soil for collection of samples for analysis was performed under the
supervision of the senior UXO officer. Material safety and data sheets (MSDS) for NG were
consulted prior to applying any heat to the sample locations and the auto-ignition temperature for
NG was given as 270°C. The use of 140°F (60°C) air was selected as the upper limit for safety in
avoiding decomposition of NG.

3.4.4 Test Sample Preparation

Wood samples, as collected from drilling operations, varied in consistency from fine chips or
shavings to 4-inch splinters (thicker than ' inch). Samples were chopped using a kitchen
blender to reduce piece size to less than approximately " inch. An aliquot of the processed
sample was then extracted with acetone using a 1:3 sample weight/solvent volume (w/v) ratio.
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Concrete core samples were screened for surface contamination using DROPEX™® prior to size

reduction. Then the top 1-1'2-inch cross section and in some cases the side /2-inch longitudinal
section next to the seam, if a seam existed, was chipped away with a hammer. Large chips of
concrete were crushed using a hammer until all particles were approximately 4 inch or less. An
aliquot of the processed sample was then extracted with acetone using a 1:1 (w/v) ratio.

Soil samples were air dried or oven dried at 40°C and sieved through a 4-inch diameter SS hand
strainer with “4-inch openings. Soil samples were inspected closely for propellant material.
Small amounts of recovered propellants were removed from the soil samples. An aliquot of the
processed sample was then extracted with acetone using a 1:1 (w/v) ratio.

3.5 ANALYTICAL PROCEDURES

The three methods for identifying and quantifying NC and NG in the field were evaluated on
acetone extracts of wood, soil, and concrete material for comparison against off-site laboratory
reference method analysis. The methods evaluated were the following:

. DROPEX™ and EXPRAY ™ colorimetric indicator for NC and NG
o CRREL RDX colorimetric field screening method for total NC and NG
o GC/TID portable field GC for NG.

The reference method analyses performed on the sample matrices by STL in Sacramento were
the following:

o MCAWW 353.2 for the analysis of NC
o EPA SW-846 8330/8332 for the analysis of NG.

Copies of the methods may be found in Appendix B, Experimental Methods Supporting the
Experimental Design (not used), of the ESTCP Demonstration Plan (Shaw, 2004).

3.5.1 Reference Method MCAWW 353.2 Methodology

MCAWW 353.2 (EPA, 1983) is a colorimetric method used to determine nitrate, nitrite, each
singularly or in combination. The method has been adapted for NC determination in the form of
nitrate plus nitrite in waters, soils, and sediments. The method is specific for the analysis of NC
in a sample. The method pre-extraction steps with methanol and water remove inorganic forms
of nitrate and nitrite as well as nitroglycerin from the sample. NC is insoluble in these solvents
and is subsequently removed from the solid matrix in the acetone solvent extraction. The
acetone extract is then hydrolyzed to remove NC compound nitro groups and produce inorganic
nitrite and nitrate ions. The nitrate ions are then reduced to nitrite with a cadmium (Cd) column
and the total nitrite content is quantified using a spectrophotometer after reaction with a reagent
to produce a highly colored species that is a pink-red color.

3.5.2 Reference Method EPA SW-846 8330/8332 Methodology

EPA SW-846 Methods 8330/8332 (EPA, 1995; EPA, 1998) are high-performance liquid
chromatography (HPLC) methods for the extraction and detection of explosive residues in
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waters, soils, and sediments. Samples are analyzed on an HPLC with a reverse-phase column at
an ultraviolet (UV) detection of 250 nm. Solid samples are air-dried, ground, sieved through a
30-mesh screen, extracted with acetonitrile, treated with calcium (Ca) chloride solution, filtered,
and the extracts are analyzed by HPLC.
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4.0 PERFORMANCE ASSESSMENT
4.1 PERFORMANCE DATA

Demonstration results for each of the technologies that were evaluated are discussed in depth in
the “Draft Field Demonstration Report, Applied Innovative Technologies for Characterization of
Nitrocellulose and Nitroglycerin Contaminated Buildings and Soils” (Appendix D). Additional
data are found in the initial “Bench-Scale Study Report, Verification of Field Test Methods for
Nitrocellulose- and Nitroglycerine-Spiked Samples of Soil and Building Materials”
(Appendix C).

41.1 DROPEX™ and EXPRAY™

DROPEX™ and EXPRAY ™ were found to have matrix dependent detection limits for acetone
extract analyses. This was determined in the bench-scale study and discussed in detail in the
Bench-Scale Study Report (Appendix C). The results are summarized in Table 3. Results from
the field test study showed that neither NG nor NC was stable on the concrete matrix due to
hydrolytic degradation because of the alkaline nature of the matrix. It was further shown that
detection of these compounds was a function of the form of the contamination, i.e., pieces or in
solution, and the length of time on the matrix. Hence, after a period of time on the order of hours
to days on concrete matrix, neither NG nor NC may be detectable due to degradation. The
values for detection on concrete matrix in Table 3 were obtained on samples that were spiked
and extracted in a short amount of time between being spiked and do not represent meaningful
values for environmental concrete samples.

EXPRAY™ was effective in detecting NC and NG in the soil and wood matrices with results
consistent with the STL reference methods as long as concentrations were above detectable
limits. DROPEX™® did not meet the performance metrics for wood or soil probably due to
lower detection limits, which involved more samples with concentrations near the detection limit
where variability in method performance is the highest and has the greatest impact.

Table 3. Bench Test Detectable Limits DROPEX/EXPRAY ™.

Spike Material | EXPRAY™ Detectable Limitmg/lkg |  DROPEX™ Detectable Limit mg/kg
Soil Extracts
NC 250 100
NG 40 40
Combined NC/NG 250/25 250/25
Wood Extracts
NC 2500 250
NG 250 80
Combined NC/NG 4000/400 250/400
Concrete Extracts®
NC 250 250
NG ND ND
Combined NC/NG 1000/100 250/25

NG — nitroglycerine; NC — nitrocellulose; mg/kg — milligrams per kilogram; ND — not determined, no detection

"Detection limits measured for concrete were obtained on samples that were extracted within a short amount of time after being spiked and do not
represent meaningful values for environmental samples because of degradation of NC and NG that occurs in a matter of hours to days on the
matrix.
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4.1.2 CRREL Results for Total NC and NG

The original CRREL RDX method gave a relatively low response for NC compared to NG that
was easily impacted by matrix interferences. Analysis of the wood matrix samples could not be
performed because of low analyte response. Analysis of the soil and concrete samples were able
to be performed by the method. The comparisons of the results for the CRREL RDX method
versus the total STL reference method results are shown in Figure 8 for soil samples and Figure
9 for concrete samples.
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Figure 8. CRREL RDX Results for NC/NG on Soil Versus STL Reference Method Results.
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Figure 9. CRREL Method Results for NC/NG on Concrete Versus STL Reference Method

Results.

Modifications to the CRREL RDX procedure greatly increased the method response for NC and
retained the response for NG. The increase in response made the method more robust for NC
analysis and allowed analysis of NC on all three sample matrices. The detection limit for NC
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analysis by the modified CRREL method is also in the range of an order of magnitude lower than
that for the original CRREL RDX method. Details of the method modifications and
development are included in the Field Demonstration Report (Appendix D).

Figures 10 and 11 show the correlation of results for wood and soil sample analyses by the
modified CRREL method compared to those from the STL reference methods from the field
demonstration.
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Figure 10. Modified CRREL Results for NC/NG on Wood Versus STL Reference Method
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Figure 12 shows the comparison for the results obtained for soil sample extract analyses using
the modified CRREL method versus the original CRREL RDX method and illustrates general
agreement between the two methods.
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Figure 12. Comparison of Modified CRREL Test Results Versus Original CRREL Test
Results on Soil Extracts.

The CRREL RDX method detected NC/NG above the detection limit in only two of the concrete
samples, one sample and its duplicate at NC concentrations of 124 mg/kg and 128 mg/kg (ND
level was 100 mg/kg as NC). Analysis using the modified CRREL method was performed on
the original sample in duplicate. The modified CRREL method analysis detected NC/NG at an
NC concentration of 87 mg/kg and 230 mg/kg. These results were consistent with the original
CRREL RDX results but do reflect some variation most likely due to the nonhomogeneous
nature of the sample matrix.

Tests conducted with NC on concrete showed that recovery of NC from the matrix was a
function of both time and the manner in which NC was deposited on the matrix. These results
were attributed to decomposition of NC by the concrete matrix due to its alkaline nature in a
similar manner as to what was concluded for NG with spiked matrix samples in the Bench-Scale
Study Report (Appendix C).

Compound concentration metrics with respect to the relative percent difference (RPD) values
between the CRREL method and the reference laboratory methods were not met by the CRREL
methods with any of the three matrices. CRREL results were consistently biased low in
comparison to the STL reference method results. STL Method 353.2 results were believed to be
biased high due to matrix interference or contamination phenomenon similar to what affected
method blanks and results in the bench-scale study. The RPD between CRREL and STL results
ranged from 42.2 to 89.1 percent. Performance metrics for concrete samples were limited by the
number of positive results obtained by the CRREL methods.

There was also considerable scatter in the RPD values for the method result comparisons. This
was attributed to nonhomogeneous sample material and sources of contamination.
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Contamination of building materials (concrete and wood) was likely concentrated on exposed
surfaces of the material. The sample size reduction to a particle size of about Y4 inch was not
enough to provide sufficient distribution for uniform sampling. Soil samples also contained
pieces of propellant material that made preparing a homogeneous sample difficult.

4.1.3 GC/TID Results for NG

GC/TID analysis of NG was sensitive; a detection limit of 2 mg/kg, which was comparable to the
reference method, was observed for soil and concrete. Wood had a slightly higher detection
limit of 5 mg/kg due to increased solvent volume used in sample extraction. Analyte detection
performance metrics for NG were met for all three matrices with <5% false negatives and <10%
positives; however, analyte concentration performance metrics were not met. Performance
metrics for concrete and soil samples were limited by the number of positive results obtained.
The comparison of GC/TID results to the STL reference method results for wood samples is
shown in Figure 13.
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Figure 13. GC/TID Results for NG on Wood Versus STL Method 8330 Results.
42 PERFORMANCE CRITERIA

The effectiveness of the demonstration was evaluated by confirming the performance of each of
the technologies. Performance confirmation was based on comparison of analyte detection and
quantitative results to fixed-base laboratory analytical results from reference methods.
Comparisons of analysis results were performed taking into account different method detection
limits and used a defined handling of nondetect results. Statistical measures of quantitative
results were calculated for comparison. A detailed discussion of data assessment methods is
provided in the Draft Field Demonstration Report (Appendix D)

System performance was measured in definitive ways to the extent practical for both primary and
secondary criteria, as initially identified in the Demonstration Plan (Shaw, 2004). Exceptions to
the work plan were as follows: no asbestos-containing material (ACM) was tested due to safety
issues related to crushing of ACM, and Raman spectroscopy was not used due to safety issues
related to heat generation noted during the bench-scale testing.

The performance evaluation is presented for each of the matrices in Tables 4, 5 and 6.
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Table 4. Wood Samples—Performance Evaluation against Primary and Secondary Criteria.

Performance Expected Performance Performance Actual Performance
Criteria Metric (pre-Demo) Confirmation Method (post-Demo)
Primary Criteria
Compound NMT 5% false negatives Confirm by laboratory DROPEX™ field method false negatives=16.2%

Identification

NMT 10% false positives
(applies to DROPEX™* and EXPRAY ™)

analysis
Data to be evaluated on
agreement of detection

EXPRAY ™ field method false negatives= 0%
DROPEX™ field method false positives= 5.4%
EXPRAY™ field method false positives= 13.5%

Field methods do not meet specified criteria.

Compound
Concentration

RPD NMT 20% and/or
correlation coefficient > 0.95
(applies to CRREL and GC/TID)

Confirm by laboratory
analysis

Data are evaluated on
agreement of detection and
concentration

Modified CRREL field method RPD=89.1
GC/TID field method RPD=48.7
Modified CRREL field method LR R
value=0.7080

GC/TID field method LR R value= 0.7466

Field Methods do not meet specified criteria.

Reliability Achieve identification and quantitation Confirm by laboratory e  GC/TID—wood does not pass RPD criteria.

requirements in multiple locations and conditions analysis e CRREL/modified CRREL does not meet
specified criteria.

Ease of Use Reduced or constant crew size Experience from e EXPRAY™ and DROPEX"™ is easy to use with
Level of technical training required demonstration little specialized training and equipment.
Need for special assistance or training during e CRREL requires a moderate level of training in
project regard to matrix.
Calibration and maintenance able to be performed e  GC/TID requires specialized training.
by operating crew

Maintenance Percent downtime when operations are scheduled | Experience from DROPEX™ and EXPRAY™ do not use equipment

Routine maintenance required
Specialized personnel or equipment for
maintenance activities

demonstration

that requires maintenance or repair.
CRREL does not use equipment that requires
maintenance or repair.

GC/TID maintenance and repair can be performed by
trained GC analyst with 5-10% downtime.
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Table 4. Wood Samples—Performance Evaluation against Primary and Secondary Criteria (continued).

Performance
Criteria

Expected Performance
Metric (Pre-Demo)

Performance

Actual Performance

Confirmation Method (Post-Demo)

Secondary Criteria

Versatility Use conditions and ease of use undera | Experience from demonstration | DROPEX™ and EXPRAY ™ can be used under a wide variety
variety of site conditions of site conditions.
CRREL can be used under a wide variety of site conditions.
GC/TID requires a relatively stable environment with
temperatures within 70° £20°F.
All equipment is portable, light, and easily transported.
Hazardous Volume of hazardous materials Experience from demonstration | ¢  Minimal hazardous materials were generated during
Materials generated by project operations project.

Number of waste streams requiring
characterization and disposal

e  Remaining acetone extracts were returned to Shaw
Knoxville Laboratory for disposal as hazardous waste.

Process Waste

Amount of investigative-derived waste
generated by project operations.

Experience from demonstration

Each sample for any of the analytical methods produced contact
waste that is disposable to trash consisting of a 2-ounce sample
bottle, a 20-mL extract vial, a disposable syringe and 1-2
disposable syringe filters. The CRREL method produced an
additional 10-mL disposable resin tube, 1-2 disposable syringes,
1-2 syringe filters, and 1-2 glass vials for processed sample
fractions. Aqueous solutions from CRREL method sample
processing (10-30 mL) are disposable to municipal drain. For
any of the methods, acetone extracts of samples are prepared
(60-100 mL per sample). These may be evaporated in a fume
hood, depending on local air permits, and the residue may be
disposed of as minimal contact trash or as hazardous solid
waste. Alternatively, the acetone sample extracts may be
disposed of as a hazardous solvent.

Notes:
NMT = not more than

RPD = Relative Percent Difference
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Table 5. Soil Samples—Performance Evaluation Against Primary and Secondary Criteria.

Performance Expected Performance Performance Actual Performance
Criteria Metric (Pre-Demo) Confirmation Method (Post-Demo)

Primary Criteria

Compound NMT 5% false negatives Confirm by laboratory analysis | ¢ DROPEX"™ field method false negatives=10.8%

Identification

NMT 10% false positives
(Applies to DROPEX™™ and

Data to be evaluated on
agreement of detection

EXPRAY ™ field method false negatives= 2.7%
DROPEX"™ field method false positives= 16.2%

EXPRAY™) e EXPRAY™ field method false positives= 8.1%
DROPEX™™ does not meet criteria.
EXPRAY™ does meet criteria.
Compound RPD NMT 20% and/or Confirm by laboratory analysis | ¢ Modified CRREL field method RPD=82.7

Concentration

correlation coefficient > 0.95
(applies to CRREL and GC/TID)

Data evaluated on agreement of
detection and concentration

GC/TID field method RPD=-12.9
Modified CRREL field method R value=0.9548
GC/TID field method LR R value= 0.2566

Reliability Achieve identification and quantitation | Confirm by laboratory analysis | e GC/TID—soil and concrete quantitation are not confirmed
requirements in multiple locations and because of absence of NG compound.
conditions e CRREL/ Modified CRREL does not meet specified criteria
Ease of Use Reduced or constant crew size Experience from demonstration | ¢ EXPRAY™ and DROPEX™ is easy to use with little

Level of technical training required
Need for special assistance or training
during project

Calibration and maintenance able to be
performed by operating crew

specialized training and equipment.

CRREL requires a moderate level of training in regard to
matrix.

GC/TID requires specialized training.

Maintenance

Percent downtime when operations are
scheduled

Routine maintenance required
Specialized personnel or equipment
for maintenance activities

Experience from demonstration

DROPEX™ and EXPRAY™ do not use equipment that requires
maintenance or repair.

CRREL does not use equipment that requires maintenance or
repair.

GC/TID maintenance and repair can be performed by trained GC
analyst with 5-10% downtime.
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Table 5. Soil Samples—Performance Evaluation Against Primary and Secondary Criteria (continued).

Performance Expected Performance Performance Actual Performance
Criteria Metric (Pre-Demo) Confirmation Method (Post-Demo)
Secondary Criteria
Versatility Use conditions and ease of use under a Experience from DROPEX™ and EXPRAY ™ can be used under a wide

variety of site conditions

demonstration

variety of site conditions.
CRREL can be used under a wide variety of site conditions.

GC/TID requires a relatively stable environment with
temperatures within 70° +20°F.

All equipment is portable, light, and easily transported

Hazardous Materials

Volume of hazardous materials generated
by project operations

Number of waste streams requiring
characterization and disposal

Experience from
demonstration

e Minimal hazardous materials were generated during
project.

e Remaining acetone extracts were returned to Shaw
Knoxville Laboratory for disposal as hazardous waste.

Process Waste

Amount of investigative-derived waste
generated by project operations

Experience from
demonstration

Each sample for any of the analytical methods produced
contact waste that is disposable to trash consisting of a 2-
ounce sample bottle, a 20-mL extract vial, a disposable
syringe, and 1-2 disposable syringe filters. The CRREL
method produced an additional 10-mL disposable resin
tube, 1-2 disposable syringes, 1-2 syringe filters, and 1-2
glass vials for processed sample fractions. Aqueous
solutions from CRREL method sample processing (10-30
mL) are disposable to municipal drain. For any of the
methods, acetone extracts of samples are prepared (20-50
mL per sample). These may be evaporated in a fume hood,
depending on local air permits, and the residue may be
disposed of as minimal contact trash or as hazardous solid
waste. Alternatively, the acetone sample extracts may be
disposed of as a hazardous solvent.

Notes:
NMT = not more than

RPD = Relative Percent Difference
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Table 6. Concrete Material—Performance Evaluation Against Primary and Secondary Criteria.

Performance Expected Performance Performance Actual Performance
Criteria Metric (Pre-Demo) Confirmation Method (Post-Demo)
Primary Criteria
Compound NMT 5% false negatives Confirm by laboratory DROPEX"™ field method false negatives=2.4%
Identification NMT 10% false pOSitiVGS analysis. EXPRAYTM field method false negatives: 4.9%

(applies to DROPEX™® and
EXPRAY™)

Data will be evaluated on
agreement of detection.

DROPEX™ field method false positives= 2.4%
EXPRAY™ field method false Positives= 0%
DROPEX"™ and EXPRAY™ meet performance criteria.

Compound
Concentration

RPD NMT 20% and/or
correlation coefficient > 0.95
(applies to CRREL and GC/TID)

Confirm by laboratory
analysis.

Data are evaluated on
agreement of detection and
concentration

e CRREL field method RPD=45.9

e GC/TID field method RPD=-4.43

e CRREL field method R value=0.0894

o GC/TID field method LR R value= NC insufficient data
points

e CRREL and GC/TID fail to meet specified criteria.

Reliability Achieve identification and quantitation | Confirm by laboratory e GC/TID—soil and concrete quantitation not confirmed
requirements in multiple locations and | analysis because of absence of NG compound.
conditions e CRREL performance not confirmed

Ease of Use Reduced or constant crew size Experience from e EXPRAY™ and DROPEX™® is easy to use with little

Level of technical training required
Need for special assistance or training
during project

Calibration and maintenance able to be
performed by operating crew

demonstration

specialized training and equipment.

e CRREL requires a moderate level of training in regard
to matrix.

o GC/TID requires specialized training.

Maintenance

Percent downtime when operations are
scheduled

Routine maintenance required
Specialized personnel or equipment for
maintenance activities

Experience from
demonstration

DROPEX"™ and EXPRAY™ do not use equipment that
requires maintenance or repair.

CRREL does not use equipment that requires maintenance
or repair.

GC/TID maintenance and repair can be performed by
trained GC analyst with 5-10% downtime.
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Table 6. Concrete Material—Performance Evaluation Against Primary and Secondary Criteria (continued).

Performance Expected Performance Performance Actual Performance
Criteria Metric (Pre-Demo) Confirmation Method (Post-Demo)
Secondary Criteria
Versatility Use conditions and ease of use under | Experience from demonstration | DROPEX™ and EXPRAY™ can be used under a wide

a variety of site conditions.

variety of site conditions.

CRREL can be used under a wide variety of site
conditions.

GC/TID requires a relatively stable environment with
temperatures within 70° £20°F.

All equipment is portable, light, and easily transported.

Hazardous Materials

Volume of hazardous materials
generated by project operations.

Number of waste streams requiring
characterization and disposal

Experience from demonstration

e  Minimal hazardous materials were generated during
project.

e  Remaining acetone extracts were returned to Shaw
Knoxville Laboratory for disposal as hazardous
waste

Process Waste

Amount of investigative-derived
waste  generated by  project
operations.

Experience from demonstration

Each sample for any of the analytical methods produced
contact waste that is disposable to trash consisting of a 2-
ounce sample bottle, a 20 mL extract vial, a disposable
syringe and 1-2 disposable syringe filters. The CRREL
method produced an additional 10-mL disposable resin
tube, 1-2 disposable syringes, 1-2 syringe filters, and 1-2
glass vials for processed sample fractions. Aqueous
solutions from CRREL method sample processing (10-30
mL) are disposable to municipal drain. For any of the
methods, acetone extracts of samples are prepared (20-50
mL per sample). These may be evaporated in a fume
hood, depending on local air permits, and the residue may
be disposed of as minimal contact trash or as hazardous
solid waste. Alternatively, the acetone sample extracts
may be disposed of as a hazardous solvent.

Notes:
NMT = not more than

RPD = Relative Percent Difference
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43 DATA ASSESSMENT
43.1 DROPEX™ and EXPRAY™ Test Kits

The DROPEX™ and EXPRAY ™ results were recorded as either a positive (+) or negative (-)
test response. In some cases, sample concentrations near the detectable limit for the method
gave a positive result that was only faintly discernable, but in general, the test response was
increasingly more intense as the test NC or NG concentration increased above the detectable
limit. Detectable limits of spiked NC and NG material varied for each test matrix. A major
portion of the false positive and false negative results were obtained for tests that were near the
technology detection limits, and sample nonhomogeneity may have contributed to the false
indications.

The demonstration field personnel preferred DROPEX™" during the sample collection screening
due to the extremely cold temperatures (sub 0) at the BAAAP site in December. The
EXPRAY™ spray cans did not perform as well in the extreme conditions encountered outdoors
and were not used by the sample collection team.

The DROPEX™ and EXPRAY™ test kits require little training to use on sample wipes and the
results are easily interpreted. On sample extracts, some training will likely be required on
sample preparation procedures.

4.3.2 CRREL Methodology

It is Shaw’s opinion that the original CRREL RDX method is not appropriate for analysis of NC
due to incomplete reaction of NC with the method reagents and resulting low and inconsistent
response. The method is usable for the analysis of NG on the matrices tested. The modified
CRREL method developed in this study is suitable for analysis of either NG or NC or mixtures
of NG and NC. Neither CRREL method is specific to NG or NC, and both provide a response to
the total of NG and NC. The modified CRREL method, however, produces a similar response
for each analyte such that the total analytical result can be expressed nearly equivalently as NG,
NC, or a mixture of NG and NC within 75% to 130% accuracy.

The CRREL results were consistently biased low in comparison to the STL reference method
353.2 results. This affected both the number of false negatives for the CRREL method and the
RPD between the results for the two methods. The RPD between CRREL and STL results
ranged from 42.2 to 89.1%. For concrete samples, there were a limited number of positive
results obtained by the CRREL methods. The STL method 353.2 results appeared to be biased
high due to matrix interference or contamination phenomenon similar to what affected method
blanks and clean background matrix analyses in the bench test and field demonstration. NC was
detected in all of the samples analyzed by the STL method 353.2.

There was also considerable scatter in the RPD values for the CRREL method result
comparisons. This was attributed to nonhomogeneous sample material and sources of
contamination. Soil samples in particular contained pieces of propellant material that made
preparing a homogeneous sample difficult.
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The CRREL method requires a person experienced in laboratory techniques and trained on the
spectrometer operation and method specifics.

4.3.3 GC/TID Method

In general, reliability of the GC/TID ability to detect NG on the building materials was consistent
with the reference Method 8330. Wood matrix sample set was the only one that provided enough
positive results for a meaningful quantitative method comparison. The GC/TID results from this
set were biased low compared to the reference Method 8330 results, and the RPD was outside
the performance metric for agreement. The wood matrix provides an organic rich background
that may have provided a positive interference for the STL method; however, both methods are
subject to matrix interference effects. The bench-scale study demonstrated good GC/TID results
agreement with NG spike concentrations on clean background matrix samples.

The GC/TID method requires a person experienced in GC techniques and trained on the
instrument operation and method specifics.

44  TECHNOLOGY COMPARISON

Table 7 lists the various demonstration technologies tested and which technologies experienced
successful validations (i.e., met a priori performance metrics) and which technology
demonstrations remain uncompleted due to lack of necessary data. Also shown are the primary
validation criteria that were failed if the validation was not successful as well as qualifying text
or clarification applicable to the tested technology demonstration results.

Table 7. Demonstration Technologies Validation Summary.

Validation Primary Validation
Technology sSuccess Criteria Failure Comment
Wood—No Wood—High FN Wood and soil—More sensitive than
DROPEX™ | Soil—No Soil—High FN & FP EXPRAY ™ and there were a large number
Concrete—Yes Concrete—NA of results near DL where results are variable
Wood—No Wood—High FP Wood—FP at 13.9%, just over 10% limit
EXPRAY™ | Soil—Yes Soil—NA criteria
Concrete—Yes Concrete—NA
Wood—NA Wood—All Wood—No  NC  response,  matrix
Soil—No Soil—High RPD; Low CC interference
CRREL RDX Concrete—No Concrete—High RPD; Low | Soil & concrete—Results biased low versus
CC reference; possible high bias by reference
Wood—No Wood—High RPD; Low CC Wood and soil—Results biased low versus
Modified Soil—No Soil—High RPD reference; possible high bias by reference;
CRREL Concrete—No Concrete—High RPD; Low [ high CC for soil
CC Concrete—Insufficient data
Wood—No Wood—High RPD; Low CC Wood—Results  biased low  versus
GC/TID Soil—No Soil—Low CC reference; possible high bias by reference
Concrete—NA Concrete—NA Soil and concrete—Insufficient positive
results
FN = False negatives FP = False positives RPD = Relative percent difference from STL reference method results
CC — Linear regression correlation coefficient for results plotted against STL reference method results DL = Detection limit

32




5.0 COST ASSESSMENT
5.1 COST REPORTING

Project costs were tracked and are summarized in Table 8. The apportioned demonstration costs
of on-site sampling and on-site analyses for; DROPEX™ and EXPRAY™ testing, CRREL
Method testing, and GC/TID method testing are provided on Tables 9 and 10. Some of Shaw’s
costs are apportioned between the tasks based on estimates of percentage use/effort for each task.
The costs for off-site reference method analyses by STL are isolated in Table 11. Some costs for
shipping and data validation were apportioned to the STL costs based on estimates of use/effort
for these activities. The unit cost per sample or sample location is provided for each activity.

The actual costs for implementation of the field technologies are expected to be lower than those
for the demonstration due to factors related to technology development and evaluation, as
discussed below.

The ESTCP project costs from November 2005 through March 2006 are directly related to the
field demonstration and associated administrative activities and can be divided into five cost
categories:

On-site sampling

On-site sample analysis

Off-site sample analysis and data validation
Off-site method development and sample reanalysis
Administration and reporting.

Nk W=

Administrative and reporting costs totaled $53,035 and are not included in Table 8. The costs for
the field demonstration activities that are included in Table 8 totaled $176,264. The total project
cost for the field demonstration, including administrative and reporting activities, was $229,299.

Sampling costs of $37,229 included sample design and planning, equipment fabrication and
modification (remote operated concrete drill and sample crusher), materials and supplies related
to sampling activities, equipment rental, personnel travel costs, and labor for sampling activities.
These costs, shown in Table 8 and isolated in Table 9, can be used for estimating sampling costs,
but they were affected by the subfreezing temperatures, which necessitated special efforts to
thaw soil for sampling beneath the concrete slab at concrete core sampling sites. A water-
cooled, diamond-tipped, hollow coring bit was used to drill through concrete floor slabs. This
was chosen as a method to provide safe access to subslab samples. This method was expensive
and likely caused some disturbance to the sample due to the water used to cool the drill bit.
Alternative methods of obtaining these samples should continue to be investigated. Costs related
to concrete cutting will also be affected by the thickness and strength of the concrete slab. There
were 103 sample locations and the average sampling cost per location was $361.

On-site sample analysis costs for a total of $61,808 included those for planning, materials, and
supplies related to analyses, laboratory trailer, and generator rental as well as associated delivery
charges, generator fuel costs, personnel travel costs, shipping charges for equipment and supplies
during mobilization and demobilization, and labor for sample preparation and analysis. The
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costs are apportioned between the three analytical method technologies—EXPRAY™
/DROPEXPI“S, GC/TID, and CRREL—and are shown in Table 10. The estimated cost
breakdown for each method technology is $10,493 for EXPRAY ™DROPEX™, $24,078 for
GC/TID, and $27,237 for CRREL. These costs are for the analysis of the 115 samples, 103 field
samples, and 12 field sample duplicates. DROPEX"™ was also used to analyze 36 of the
concrete core surfaces so the total number of samples analyzed by EXPRAY™/DROPEX™ was
151. The average cost for on-site analysis of the samples by all technologies was $516 per
sample.

Off-site sample analysis costs of $22,830, shown in Table 8 and detailed in Table 11, included
those for sample shipping, unit price charges for samples analyzed by STL, and costs for data
validation. The unit cost for off-site analysis of the samples by both reference methods was $199
per sample. What are not included are labor costs for sample shipment and administrative
activities as well as for sample preparation activities, which are included in on-site analytical
charges. Sample preparation that was necessary for both on-site and off-site analyses was
performed on-site during the analysis efforts and the costs are difficult to separate out accurately;
however, they are estimated to be 15% of the estimated on-site analytical labor costs of $33,081
or approximately $4,960. The off-site analysis costs plus the estimated sample preparation cost
gives a total estimated cost of $27,790 for off-site analysis or $242 per sample, if only off-site
analyses were performed, because sample preparation would still be required.

There was a significant effort expended after the on-site field demonstration at the TDL in
Knoxville, Tennessee, for CRREL RDX method development/modification and sample re-
analysis that would not be needed for routine use of the developed method. It was felt that the
labor expended on site is a good estimate of the labor needed to complete the analysis of the
samples collected for the field demonstration using the EXPRAY™/DROPEX™, GC/TID, and
the developed modified CRREL field methods. Therefore, the estimated off-site method
development costs were not included in the costs for on-site analytical work. An estimate of the
labor and materials cost for off-site CRREL method development has been separated from the
on-site work and shown in a separate column in Table 8.

5.2 COST COMPARISONS TO CONVENTIONAL AND OTHER TECHNOLOGIES

The STL costs for the demonstration samples of $27,790 (includes $4,960 cost for sample
preparation), or $242 per sample, can be compared to the on-site analytical costs to assess cost-
effectiveness for on-site analyses. The on-site analysis costs were $516 per sample for all the
field methods. For more direct comparison to the off-site cost, the cost for only GC/TID and
CRREL method analyses was $446 per sample, approximately twice the cost for off-site
analysis. This comparison does not include administrative costs previously mentioned or the
cost for expedited turnaround of results from the off-site laboratory that would be incurred to get
a more direct comparison to the on-site field analysis. On-site analysis typically generates
results the same day or within 24-48 hours. The off-site analyses were performed by STL with a
3-week turnaround time for results. STL typically charges a 50% to 100% surcharge for results
within a 24- to 48-hour turnaround time. However, there is typically a 24-hour delay due to
overnight shipping, so it is difficult for an off-site laboratory to duplicate the turnaround time for
results that an on-site laboratory can provide.
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Another factor affecting the cost that should be considered for cost comparison is the experience
level of the analysts used for field method analysis. Since this was a method evaluation and
included analytical method development, the experience level and associated pay rate for
analysts were higher than what would typically be used for field work using established
analytical procedures.

It is difficult to get a clear cost comparison for the EXPRAY™/DROPEX™ and CRREL
methods to the off-site reference method analyses because the results for the methods are not
equivalent. The CRREL method provides a total for NC and NG while EXPRAY™ and
DROPEX™ are not quantitative and the MCAWW 353.2 reference method only quantifies NC.
Probably the best overall comparison is the total cost for the GC/TID and CRREL analyses,
which provide separate results for NG and NC (by difference between the CRREL total NC and
NG result and the GC/TID NG result) versus the cost for both the off-site STL reference method
analyses that provides separate results for NC and NG, as was discussed above. In addition
however, the GC/TID method and the STL 8330/8332 method both provide quantitative results
for NG only and the estimated costs for these analyses were $24,078 ($209 per sample) for
GC/TID and approximately $13,000 or $116 per sample for Method 8330/8332 (STL). The on-
site. GC/TID cost was approximately twice that for the off-site laboratory analysis and is
consistent with the former comparison, but again lacks the mentioned considerations for a more
valid comparison.

It is felt that the costs for on-site analyses versus rapid turnaround off-site analyses would be
comparable under routine operation and that the results obtained (using the GC/TID and the
modified CRREL method) would be comparable. However, the on-site analysis capability offers
convenience, more flexibility, and most likely an advantage in turnaround of analytical results.
In many cases, on-site analyses can be performed with results turnaround within a few hours.
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Table 8. Overall Demonstration Costs.

On-Site Off-Site Off-Site STL Total Actual
Field Field CRREL Reference Demonstration Costs
Sampling Method Method Method (Includes
Cost Category SubCategory Details On Site Analysis Development Analyses Shaw Costs)
Start-up costs Site characterization N/A
Mobilization Project planning $5,000 $7,500 $12,500
Project coordination
Personnel travel to site $5,845 $10,000 $15,845
Equipment travel to site
Shipping costs $483 $800 $1,283
Capital costs Capital equipment | N/A
purchase
Ancillary equipment | N/A
purchase
Modifications Concrete drill $940 $940
Structures installation N/A
Engineering N/A
Operating Capital equipment rental Shaw rental — laboratory trailer, misc $1,208 $1,208
costs Ancillary equipment rental | Trailer generator and fuel $1,141 $1,141
Phone services $450 $496 $946
Supervision Salary
Travel
Per diem
Operator laboratory Salary $24,511 $33,081 $49,631 $107,223
Travel
Per diem
Training Occupational Safety and Health Administration (OSHA)
Procedures
Maintenance Concrete drill
Consumables DROPEX"™ & EXPRAY ™ kits $832 $832
Laboratory supplies, personal protective equipment (PPE), misc. $6,750 $4,766 $ $11,516
Fuel
Tools
Other (specified):
Residual waste handling N/A
Off-site disposal Hazardous waste
Analytical laboratory costs | NG — Method 8330/8332 $12,000 $12,000
NC - MCAWW 353.2 $8,160 $8,160
Shipping costs $300 $300
Data validation $2,370 $2,370
Long term monitoring N/A
Indirect costs Equipment repair Other (specified)
Demobilization | Housekeeping Site cleanup/maintenance
Personnel travel from site
Equipment travel from site
Shipping costs
Total $37,229 $61,808 $54,397 $22,830 $176,264




Table 9. Demonstration Field Sampling Costs.

Apportioned Total Estimated
. Costs for Field Demonstration Costs
Cost Category Subcategory Details sampling (Includes Shaw Costs) for
Activities On-Site Field Sampling
Start-up costs Site characterization N/A
Mobilization Project planning $5,000 $5,000
Project coordination
Personnel travel to site $5,845 $5,845
Equipment travel to site
Shipping costs $483 $4383
Capital costs Capital equipment N/A
purchase
Ancillary equipment N/A
purchase
Modifications Concrete drill $940 $940
Structures installation N/A
Engineering N/A
Operating costs Capital equipment rental | Shaw Rental — laboratory
trailer, misc
Ancillary equipment Trailer generator and fuel
rental Phone services $450 $450
Supervision Salary
Travel
Per diem
Operator laboratory Salary $24,511 $24,511
Travel
Per diem
Training OSHA
Procedures
Maintenance Concrete drill
Consumables DROPEX™ &
EXPRAY™ kits
Laboratory supplies, PPE,
misc.
Fuel
Tools
Other (specified):
Residual waste handling | N/A
Off-site disposal Hazardous waste
Analytical laboratory NG — Method 8330/8332
costs NC - MCAWW 353.2
Shipping costs
Data validation
Long term monitoring N/A
Indirect costs Equipment repair Other (specified)
Demobilization Housekeeping Site cleanup/maintenance
Personnel travel from site
Equipment travel from site
Shipping costs
Total $37,229 $37,229
NUMBER OF SAMPLE LOCATIONS 103
UNIT COST PER SAMPLE LOCATION $361
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Table 10. Costs for On-Site Field Methods.

Apportioned Costs for Apportioned Costs Apportioned Costs for Estimated Costs for
On-Site DROPEX™/ for On-Site On-Site Modified On-Site Field
Cost Category Sub Category Details EXPRAY™ Analysis GC/TID Analysis CRREL Analysis Method Analysis
Start-up costs Site characterization N/A
Mobilization Project planning $2,500 $2,500 $2,500 $7,500
Project coordination
Personnel travel to site $3,333 $3,333 $3,334 $10,000
Equipment travel to site
Shipping costs $400 $400 $800
Capital costs Capital equipment purchase N/A
Ancillary equipment purchase N/A
Modifications Concrete drill
Structures installation N/A
Engineering N/A
Operating costs Capital equipment rental Shaw Rental-Laboratory trailer, misc. $402 $403 $403 $1,208
Ancillary equipment rental Trailer generator and fuel $380 $380 $381 $1,141
Phone services $96 $200 $200 $496
Supervision Salary
Travel
Per diem
Operator laboratory Salary $2,200 $14,362 $16,519 $33,081
Travel
Per diem
Training OSHA
Procedures
Maintenance Concrete drill
Consumables DROPEX™* & EXPRAY ™ kits $832 $832
Laboratory supplies, PPE, misc. $750 $2,500 $3,500 $6,750
Fuel
Tools
Other (specified):
Residual waste handling N/A
Off-site disposal Hazardous waste
Analytical laboratory costs NG - Method 8330/8332
NC - MCAWW 353.2
Shipping costs
Data validation
Long term monitoring N/A
Indirect costs Equipment repair Other (specified)
Demobilization Housekeeping Site cleanup/maintenance
Personnel travel from site
Equipment travel from site
Shipping costs
Total $10,493 $24,078 $27,237 $61,808
NUMBER OF SAMPLES 151 115 115 115 - 151
UNIT COST PER SAMPLE $69 $209 $237 $516




Table 11.

Demonstration Costs for Off-Site Reference Method Analyses for NC and NG.

Apportioned
Indirect Total Estimated
Costs Off-Site STL Demonstration
Associated Reference Costs (Includes
with Off-Site Method Shaw Costs) for
Cost Category Subcategory Details STL Analyses Analyses Off-Site Analyses
Start-up costs Site characterization N/A
Mobilization Project planning
Project coordination
Personnel travel to site
Equipment travel to site
Shipping costs
Capital costs Capital equipment purchase | N/A
Ancillary equipment N/A
purchase
Modifications Concrete drill
Structures installation N/A
Engineering N/A
Operating costs | Capital equipment rental Shaw Rental - Laboratory
trailer, misc.
Ancillary equipment rental Trailer generator and fuel
Phone services
Supervision Salary
Travel
Per diem
Operator laboratory Salary
Travel
Per diem
Training OSHA
Procedures
Maintenance Concrete drill
Consumables DROPEX™ & EXPRAY™
kits
Laboratory  supplies, PPE,
misc.
Fuel
Tools
Other (specified):
Residual waste handling N/A
Off-site disposal Hazardous waste
Analytical laboratory costs NG - Method 8330/8332 $12,000 $12,000
NC - MCAWW 353.2 $8,160 $8,160
Shipping costs $300 $300
Data validation $2.,370 $2,370
Long term monitoring N/A
Indirect costs Equipment repair Other (specified)
Demobilization | Housekeeping Site cleanup/maintenance
Personnel travel from site
Equipment travel from site
Shipping costs
Administrative Project management Project management
Other Administrative costs
Reporting Reports
Total $2,670 $20,160 $22,830
NUMBER OF SAMPLES 115
UNIT COST PER SAMPLE $199
SAMPLE PREPARATION COSTS INCLUDED IN ON-SITE ANALYSIS COSTS $4,960
UNIT COST PER SAMPLE INCLUDING SAMPLE PREPARATION $242
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6.0 IMPLEMENTATION ISSUES
6.1 COST OBSERVATIONS

Sampling costs were affected by cold temperatures and safety concerns related to obtaining
samples below slabs that may contain residuals of explosives in quantities that would present a
hazard. The cold outdoor temperatures necessitated special efforts to thaw soil for sampling
beneath the concrete slab at concrete core sampling sites. A water-cooled, diamond tipped,
hollow coring bit was used to drill through concrete floor slabs. This was chosen as a method to
provide safe access to subslab samples. This method was expensive and likely caused some
disturbance to the sample due to the water used to cool the drill bit. Alternative methods of
obtaining these samples should continue to be investigated. Costs related to concrete cutting will
also be affected by the thickness and strength of the concrete slab.

Off-site analytical costs per unit basis may be higher than what was experienced with the field
demonstration. If rapid turnaround of analysis results is required to support on-site operations,
then an off-site laboratory would typically charge a surcharge of 50% to 100% of the normal
turnaround analytical price for 24- to 48-hour turnaround of results.

Off-site analyses may also incur additional costs associated with sample preparation, which was
performed on-site for the demonstration samples that were sent to the off-site laboratory.
Sample preparation included sample drying, particle size reduction and homogenization. This
cost would most likely be in the form of on-site labor or additional costs charged by the off-site
laboratory if they were willing to perform the necessary sample preparation.

On-site analytical costs for the field methods are expected to be lower than what were
experienced in the field demonstration. The field demonstration included method evaluation and
development, so the experience level and associated pay rate for analysts were higher than what
is needed for field work using established analytical procedures. The most expensive pieces of
equipment required for on-site analyses are the portable field GC/TID at a cost of approximately
$10,000 and a portable field spectrophotometer at a cost of approximately $2,000. On-site
analyses would also require laboratory type facilities and equipment including a fume hood,
balance, blender, shaker table, oven, solvents, associated glassware and supplies, etc.

6.2 PERFORMANCE OBSERVATIONS
6.2.1 EXPRAY™ and DROPEX™" Test Kits for NC and NG

Overall EXPRAY™ and DROPEX™ are thought to be useful tools in the field for screening the
presence of NC and or NG in sample extracts at above detection levels. Detection levels are
matrix and analyte dependent, ranging from 40 mg/kg for NG on soil extracts to 2,500 mg/kg for
NC on wood extracts, with low confidence in results at or near the detection limit. The field
method should be used as a screening tool only in combination with other supportive methods of
analysis.
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The EXPRAY ™ test, while slightly less sensitive, is easier to evaluate as either detect or non-
detect. DROPEX™ when applied seems to spread out more and have more prevalent yellow
discoloration, which tends to compromise detection of the pink color.

Both of the field kits are easy to use with little specialized training and equipment.
6.2.2 CRREL Methodology for NG/NC

The CRREL RDX method of analysis gives a relatively low response for NC compared to NG,
and the NC response is easily impacted by matrix interferences. The wood matrix interferes with
the method such that calibration with wood matrix standards is not possible due to extremely low
and nonreproducible response. Modifications to the CRREL RDX procedure were made to
greatly increase the method response for NC while retaining the response for NG. The modified
CRREL method that was developed appears to perform well for NC and NG analysis. It
provides low detection limits in the range of 2 mg/kg to 10 mg/kg and predictable analyte
response for the matrices used in this test. Neither CRREL method is specific to NG or NC and
both provide a response to the total of NG and NC. The modified CRREL method, however,
produces a similar response for each analyte such that the total analytical result can be expressed
nearly equivalently as NG, NC, or a mixture of NG and NC within 75% to 130% accuracy.

The analysis of NC and NG on concrete is hampered by decomposition of the explosive
compounds due to the alkaline nature of the concrete matrix, which causes alkaline hydrolysis of
the compound nitro groups. The instability of NC/NG compounds on concrete matrix makes
analysis difficult because of the dynamic impact on sample concentrations, and the effect on
matrix standards.

CRREL results are biased low in comparison to the STL reference method results, but STL
Method 353.2 results are believed to be biased high due to matrix interference or contamination
phenomenon that was observed on method blanks and clean background matrix analyses.

Nonhomogeneous sample material and sources of contamination, such as pieces of propellant
material, make preparing a homogeneous sample difficult for reproducible results or split sample
result comparison.

One field chemist with experience in wet chemistry techniques is required for on-site analysis by
the CRREL methods.

6.2.3 GC/TID Method for NG

GC/TID analysis of NG is selective and sensitive with detection limits in the range of 2 mg/kg to
5 mg/kg, which is comparable to the reference method. In general, reliability of the GC/TID
ability to detect NG on the building materials is consistent with the reference Method 8330. Both

methods may be subject to matrix interference effects and QC samples should be included to
help assess data quality.

One field chemist with experience in GC is required for onsite analysis by GC/TID.
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Maintaining instrument sensitivity requires frequent cutting of the injection end of the column.
The frequency is matrix-dependent and thought to be due to loading or degradation of the
column material by nontarget constituents in the sample extract. This problem was most
prevalent with the wood samples.

6.3 SCALE-UP

The performance issues discussed above are applicable to use of the technologies on larger scale
projects.

6.4 LESSONS LEARNED
6.4.1 EXPRAY ™/DROPEX""—Detection Limits

EXPRAY™ and DROPEX™ tests have limited detection limits for NC and NG that are matrix
dependent. They are most useful as a screening tool for identifying areas of significant
explosives contamination that are on the order of 50 mg/kg to 2,500 mg/kg (0.25%), depending
on the matrix, and above. For comparison with NC and NG reference methods for evaluation in
future studies, it would be more beneficial if a significant number of sample concentrations were
more in the range of detection for these tests, i.e., greater than 100 mg/kg.

6.4.2 Sample Homogeneity

There was considerable scatter in the RPD between results from the reference and field methods
as well as duplicate sample analyses by the same method, and it is believed that a large part of
this was due to nonhomogeneity of the samples. Contamination of building materials (concrete
and wood) was likely concentrated on exposed surfaces of the material. Chopping or crushing
the sample to reduce the matrix particle size to about %4 inch was possibly not small enough to
provide sufficient distribution of contaminated surface pieces for uniform sampling. In addition,
soil samples contained pieces of propellant material that made preparing a homogeneous sample
difficult. In future evaluations, more effort should be put into assuring more homogeneity in the
bulk sample either by additional size reduction of sample particles or by use of a larger sample
aliquot for analysis (extraction) or perhaps by analyzing splits of sample extracts.

6.4.3 CRREL RDX Method—Low Response for NC

The CRREL RDX method of analysis gave a relatively low response for NC compared to NG
that was easily impacted by matrix interferences. Modifications that were made to the CRREL
RDX procedure greatly increased the method response for NC and retained the response for NG.
The use of the modified CRREL method is recommended for analysis of NG, NC, or mixtures of
NG and NC in future work.

6.4.4 Effect of Concrete Matrix on NC and NG

NC and NG are not stable on the concrete material matrix. Due to the alkaline nature of the
matrix, the compounds are believed to be degraded by alkaline hydrolysis of the compound nitro
groups. Calibration of the method using matrix standards should be performed by adding
standard reference compounds to matrix extracts rather than spiking directly onto the matrix
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where degradation can readily occur. Because of the instability of the compounds on the matrix,
concrete samples should not be used in the method evaluation. Too few positive responses are
obtained and the matrix effect during the sample analysis process cannot be predicted.

6.4.5 Reference Method of Analysis for NC

Because of the poor performance for the MCAWW 353.2 method for analysis of NC
concentrations, especially below 80 mg/kg, that was noted in the bench-scale study, a practical
quantitation limit higher than the laboratory reporting limit of 2 mg/kg should be considered for
application to sample analysis results. Alternatively, a different reference method other than the
STL modified MCAWW 353.2 should be researched for use in comparison to the Modified
CRREL method.

6.4.6 Reference Method Data Quality

The data quality from the reference methods was not sufficiently defined in the field
demonstration testing by the laboratory batch QC samples. There was contamination in some of
the method blank sample analyses for NC, and there were some problems with matrix spike
samples for both analytes that were either not determined due to dilution of the sample or analyte
recoveries that were outside QC requirements. Some clean matrix blank samples and field
spiked matrix samples should be submitted along with the field samples to better define the data
quality from the reference method analyses.

6.4.7 GC/TID Performance Degradation

Maintaining instrument sensitivity for NG required frequent cutting of the injection end of the
column. The frequency is matrix-dependent and thought to be due to loading or degradation of
the column material by nontarget constituents in the sample. This problem was most prevalent
with the wood samples. Check standards should be analyzed frequently—every 5 to 10
samples—to monitor system performance.

6.5 APPROACH TO REGULATORY COMPLIANCE AND ACCEPTANCE

The WDNR (the lead regulatory agency at BAAAP) approved the Demonstration Plan (Shaw,
2004) and has expressed considerable interest in characterizing the buildings at BAAAP so that
they may be safely transferred out of DoD control. Many other regulatory agencies find
themselves in the position of desiring defendable characterization for DoD buildings so that land
transfer decisions can be made safely and effectively. Acceptance of the technologies by the
WDNR or other agencies is unlikely at this time due to the following:

o Limited information for soil and concrete analysis due to the small number of
samples obtained with sufficient NG concentration for meaningful evaluation

o Information obtained is affected by results from analysis of nonhomogeneous
samples

o Information obtained is affected by results from analysis by reference methods

with undefined data quality.
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For these reasons it is believed that further testing is necessary to gain regulatory acceptance of
the approaches used.

Recommended additional testing to validate methods includes the following:

o EXPRAY™ and DROPEX™® tests are needed using a significant number of
sample concentrations more in the range of detection for these tests, i.e., greater
than 100 mg/kg.

o Tests to validate methodologies for concrete matrix need to incorporate analyses
performed on background concrete sample extracts that are spiked with known
NG and NC concentrations. At a minimum, standards prepared in this manner
should be used to calibrate the GC/TID and modified CRREL methods. This
would remove the complication of working with dynamic concentrations due to
matrix degradation of the NG and NC analytes and provide simulated sample
extracts at meaningful concentrations for method validation. Spiked extracts can
then be split for analysis by EXPRAY™ and DROPEX"™™, GC/TID, modified
CRREL, and possibly the reference analysis methods as well.

o Analysis of site samples by any of the technologies on any of the matrices should
be performed on well-homogenized matrix samples with particle sizes smaller
than what was used in this study, which was approximately 4 inch. Particle sizes
for soil and concrete should be reduced to less than about 1 mm diameter before
homogenization and aliquoting for sample splits. Wood sample particles should
be reduced to less than about 3 mm.

o Soil and wood sample analyses by the outside analytical reference laboratory
should be performed on sample splits using both well-homogenized matrix and
some extracts of the matrix to separate the nonhomogeneity factor from split
analyses and evaluate its impact if this can be arranged with the outside reference
laboratory.

o Sample analyses by the technologies should also incorporate a program of blind
blank (clean matrix), blind matrix spike, and blind matrix extract spike samples to
define the quality of the data obtained by each of the methods to be used in the
evaluation. This should include the reference method analyses as well. Spiking
of the samples would also assure there are a sufficient number of positive results
in the desired concentration range for method evaluation.

o Tests using the CRREL technology should be performed using the method
modification developed in this work as the original CRREL RDX method is not
suitable for analysis of NC or mixtures of NC and NG.

This testing can be performed in a program that is similar to the bench-scale and field
demonstration tests. Some of the samples previously collected may be used as they are still
retained at the laboratory and many have sufficient sample for re-analysis. These samples may
be supplemented by additional samples from known contaminated or highly suspected
contaminated locations at BAAAP. It is felt that on-site method testing is not necessary, since
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the ability to perform the technologies on-site was demonstrated in the field demonstration study.
An analysis program could be carefully designed incorporating the recommendations above. Test
method analyses would be performed in the laboratory and split samples would be sent for
outside laboratory analysis using the reference methods.

The testing program should incorporate 20-30 samples of each matrix using reduced particle size
and well-homogenized samples. Splits of the matrix samples will be analyzed by the study
technologies and sent for reference analysis along with selected extract splits for each matrix (if
acceptable to the outside reference laboratory). Blank (clean matrix), blind matrix spike, and
blind matrix extract spike samples would also be incorporated.
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BENCH-SCALE STUDY REPORT
VERIFICATION OF FIELD TEST METHODS FOR NITROCELLULOSE- AND
NITROGLYCERINE-SPIKED SAMPLES OF SOIL AND BUILDING MATERIALS
BADGER ARMY AMMUNITION PLANT
BARABOO, WISCONSIN

1.0 INTRODUCTION

1.1 Background

This report describes bench-scale studies performed by the Shaw Environmental, Inc. (Shaw)
Technology Applications Laboratory (TAL) in Knoxville, Tennessee, on soil and building
material samples collected from the Badger Army Ammunition Plant (BAAAP) sitein Baraboo,
Wisconsin. The activities described were performed by Shaw Environmental, Inc. (Shaw) as the
prime contractor to the U.S. Army Corps of Engineers Omaha District (USACE) for the U.S.
Deoartment of Defense Environmental Security Technology Certification Program (ESTCP).
The bench scale testing was conducted to assess the performance of four on-site technologies for
nitroglycerine (NG) and nitrocellulose (NC) detection that are expected to be used during a field
demonstration at the BAAAP site in Baraboo, WI. The methods evaluated on NC/NG spiked
materials included Raman spectroscopy, EXPRAY ™/ DROPEX™® colorimetric indicator, gas
chromatography (GC)/thermionic ionization detector (TID), and the Cold Regions Research and
Engineering Laboratory (CRREL) Royal Demolition Explosive (RDX) colorimetric method.

1.2 Study Objectives

The purpose of the bench-scale study was to verify field technologies for NC and NG detection
in building materials and soil prior to their implementation in the field demonstration. The
technology verification will result in building characterization procedures that may benefit many
U.S. Army ammunition plants with similar explosive materials. The implementation of these
procedures may result in substantial savings over conventional remedial investigation techniques
of explosive-contaminated buildings. The objectives of the study are as follows:

e Obtain usable calibration data for NC detection using the quantitative CRREL
screening method for RDX (Walsh and Jenkins, 1991 and EPA, 2000) and the
Methods for the Chemical Analysis of Water and Wastes (MCAWW) 353.2 method
for NC (EPA, 1983) using samples spiked with NC material similar to the form found
at BAAAP.

e Evauate the repeatability of qualitative NC detection results of the EXPRAY ™™ gnd
Raman screening methods and quantitative testing using MCAWW 353.2 for NC
(i.e, determine the likelihood of false positive or false negative results from the
screening methods versus the quantitative analytical results).

e Evaluate the repeatability of qualitative NG detection results between the
EXPRAYT™IM gnd Raman screening methods and quantitative testing using U.S.
Environmental Protection Agency (EPA) SW-846 Method 8332 (EPA, 1998)/Method
8330 (EPA, 1995) and gas chromatography (GC)/thermionic ionization detector (TID)
for NG (Hewitt, 2002), i.e., determine the likelihood of false positive or false negative
results from the screening methods versus the quantitative analytical results.

E033106 BSRPT.doc ESTCP/BAAAP Bench Scale Study
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e Evaluate the repeatability of quantitative analytical results between the ESTCP
demonstration methods for NC detection (CRREL RDX method and the MCAWW
353.2 method).

e Evaluate the repeatability of the quantitative analytical results between the ESTCP
demonstration methods for NG detection (CRREL RDX method, EPA SW-846
Method 8332/8330, and GC/TID. GC/TID was not used in the previous ESTCP
demonstration (Stone & Webster, 2003), but has been used for field detection of NG
in other investigations.

e Determine the effect of mixtures of NC and NG in the same sample on the usability of
guantitative results obtained from the CRREL RDX method, which is nonspecific for
NC or NG, the MCAWW 353.2 method, which is specific for NC; and GC/TID
whichis specific for NG.

E033106 BSRPT.doc ESTCP/BAAAP Bench Scale Study
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2.0 TESTING DESIGN AND DESCRIPTION

A bench-scale study for NG and NC in soil and building materials was performed to verify the
usability of the work flow in a technology demonstration for field characterization of buildings
used in the production of NC and NG. The specific goals of the study are (1) verify that usable
calibration data may be obtained for BAAAP NC analysis using the CRREL RDX method and
the MCAWW 353.2 method, (2) compare the qualitative screening indications from
EXPRAY ™/ DROPEX ™Y° and Raman screening methods to the quantitative results for NC
analysis using the MCAWW 353.2 method for NC, (3) compare the qualitative screening
indications from EXPRAY ™™ gnd Raman screening with the quantitative analytical results for
NG using EPA SW-846 Method 8332 and GC/TID; (4) compare the quantitative analytical
results between the ESTCP demonstration methods for NG detection (CRREL RDX method,
EPA SW-846 Method 8330/8332, and GC/TID), (5) compare the quantitative results between the
demonstration methods for NC (CRREL RDX method and the MCAWW 353.2 method), and (6)
determine the effect of NC and NG mixtures in the same sample on the quantitative results
obtained from the nonspecific methods and compound-specific methods.

Specific tasks required to complete this study were as follows:

e Collection and analysis of background samples of soil, concrete, wood, and wallboard
from BAAAP buildings not used in explosive production

e Preparation of spiked samples with known amounts of NC and/or NG and blanks

e Screening spiked samples for NC and/or NG using EXPRAY ™™/ DROPEX ™S and
Raman spectroscopy (qualitative analyses)

e Quantitative analysis for NC+NG using the CRREL RDX method and verification of
the calibration curve obtained

e Quantitative analysis for NC using the MCAWW 353.2 method and verification of the
calibration curve obtained

e Quantitative analysisfor NG using GC/TID

e Quantitative analysisfor NG using EPA SW-846 Method 8330/8332
e Comparison of the results between screening/analysis for NC

e Comparison of the results between screening/analysis for NG

e Anaysis of spiked samples containing both NC and NG using the CRREL RDX
method, the MCAWW 353.2 method, GC/TID, and EPA SW-846 Method 8330/8332
and comparison of results.

Each of the above tasks is described in the following sections.
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2.1 Sample Collection and Homogenization

At the time of converting the BAAAP facility to standby status, buildings at BAAAP were
classified by their assessed level of contamination. A recent survey of the buildings was
conducted by the Army to verify these classifications. Some buildings are known to have never
been used for explosive materia production and others were assigned designations based on the
possible level of exposure to these materials. Many of the plant buildings were constructed of
the same materials.

Uncontaminated samples of soil and building materials were collected using the building survey
(Plexus Scientific, 2004) to determine structures not used in explosives manufacturing. The
materials were examined for similarity to the materials used in production buildings, and bulk
samples of soil, concrete, wood framing, and wallboard were collected and sent to the Shaw TAL
in Knoxville, Tennessee. Test samples were received on May 31, 2005 (wood, soil, and
concrete) and June 2, 2005 (wallboard). An additional wood sample was collected from the site
for comparison purposes. A clean 2-by-4-inch plank was also obtained from Home Depot on
June 21, 2005 for additional background testing of uncontaminated wood. The Ste materials
and the Home Depot wood sample were each assigned a lab identification number upon receipt
and described as follows:

Date Material Sample Wt (pounds) Sample Description Sample ID#
5/31/05 WD-Site Wood 155 2-by- 4-inch planks 7850
5/31/05 SS-Site Sail 23.0 two 1-gallon bags 7851
5/31/05 CM-Concrete 21.0 Large chunks 7852
6/2/05 WB-Wallboard 15.0 Yxby-1-foot sections 7857
6/21/05 WD2-Site Wood 15.0 2-by-4-inch planks 7850WD(2)
6/21/05 HD-Wood 15.0 2-by-4-inch planks HD-000

The bulk sample of each matrix was reduced by hand or mechanical means to pass a#4 sieve and
mixed until visually uniform in appearance. Wood chips/sawdust were obtained using a planning
saw and a 3/8inch drill bit. The site soil was mixed by hand in a stainless-steel mixing bowl
until visually homogenous. Concrete was placed on heavy plastic and crushed into small pieces
using a 2-pound steel hammer. The wallboard, an asbestos-containing material, was placed into
very heavy plastic bags, covered with duct tape, and broken into small pieces using a 2-pound
steel hammer. The broken pieces were then further reduced in a hand grinder. The wallboard
samples were handled contained in plastic baggies and inside a hood equipped with a high-
efficiency particulate air filter. Sufficient site material was processed to obtain three to four
kilograms of each material type to be tested. Each sample composite was divided into two
separate samples (A and B) and stored in a ziplock bag pending spike addition and further
testing. Two representative aiquots (A and B) of each test matrix were placed into 4-ounce
amber bottles and submitted to Severn Trent Laboratories (STL) in Sacramento, Cdifornia for
baseline analysis by the MCAWW 353.2 method for nitrate/nitrite and NC and by EPA SW-846
Method 8330 for NG to verify that the matrices are uncontaminated and to establish background
concentrations Each sample matrix was also analyzed for percent solids. The baseline samples
to be tested were identified as described in Table 2-1 and pictured on Figures 2-1 thru 2-4.
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Table 2-1

BAAAP Bench-Scale Testing Baseline Data Summary

% Method 8330 Method 353.2 Method 353.2

Sample ID Units | Solids | Nitroglycerine | Nitrocellulose as N | Nitrate-Nitrite
BS-BL-SS-A000 mg/kg | 96.3 ND<0.5 2.3 13
BS-BL-SS-B000 mg/kg ND<0.5 2.2 14
BS-BL-CM-A000 mg/kg | 96.8 ND<0.5 2.3 0.91
BS-BL-CM-B000 mg/kg ND<0.5 2.2 0.90
BS-BL-WD-A000 mg/kg | 90.1 ND<0.5 26.2 3.2
BS-BL-WD-B000 mg/kg ND<0.5 25.4 3.2
BS-BL-WD-AO000RR* | mg/kg NA 9.3 3.5
BS-BL-WD2-A000 mg/kg NA 18.9 8.6
BS-BL-HD-AQ01 mg/kg NA 6.1 0.66
BS-BL-WB-A000 mg/kg | 95.5 ND<0.5 15.5 24.1
BS-BL-WB-B000 mg/kg ND<0.5 17.1 25.1

BS —Benchscae; BL — Basdline
SS- site soil; CM - concrete; WD - wood; WB - Wallboard; WD2 - 2nd BAAAP site wood HD - Home Depot plank
A, B - sample splits; RR - Rerun

*The original wood sample received on May 31, 2005 contained the lowest background levels of
nitrite/nitrate and was selected for the benchscal e testing.

ND — Nondetect.
NA — Not applicable.

mg/kg — milligrams per kilogram.
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2.2 Sample Spiking Scheme

After outside lab confirmation that the four matrices contained acceptable background levels,
sample aliquots of each matrix were weighed out in triplicate for each of three sample study
groups. one group of 3 x 14 aiquots of 20 grams each for NC spiked samples, one group of
3 x 12 aliquots of 20 grams each for NG spiked samples, and a group of 3 x 6 aiquots of 20
grams each for NC/NG combined spiked samples. Sample aliquots of soil, wallboard and
concrete were weighed into amber 4-ounce wide-mouth jars and labeled for spiking. Wood
samples were weighed into 8-ounce jars due to the bulk size of the wood and to allow for
mixing. The triplicate samples were handled as follows; one was submitted to STL for
analysis by the respective reference method(s), one was extracted for analysis by the CRREL
method at the TDL, and one was extracted for GC/TID, Raman, and DropExX/EXPRAY ™
analyses at the TDL.

Thefirst group, 3x 14 aliquots of 20 grams of each matrix, was spiked using a slurry of NC
solid materia prepared from nitrocellulose suspended in nitrate/nitrite-free water. The spike
solutions were prepared from nitrocellulose reference material in stock at the TAL (71
percent flake with isopropyl alcohol, RS Y2 sec, lot 9H-9027, Hercules, Inc.) based on the
procedure described in Appendix A. A blender and sonication were used to reduce the
particle size to provide a uniform spiking material. A stock solution of 1.5 percent (by dry
weight) nitrocellulose was initially prepared by sonication in nitrate/nitrite-free water and
then diluted to obtain 2000 (mg/L) and 200 mg/L solutions. Spike solutions were stirred
constantly to keep particles in uniform suspension whilein use.

The second group consisting of 3 x 12 aliquots of 20 grams of each matrix was spiked using a
commercialy prepared stock solution of 10 milligrams per milliliter NG in methanol
obtained from Accutest Labs. A 10x dilution of the stock solution was made in acetone to
make a 1,000 mg/L stock solution for lower spike concentrations.

The material spike concentrations for these samples were used as described in the work plan
and are based on anticipated method capabilities. NC spike concentrations ranged from O to
40,000 milligrams per kilogram (mg/kg) and NG spike concentrations from 0 to 400 mg/kg.

Of thefirst group (NC group) eight of the samples for each matrix were used for developing a
calibraion curve for the analytical equipment. Calibration sample spike concentrations were
0, 5, 20, 50, 100, 400, 4,000, and 40,000 mg/kg NC. Six test samples for each matrix were
used for verification samples and spiked at 0, 2.5, 10, 80, 250, and 2,500 mg/kg NC,
respectively. A similar suite of samples was used for the second group (NG group) of
samples, except the first six samples were used to obtain calibration data spiked at 0, 5, 20,
50, 100, and 400 mg/kg. The remaining six test samples were verification samples at spike
concentrations of O, 2.5, 10, 40, 80, and 250 mg/kg NG.

The third group of samples was used for spiking combinations of NC and NG. These
samples were prepared after the results of the analyses of the first two groups were evauated
in order to optimize test conditions and to obtain value-added data in the combined spike
samples
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The third group of samples was used for analysis after being spiked with a combination of
NC and NG. The mixture concentrations were established after the best working
concentration ranges were determined from the calibration testing. Combined NC/NG spike
samples ranged from 0 to 400 mg/kg NG and 0 to 4,000 mg/kg NC. Nitrocellulose was 6 to
8 times less sensitive in testing; therefore, spike concentrations for NC were a factor of 10
higher than these for NG. Spike levels for NG were established at O, 5, 25, 100, and 400
mg/kg. NC was spiked at concentrations of 0, 50, 250, 1,000, and 4000 mg/kg, respectively.
NG/NC was prepared in duplicate. An additional sample was also tested with NG at 400
mg/kg and NC at 250 mg/kg to evaluate any NC/NG ratio effects.

Matrix blanks were prepared as part of each sample suite. Each prepared sample was
individually spiked and homogenized as much as possible by thorough mixing with a spatula.
Nitrate-free water was added as needed for safety and to aid in dispersing the spike aliquot.
The spiked samples were allowed to air dry in a hood overnight or until visually dry. Each
dried spiked sample aliquot was mixed with a dainless-steel spatula until visually
homogenous and submitted for required analysis.

Each of the three aiquots at each spike level for each test group was prepared for the
appropriate analysis. One set of the 20-gram samples was packed into a cooler at 4 degrees
Celsius (°C) and submitted to STL for quantitative analysis by accepted |aboratory reference
methods MCAWW 353.2 for NC and/or EPA SW-846 8330/8332 for NG.

Table 2-2 presents the sample preparation schemes for the testing groups described above.
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Table 2-2
Summary of Sampling and Analysis Requirements — Bench-Scale Study

Number of Calibration Number Test Sample
Analytical Calibration | Concentrations NC of Test | Concentrations NC | Total No.
Analyte Matrix Method Samples (mg/kg) Samples (mg/kg) Samples
Nitrocellulose CRREL RDX
(NC) EXPRAY ™® 0, 5, 20, 50, 100, 400, 5+1 0, 2.5, 10, 80, 250,
Soil DROPEX PtYs 7+ 1Blank 4000, 40000 Blank 2500 14
Raman
® « S5+1 «
MCAWW 353.2 7 + 1 Blank 14
Blank
CRREL RDX
EXPRAYFTL“SS 7 + 1 Blank 0, 5, 20, 50, 100, 400, 5+1 0, 2.5, 10, 80, 250, 14
DROPEX an 4000, 40000 Blank 2500
Concrete
Raman
) « 5+1 «
MCAWW 353.2 7 + 1 Blank 14
Blank
CRREL RDX
EXPRAY™/ 0, 5, 20, 50, 100, 400, 5+1 0, 2.5, 10, 80, 250,
DROPEXPUS | 7+ 1Blank 4000, 40000 Blank 2500 14
Wallboard
Raman
® ‘ S+1 ‘
MCAWW 353.2 7 + 1 Blank 14
Blank
CRREL RDX
EXPRAY™/ 7 +1Blank 0, 5, 20, 50, 100, 400, 5+1 0, 2.5, 10, 80, 250, 14
DROPEX P-YS 4000, 40000 Blank 2500
Wood
Raman
MCAWW 35327 | 7+ 1 Blank “ S+l “ 14
Blank

Notes: (1) Separate laboratory- STL, Sacramento, California
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Table 2-2. (continued)

Number of Calibration Number of Test Sample
Calibration | Concentrations NG Test Concentrations NG | Total No.
Analyte Matrix Analytical Method Samples (mg/kg) Samples (mg/kg) Samples
Nitroglycerin CRREL RDX
(NG) . Eégﬁg\({:‘ﬂs 5+1Blank | 0,5, 20, 50, 100,400 |5+ 1Blank | O, 2.5, 10, 40, 80, 250 12
Soil
Raman
GC/TID 5+ 1 Blank “ 5+ 1 Blank “ 12
EPA Method 8332%Y | 5+ 1 Blank “ 5+ 1Blank “ 12
CRREL RDX
DEégEé)%/s 5+1Blank | 0,5, 20, 50, 100,400 |5+ 1Blank | 0, 2.5, 10, 40, 80, 250 12
Concrete
Raman
GC/TID 5+ 1Blank “ 5+ 1Blank “ 12
EPA Method 8332 | 5+ 1 Blank “ 5 + 1 Blank “ 12
CRREL RDX
gégﬁgﬂé 5+1Blank | 0,5, 20, 50, 100,400 |5+ 1Blank | O, 2.5, 10, 40, 80, 250 12
Wallboard
Raman
GCI/TID 5+ 1Blank “ 5+ 1Blank “ 12
EPA Method 8332%Y | 5+ 1 Blank “ 5+ 1Blank “ 12
CRREL RDX
X PRAY | 5+ 1Blank | 0,5,20,50,100,400 |5+1Blank | 0,25, 10,40, 80,250 | 12
Wood DROPEX
Raman
GC/TID 5+ 1 Blank “ 5+ 1 Blank “ 12
EPA Method 8332 5+ 1Blank “ 5+ 1 Blank “ 12
Notes:

(1) Separate laboratory — STL, Sacramento, California

E033106 BSRPT.doc

2-8

ESTCP/BAAAP Bench Scale Study




Table 2-2. (continued)
umber o alibration umber est Sample
Numb f Calibrati Numb Test Sampl
Calibration Concentrations of Test Concentrations Total No.
nalyte atrix nalytica etho amples + mg/kg amples + mg/kg amples
Anal Matri Analytical Method S 1 NC+NG (mg/kg) S 1 NC+NG (mg/kg) S 1
NG +NC (EZEEF;E;?% 010, 50/5, 250/25,
DROPEXP-US 0 N/A 6 1000/100, 4000/400 6
Soil Rerman 250/400
GCI/TID 0 “ 6 “ 6
EPA Method 83321 0 “ 6 “ 6
MCAWW 353.2Y 0 “ 6 “ 6
Eiﬁg;?% 010, 50/5, 250/25,
DROPEX™YS 0 N/A 6 1000/100, 4000/400 6
Concrete Raman 2501400
GC/TID 0 - 6 “ 6
EPA Method 83321 0 - 6 “ 6
MCAWW 353.2Y 0 “ 6 “ 6
RREL RDX
CE:X PRAY ™™/ 0/0, 50/5, 250/25,
DROPEXPLUS 0 N/A 6 1000/100, 4000/400 6
Wallboard Raman 2501400
GCITID 0 - 6 “ 6
EPA Method 8332 0 - 6 “ 6
MCAWW 353.21 0 “ 6 “ 6
RREL RDX
CE:X PRAY ™™/ 0/0, 50/5, 250/25,
DROPEXPLUS 0 N/A 6 1000/100, 4000/400 6
250/400
Wood Raman
GC/TID 0 } 6 , 5
EPA Method 83321 0 - 6 - 6
MCAWW 353.21 0 “ 6 “ 6
Notes:
(1) Separate laboratory- STL Sacramento, Ca

CRREL — Cold Regions Research and Engineering Laboratory; RDX — Cyclotrimethylenetrinitramine; MCAWW —Methods for the Chemical Analysis of Wastewater; mg/kg
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3.0 REFERENCE TEST METHODS

The reference methods 8330/8332 and 353.2 are generally accepted to be the standard methods of
analyses for Nitrocellulose and Nitroglycerin. These methods were typically designed to be used
to determine the concentrations of these analytes in soil, water and sludge. When used to analyze
these analytes in these matrices they have been proven to work rather well, but even under the
best circumstances each of the methods is prone to hindrances due to matrix interferences which
cause poor sample extraction or inaccurate and imprecise analysis results. It was not within the
scope of this project to validate the reference methods, but to compare the field method
performance to the results obtained by the reference methods. As a part of this study samples of
various substrates; soil, wallboard, wood and cement were spiked with various concentrations of
NC, NG and a combination of NC and NG. The samples were submitted to an outside |aboratory
for standard laboratory analysis using the reference methods. The resulting data was compared to
the concentrations of the spike values added to the matrices for each analysis. The percent
recovery for the reference methods are found along with the field method data in Tables 4-6
through 4-9 in Section 4-3 and 4-4. Percent recoveries varied between the different analyses and
substrates, but in al cases with the exception of nitroglycerine in cement the analytes were
detected, quantifiable and produced useable calibration curves for al of the sample matrices
using the reference methods. The concentrations determined from the reference methods were
plotted against the known spike concentrations to determine a calibration curve to compare
verification/test samples using the reference and field methodol ogies.

Field test method results will be compared in the following sections with results from the
conventional fixed-laboratory analyses of homogenous replicate samples submitted to STL. One
set each of the 20-gram samples for each test group was packed into a cooler a 4°C and
submitted for quantitative analysis by the reference methods MCAWW 353.2 for NC and/or EPA
SW-846 8330/8332 for nitroglycerine.

MCAWW 353.2 Methodology

MCAWW 353.2 method is a colorimetric method that is used to determine nitrate, nitrite, each
singularly, or a combination thereof. The method has been adapted for NC determination in the
form of nitrate plus nitrite in waters, soils and sediments. Solid samples are washed initialy
with methanol and water, agitated on a shaker, centrifuged, and then decanted. The residue is
then extracted with acetone, agitated on a shaker, centrifuged, and decanted. The acetone
extracts are treated with sodium hydroxide and hydrolyzed. Once hydrolyzed, the extract is
filtered and analyzed colorimetrically on an automated colorimetric instrument using the
MCAWW 353.2 method.

The method is specific for the analysis of NC in asample. The method pre-extraction steps with
methanol and water remove inorganic forms of nitrate and nitrite as well as nitroglycerin from
the sample. NC isinsoluble in these solvents and is subsequently removed from the solid matrix
in an acetone solvent extraction. The acetone extract is then hydrolyzed to remove NC
compound nitro groups and produce inorganic nitrite and nitrate ions. The nitrate ions are then
reduced to nitrite with a cadmium column and the total nitrite content is quantified
colorimetrically after reaction with a reagent to produce a highly colored species that is a pink-
red color.
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EPA SW-846 8330/8332 Methodology

EPA SW-846 Method 8330/8332 is a high-performance liquid chromatography
(HPLC)/ultraviolet method for the extraction and detection of explosive residues in waters, soils
and sediments. Samples are analyzed on an HPLC with a reverse-phase column at an ultraviolet
detection of 250 nanometers (nm). Solid sample are air-dried, ground, sieved through a 30-mesh
screen, extracted with acetonitrile, treated with calcium chloride solution, filtered, and analyzed
by HPLC.

Results from the reference laboratory methods are incorporated into the appropriate sections
below for comparison with the field method test results.
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4.0 TEST METHODS AND RESULTS
4.1 Qualitative Sample Screening Using Raman Spectroscopy

Introduction/Narrative

The prepared samples were analyzed for the presence of NC and NG by Raman spectroscopy
using a portable Raman spectrometer and comparing the scans to reference scans for NC and NG.
Reference spectra of NC and NG were obtained and primary peak responses were identified for
use in detecting the compounds in the samples. Anayses were then performed on the samplesto
determine if the identified peak responses were detectable. Sample analyses were performed in
three manners:

1. By analyzing the sample matrix directly using an attached fiber videoscope to target the
Raman laser for surface spot analysis

2. By analyzing the sample bulk matrix through a glass sample bottle using a sample
holder

3. By analyzing 1:1 acetone: sample (volume to weight) extracts of the sample in a glass
sample bottle.

Sample analyses included background matrix analyses, which corresponded to the zero (0)
concentration spiked samples, and the high concentration individua NC- and NG-spiked
samples. For the NG-spiked samples the high concentration was 400 mg/kg, and for the NC-
spiked samples the high concentration was 40,000 mg/kg. The spiked NC and NG was not
detected in the high concentration samples with the exception of a targeted NC film deposit
anaysis, which is discussed below; because of this, additional analyses of the lower
concentration spiked samples were not performed.

Instrumentation

Raman spectrometer: InPhotote™ (InPhotonics, Inc., Norwood, M assachusetts)

Raman probe: Standard fiber RamanProbe™ (InPhotonics, Inc.)

Probe focal length: 5 millimeters (mm)

Fiber length: 5 meters

Excitation laser: Stabilized 785-nm diode laser with 0.1-nm line width, 300
milliwatt output

Detector: Vacuum sealed thermoel ectric-cooled charge-coupled device array,
45°C below ambient temperature (-25°C)

Spectral range: 250 to 1,800 centimeters (cm)'1 (Stokes)

Spectral resolution: 46cm?

Remote fiber videoscope: ~ OlympusIPLEX MX (Olympus Corporation)

Fiber length: 10 meters
Fiber focal length: 10 mm
E033106 BSRPT.doc ESTCP/BAAAP Benchscale Study

41



Figure 4-1. Raman Spectroscopy Setup

Figure 4-1 shows the instrument
setup with videoscope on the left
and adirect reading sample
enclosure on the right of the Raman
spectrometer with attached laptop
computer. Direct Raman analysis
of the sample matrix surface was
aided by attaching the fiber
videoscope probe to the Raman
probe. The videoscope fiber was
attached at an angle of
approximately 40 degrees so the
Raman excitation laser focal point Sl <

would beinthefield of view. Thisaided targeting of the laser onto selected points or particles
on the surface of the sample for analysis(Figure 4-2).

Figure 4-2. Laser/Videoscope Setup

Direct analyses were performed

in a enclosure to shield outside
radiation interference. A ring
stand in the enclosure was used to
clamp the attached videoscope
and Raman probe unit in position
directed downward at the sample,
which was distributed on a
watchglass. The Raman probe
was clamped at a distance of
about 5 mm from the sample
surface for analysis. Figure 4-2
shows the probe setup and the
sample placement on the
watchglass.

Acetone extracts and bulk matrix samples were analyzed in glass sample vials using a supplied
sample vial holder. The holder mounted the Raman probe perpendicular to and against the side
of the vial to direct the laser into the bulk sample in the via. The holder also enclosed the
sample vial and probe to shield external radiation.

Method

Reference spectra of NC and NG were obtained from material used to prepare sample spike
solutions. The NC was white flake material with isopropyl alcohol dampening (Hercules, Inc.)
and was determined to be 71 percent solids. NG was obtained by evaporating the 10-milligram
per milliliters NG in methanol standard solution (Accutest Labs) to obtain a small bead of NG

E033106 BSRPT.doc ESTCP/BAAAP Benchscale Study
4-2



concentrate. The material was analyzed directly using the fiber videoscope to target the laser on
the material. Figures 4-3 and 4-4 show the spectra obtained for the reference NC and NG,
respectively.

Figure 4-3
Raman Spectrum of NC (71%) Reference
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Figure 4-4
Raman Spectrum - NG Reference
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The literature (Fell, et a., 1996) lists three peaks for NC within the instrument’s spectral range:
at 1,282, 847, and 1,373 cmt. The NC spectra obtained from the reference material matched
well with the literature data. The spectra for the NG material also had two primary sharp peaks
that matched the two primary peaks for NC at about 850 and 1,280 cm™. These two peak
responses were used to identify the presence of NC or NG in the samples.
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Results

A run log of samples analyzed and the results obtained is presented in Table4-1. Neither NC nor
NG was detected in any of the bulk matrix analyses of samples that were spiked with the highest
concentrations. The NC/NG peaks were only detected on one surface sample a wood sample
spiked with the highest concentration of NC at 40,000 mg/kg (BSNC-WDBO008). The NC was
only detected when the Raman laser was focused on a film deposit of NC that was visible against
the darker wood surface. Figure 4-5 shows the spectrum that was obtained for that sample with
peaks just visible at 850 and 1,280 cm™.

Figure 4-5

Raman Spectrum - BS-NC-WDBO008
Wood Spiked with 40,000 mg/kg NC - Deposit Focused
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Figure 4-6 shows the Raman scan for the acetone extract of the spiked wood sample. The peaks

visible inlthe scan are due to the acetone solvent. No peaks are discernible for NC at 850 or
1,280cm ™.
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Figure 4-6

Raman Spectrum - Acetone Extract of BS-NC-WDAO008
Wood Spiked with 40,000 mg/kg NC
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Figures 4-7a through 4-7d show the Raman laser focused during analysis on each of the sample
matrices; wood, soil, wallboard, and cement, respectively. These pictures were captured with the
videoscope that was attached to the Raman probe.

Figure 4-7a. Wood Figure 4-7b. Soil
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Figure 4-7c. Wallboard Figure 4-7d. Concrete
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During some of the analyses on the darker wood or soil matrices the sample was burned by the
focused energy of the Raman laser and smoke trails from the sample were occasionally visible.
Figure 4-8 shows a wood matrix with smoke visible from the laser spot Figures 4-8a and 4-8b
show a soil particle that was charred by the laser.

Figure 4-8. Wood Being Burned by Laser

JUL-21,2005 14:58

Figure 4-8b. So

Figure 4-8a. Soil Analysis
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The effect of distance between the Raman probe and the sample surface was investigated to
evauate the impact on analyte response. The usefulness of Raman spectroscopy for remote
anaysis of NC and NG deposits depends on how critical the probe-to-sample distance is to
analyte detection. If the distance requirement cannot be easily controlled by remote operations,
then false negative results may be obtained. To evaluate the distance impact, Raman scans were
taken of NC flake materia with the probe located at distances ranging from about 2 mm to 30
mm. The signa response for the NC peaks (peak heights) at 850 and 1,280 cm™, which are
approximately equal, were recorded and plotted as a function of the probe distance. The
tabulated results are included in Table4-1 and the plot results are shown on Figure 4-9.

Figure 4-9

NC Raman Response vs Probe Distance
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The plot shows that the Raman sgnal for NC is sensitive to the probe distance from the sample
with the signal peaking at a distance of 5to 6 mm and then dropping off sharply to less than 10
percent of the peak signal at adistance of 15 mm. Figure4-10 shows the Raman spectrum of NC
collected at a probe distance of 20 mm and illustrates that the response signals at 850 and 1,280
cmt are approaching the limit of detection. These data suggest that remote Raman analysis may
present false negatives if the probe position relative to the sample cannot be carefully controlled
and monitored with a tolerance on the order of 1to 2 mm. An attached fiber videoscope similar
to the one used in this work should be used to visually assure that the incidence of the Raman
excitation laser is properly focused on the desired sample location.
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Figure 4-10

Raman Spectrum of NC at a Probe Distance of 20 mm
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Conclusion

¢ Raman spectroscopy was not useful for the analysis of the bulk sample matrices for the
presence of NC at concentrations up to 40,000 mg/kg or for the presence of NG at
concentrationsup to 400 mg/kg.

e Extracting the sample matrices with acetone and analyzing the extracts by Raman
spectroscopy was also not effective for detecting NC and NG at the highest
concentrations investigated.

o Anaysis of visible deposits of NC and NG may be performed by Raman spectroscopy
for qualitative identification, providing sufficient material is available and the Raman
probe can be properly positioned for analysis.

e Probe positioning with respect to the sample surface being analyzed is critical for
obtaining a high-quality spectral scan and being able to detect analytes. A fiber
videoscope is recommended for targeting the Raman probe for sample analysis.

e Darker sample matrices may absorb enough of the Raman excitation laser energy to be
burned or charred during analysis and it is possible that energetic material in close
proximity may be ignited.
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Raman Sample Analysis Run Log and Results Summary

Table 4-1

NC Spike Scan
Conc Time Date
Sample (mg/kg) Type Method Power (Sec) | Analyzed | Result
Acetone 0 Solvent Glass Vial Full 5 21-Jul Bkgd
Acetone 0 Solvent Glass Vial Full 20 21-Jul Bkgd
Acetone 0 Solvent Glass Vial Full 50 21-Jul Bkgd
Acetone 0 Solvent Glass Vial Full 100 21-Jul Bkgd
BS-NC-WDB001 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NC-WDBO008 40,000 |Matrix Bare Full 100 20-Jul ND
BS-NC-WDB008b | 40,000 Matrix Bare Full 100 20-Jul ND
BS-NC-WDB008 40,000 [Matrix Glass Vial Full 100 20-Jul ND
BS-NC-WDB008b | 40,000 [Matrix Glass Vial Full 100 20-Jul | ND, D*
BS-NC-WDBO008 40,000 [1:1 Acetone Ext. Glass Vial Full 100 21-Jul ND
BS-NC-WBB001 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NC-WBB008 40,000 [Matrix Bare Full 100 20-Jul ND
BS-NC-WBB008 40,000 [Matrix Glass Vial Full 100 20-Jul ND
BS-NC-WBB008 40,000 [1:1 Acetone Ext. Glass Vial Full 100 21-Jul ND
BS-NC-CMB001 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NC-CMB008 40,000 [Matrix Bare Full 100 20-Jul ND
BS-NC-CMB008 40,000 [Matrix Bare Full 200 20-Jul ND
BS-NC-CMB008 40,000 |Matrix Glass Vial Full 100 20-Jul ND
BS-NC-CMB008 40,000 [1:1 Acetone Ext. Glass Vial Full 100 21-Jul ND
BS-NC-SSB001 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NC-SSB008 40,000 [Matrix Bare Full 100 20-Jul ND
BS-NC-SSB008 40,000 [Matrix Glass Vial Full 100 20-Jul ND
BS-NC-SSB008 40,000 [1:1 Acetone Ext. Glass Vial Full 100 25-Jul ND
BS-NC-SSB008b 40,000 [1:1 Acetone Ext. Glass Vial Full 100 25-Jul ND
®Detected only when laser was focused on a visible NC film deposit.
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Table 4-1. (continued)

NG
Spike Scan
Conc Time Date
Sample (mag/kq) Type Method Power (Sec) Analyzed Result

BS-NG-WDBO015 0 Matrix Bare Full 100 14-Jul ND
BS-NG-WDBO015 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NG-WDB020 400 Matrix Glass Vial Full 100 14-Jul ND
BS-NG-WDB020 400 Matrix Bare Full 100 14-Jul ND
BS-NG-WDB020 400 Matrix Bare Full 75 14-Jul ND
BS-NG-WDB020b 400 Matrix Bare Full 100 14-Jul ND

1:1 Acetone
BS-NG-WDB020 400 Ext. Glass Vial Full 100 21-Jul ND
BS-NG-WBB015 0 Matrix Bare Full 100 20-Jul ND
BS-NG-WBB015 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NG-WBB015 0 Matrix Glass Vial Full 100 14-Jul ND
BS-NG-WBB020 400 Matrix Glass Vial Full 100 14-Jul ND
BS-NG-WBB020b 400 Matrix Glass Vial Full 100 14-Jul ND

1:1 Acetone
BS-NG-WBB020 400 Ext. Glass Vial Full 100 21-Jul ND
BS-NG-CMBO015 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NG-CMBO015 0 Matrix Bare Full 100 12-Jul ND
BS-NG-CMB020 400 Matrix Bare Full 100 12-Jul ND
BS-NG-CMB020 400 Matrix Glass Vial Full 100 12-Jul ND

1:1 Acetone
BS-NG-CMB020 400 Ext. Glass Vial Full 100 21-Jul ND
BS-NG-SSB015 0 Matrix Glass Vial Full 100 27-Jun ND
BS-NG-SSB015 0 Matrix Bare Full 100 12-Jul ND
BS-NG-SSB020 400 Matrix Bare Full 100 12-Jul ND
BS-NG-SSB020 400 Matrix Glass Vial Full 400 6-Jul ND
BS-NG-SSB020b 400 Matrix Glass Vial Full 400 6-Jul ND

1:1 Acetone
BS-NG-SSB020 400 Ext. Glass Vial Full 100 21-Jul ND
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Table 4-1. (continued)

Spike Scan Probe
Conc Time Date Peak | Distance
Sample (mg/kg) Type Method Power (Sec) | Analyzed Result Ht (mm)

NG Spike Evap >80% Concentrated Bare 60 100 21-Jul Reference | NA 5
NG Spike Evap >80% Concentrated Bare 80 100 21-Jul Reference | NA 5
NG Spike Evap >80% Concentrated Bare 100 100 21-Jul Reference | NA 5
NG Spike Evap >80% Concentrated Bare 100 100 25-Jul Reference NA 5
NG Spike Evap >80% Concentrated Bare 100 100 29-Jul Reference NA 5
Methanol 100% Solvent Glass Vial 100 100 24-Jun Bkgd NA 5
Methanolb 100% Solvent Glass Vial 100 100 21-Jul Bkgd NA 5
NC Flake 71% Solid, flake Bare 100 100 24-Jun Reference NA 5
NC Flake 71% Solid, flake Bare 100 100 27-Jun Reference | NA 5
Distance Study:

NC Flake 71% Solid, flake; 2-3 mm Bare 100 100 28-Jul Reference | 4000 2.5
NC Flake 71% Solid, flake; 4 mm Bare 100 100 28-Jul Reference | 5000 4
NC Flake 71% Solid, flake; 6 mm Bare 100 100 28-Jul Reference | 9000 6
NC Flake 71% Solid, flake; 8 mm Bare 100 100 28-Jul Reference | 2500 8
NC Flake 71% Solid, flake; 10 mm Bare 100 100 28-Jul Reference | 1400 10
NC Flake 71% Solid, flake; 15 mm Bare 100 100 28-Jul Reference | 400 15
NC Flake 71% Solid, flake; 20 mm Bare 100 100 28-Jul Reference | 160 20
NC Flake 71% Solid, flake; 25 mm Bare 100 100 28-Jul Reference | 100 25
NC Flake 71% Solid, flake; 30 mm Bare 100 100 28-Jul Reference | <100 30

mg/kg — milligrams per kilogram; NP — Nondetect; NA — Not applicable; NC — Nitrocellulose; NG — Nitroglycerine.
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4.2 Qualitative Sample Screening Using EXPRAY™ and DROPEX"""®

Introduction/Narrative

EXPRAY ™ and DROPEX™YS colorimetric test kits were used to screen prepared extracts of the
spiked materials for the presence of NC and NG. Both test kits are designed to provide
immediate detection of explosives (including NC and NG) by application of supplied reagents in
a specified sequence. Reference materials were first analyzed to obtain an indication of response
for both NC and NG. Anayses were then performed on the prepared sample extracts to
determine at what level a color change was detectable.

Materials
EXPRAY™ and DROPEX™YS colorimetric test kits were both purchased from Medimpex
United, Inc. Both systems are based on the same reagents but are in different delivery form, i.e.,
spray can vs. dropper bottles. Each test kit is supplied with 2-inch-by-3-inch collection papers to
perform the test; however, for comparison purposes an initial study was conducted to determine
if aqualitative filter paper larger in size would provide the same reaction as the test kit paper and
allow for testing multiple samples on the same test paper. A set of prepared NG standards were
gpotted on two different 15-cm Whatman filters,
aWhatman No. 40 and a Whatman No. 1, and on
the supplied EXPRAY™/ DROPEX™"° paper.
The test results showed that a Whatman No. 1
filter expressed the same sensitivity as the test kit
paper performing dlightly better than the
Whatman No. 4 paper. The larger test paper
allows multiple samples from one test group to
be tested side-by-side for ease of comparison and
documentation of results. Figure 4-11 shows
EXPRAY ™ testing of NG reference standards at
multiple concentrations

Figure4-11. Spiked Reference Materials

Method

For each sample a 20-gram sample aliquot was extracted by gently shaking 1.5 hrs with a 1:1
weight to volume ratio of sample to acetone. Due to absorption and the bulk of the sample, 70
milliliters (mL) of acetone (3.5 ratio) was required to extract the wood aliquots and 30 mL (1.5
ratio) was required to extract the wallboard. After extraction, the sample was alowed to settle
prior to filtering. The extract was transferred to a 10-mL syringe, filtered into amber vials, and
stored at 4°C pending analysis. Tests were performed using 10 microliters (uLs) of extract
placed onto the 15-cm filter paper using a 10-uL glass syringe and alowing it to air dry.

Using the EXPRAY™ kit the spray bottle labeled EXPRAY™ No. 1 was applied briefly at a
distance of about 15 cm. The same area was then sprayed with the EXPRAY ™ No. 2 can until
dlightly damp. In cases where NC or NG was detected, color change to pink or red was
completed in seconds.
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The DROPEX ™Y kit was tested identical to the EXPRAY ™ using the same extracts. A couple
of drops of Reagent No. 1 were spotted on the extract aliquot on the filter. Approximately 15
seconds later, a couple of drops of Reagent No. 2 were added. If the test was positive for NC or
NG, color change to red or pink was noted immediately as pictured on Figure 4-12 and Figure 4-
13.

Figure 4-12. DROPEX""" on Soil Figure 4-13. EXPRAY™ on Wood

Results

The test kit results for the sample analyses are shown in Table 4-3. The results were recorded as
either a positive (+) or negative (-) test response. In some cases, sample concentrations near the
detectable limit for the method gave a positive result that was only faintly discernable, but in
general, the test response was increasingly more intense as the test NC or NG concentration
increased above the detectable limit. Detectable limits of spiked NC and NG material for each
test matrix are summarized in Table 4-2. The values represent the lowest concentration of both
the calibration and verification samples at which a positive response was obtained.

Both test kits were also tested at 4°C to evaluate low temperature effects on the performance of
the test kits. The test kits were placed in awalk-in cooler overnight. The test on the NG soil test
group was then repeated inside the cooler with the chilled reagents. Both test kits seemed to
work equaly well and correlate well with the results obtained at room temperature (21°C).
These results are indicated in the tables below, alongside the origina data with a ++ for positive
detection at both temperatures. DROPEX ™YS performed dlightly better than EXPRAY ™, with
detections at 40 and 80 mg/kg, respectively.

Both test kits seemed to work equally well and correlate well with the reference method, STL
8330/8332, with limitations based on detectable concentration limits for each matrix, which were
matrix dependent. Except for three test results, sample concentrations above the method's
detectable limit were all positive. The three false negative results were for sample concentrations
near but just above the detectable limit. As noted above, the test responses were faint for
concentrations near the detectable limit, so a false negative near the limit can result from a dlight
variation in test conditions or performance. Of the three false negative results, one was with
EXPRAY™ and two were with DROPEX™">. For sample concentrations below the detectable
limit, all results were negative. These could be considered false negatives (except for unspiked
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background samples) if the detectable limit is not realized. All unspiked background matrix
samples gave negative results, so there were no false positives.

The DROPEX™YS test had lower detectable limits for NC on three of the four sample matrices:
soil, wallboard, and wood. NG EXPRAY™ had a lower detectable limit for wallboard, while
DROPEX™YS had a lower detectable limit for wood. For the combined NC and NG spiked
samples, the DROPEX ™"° test had lower detectable limits on two of the four sample matrices:
wood and cement.

Soil

The soil matrix gave the lowest detectable limits for NC and NG. Thisisdue at least in part to
the ability to use alow ratio (1:1) of solvent to matrix for sample extraction. The DROPEX™YS
test had a dlightly lower detectable limit for NC (100 mg/kg) than EXPRAY ™ (250 mg/kg), but
for NG the detectable limits were the same at 40 mg/kg. The detectable limits for the combined
NC and NG test samples were also the same at 250 mg/kg NC with 25 mg/kg NG. There were
no false negatives.

Wallboard

The detectable limits for NC and NG on wallboard were higher than thosefor soil. Thisis due at
least in part to the use of a higher ratio (1.5:1) of solvent to matrix for sample extraction. The
DROPEX ™Y test had a slightly lower detectable limit for NC (250 mg/kg) than EXPRAY ™
(400 mg/kg), but for NG the EXPRAY ™ test had a slightly lower detectable limit of 80 mg/kg
than EXPRAY ™' s 250 mg/kg. The detectable limits for the combined NC and NG test samples
were the same at 250 mg/kg NC with 25 mg/lkg NG. There was one false negative with
EXPRAY™ for the 100 mg/kg NG calibration sample. The concentration is greater than the 80
mg/kg concentration that was just detected in a verification sample. These results suggest that
the confidence for detecting NG on wallboard with EXPRAY™ at the 80 to 100 mg/kg
concentration range is not high.

Wood

The detectable limits for NC and NG on wood were also higher than those for soil. Thisisdueat
least in part to the use of a higher ratio (3.5:1) of solvent to matrix for sample extraction. The
extract also had a yellow color, which interfered somewhat with detection of the pink-red color
development for positive NC/NG indication. The DROPEX™® test had a lower detectable limit
for NC (250 mg/kg) than EXPRAY™ (2,500 mg/kg). The DROPEX ™S test also had a lower
detectable limit for NG (80 mg/kg) than EXPRAY™ (250 mg/kg). The detectable limits for the
combined NC and NG test samples were 4,000 mg/kg NC with 400 mg/kg NG for EXPRAY ™
and 1,000 mg/kg NC with 100 mg/kg NG for DROPEX™"S, There were two false negatives
with DROPEX™"®: one for the 400 mg/kg NC calibration sample and one for the 100 mg/kg
NG calibration sample. These concentrations are greater than the 250 mg/kg NC and 80 mg/kg
NG concentrations that were just detected in verification samples. These results suggest that the
confidence for detecting NG at the 80 to 100 mg/kg concentration range and NC at the 250 to
400 mg/kg concentration range on wood with DROPEX™YS s not high.

Cement

The detectable limit for NC was the same for both tests (250 mg/kg). Neither test detected NG at
any of the sample concentrations. This was consistent with results from the reference method
(STL 8330/8332), which indicated NG was not present on the matrix at a significant
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concentration even for the highest concentration spiked samples. A search of the literature
revealed that energetic compounds are hydrolyzed under alkaline conditions to free inorganic
nitrate and nitrite ions and lower molecular weight organic fragments (Su, 1996). The degree of
organic degradation depends on the hydrolysis conditions. It is believed that the akaline
conditions in the cement matrix may have caused hydrolysis of the NG that was spiked onto the
matrix. Thorne, et a. (2004) explains that energetic compounds may be treated on soil by the
addition of lime, which is a mgor component of cement. The conditions in the cement matrix;
however, did not seem to impact NC detection, which suggests that NC is more difficult to
hydrolyze than NG.

The detectable limits for the combined NC and NG test samples were 1,000 mg/kg NC with 100
mg/kg NG spike for EXPRAY ™ and 250 mg/kg NC with 25 mg/kg NG spike for DROPEX™"°.
Degspite the nondetection of NG, it was considered that there were no false negatives, since NG
was not detected by the reference method.

Conclusion

e EXPRAY™ and DROPEX ™YS were effective in detecting NC and NG in the matrices
(except NG in cement) with results consistent with the STL 8330/8332 reference
method as long as concentrations were above detectable limits determined by these
tests.

e EXPRAY™ and DROPEX ™VS were effective in detecting NC and NG in the matrices
at 4°C, with comparable results to those obtained at 21°C.

e NG was not detected in the cement matrix and thisis believed to be due to hydrolysis
degradation caused by the alkaline nature of the matrix. The results were consistent
with results from the reference method for NG.

o Detectable limits were affected by the ratio of solvent to sample that was necessary to
get complete matrix wetting for extraction. Wood matrix required a 3.5:1 ratio of
acetone volume to sample weight. Wallboard required aratio of 1.5:1. For soil and
cement, aratio of 1:1 was used.

e NC detectable limits ranged from 250 mg/kg on soil to 2,500 mg/kg for wood using
EXPRAY ™ and 100 mg/kg on soil to 250 mg/kg on wood using DROPEX ™Y°,

e NG detectable limits (excluding cement matrix) ranged from 40 mg/kg on soil to 250
mg/kg for wood using EXPRAY ™ and 40 mg/kg on soil to 250 mg/kg on wallboard
using DROPEX™YS,

e TheNC and NG combined tests had slightly higher detectable limits ranging from 250
mg/kg NC with 25 mg/kg NG on soil to 4,000 mg/kg NC with 400 mg/kg NG on wood.

e DROPEX ™Y had somewhat lower detectable limits than EXPRAY ™ for NC and
combined NC and NG.
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e Detectable limitsfor NG were comparable for both EXPRAY ™ and DROPEX LS,

e Three false negatives were obtained (one EXPRAY ™ and two DROPEX ™-Y5) out of a
possible 91 tests that had concentrations above the detectable limits. The detectable
limits were defined as the lowest concentration detected for each matrix. The three
false negatives were for tests with concentrations just above the lowest detectable
concentration observed for the matrix, and the test responses were faint near the
detectable limit.

e No fase positive results were obtained.

Soil Extracts

Table 4-2

Detectable Limits EXPRAY™/ DROPEX''US

EXPRAY™ Detectable Limit

DROPEX'!'YS Detectable Limit

Spike Material mg/kg mg/kg
NC 250 100
NG 40 40
Combined
NC/NG 250/25 250/25
Wallboard Extracts
EXPRAY™ Detectable Limit DROPEX"""® Detectable Limit
Spike Material mg/kg mg/kg
NC 400 250
NG 80 250
Combined
NC/NG 250/25 250/25
Wood
EXPRAY™ Detectable Limit DROPEX"""S Detectable Limit
Spike Material mg/kg mg/keg
NC 2500 250
NG 250 80
Combined
NC/NG 4000/400 250/400
E033106 BSRPT.doc
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Table 4-2 (continued)

Detectable Limits EXPRAY™/ DROPEX'IUS

Cement
EXPRAY™ Detectable Limit DROPEX""Y Detectable Limit
Spike Material mg/kg mg/kg
NC 250 250
NG ND ND
Combined
NC/ING 1000/100 250/25

NG — Nitroglycerine; NC — Nitrocellulose; mg/kg — milligrams per kilogram.
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Table 4-3
DROPEX''US JEXPRAY™ Test Kit Results

STL STL

MCAWW MCAWW
Sample NC Spike 353.2NC NC Spike 353.2NC
Identification Matrix Concentration mg/kg mg/kg Expray NC | Drop-Ex NC Sample Identification| Matrix |Concentration mg/kg mg/kg Expray NC | Drop-Ex NC
BS-NC-SSB001 Soil 0 14B - - BS-NC-WDB001 Wood 0 14.2 - -
BS-NC-SSB002 Soil 5 2.8 - - BS-NC-WDB002 Wood 5 12.2 - -
BS-NC-SSB003 Sail 20 10.9 - - BS-NC-WDB003 Wood 20 15.5 - -
BS-NC-SSB004 Soil 50 28.9 - - BS-NC-WDB004 Wood 50 25.2 - -
BS-NC-SSB005 Soil 100 26.3 - + BS-NC-WDB005 Wood 100 3.7 - -
BS-NC-SSB006 Soil 400 125 + + BS-NC-WDB006 Wood 400 166 - -
BS-NC-SSB007 Soil 4000 2600 + + BS-NC-WDB007 Wood 4000 2020 + +
BS-NC-SSB008 Soil 40000 11200 + + BS-NC-WDB008 Wood 40000 21100 + +
BS-NC-SSB009 Soil 0 4.1 - - BS-NC-WDB009 Wood 0 14.2 - -
BS-NC-SSB010 Soil 2.5 3 - - BS-NC-WDBO010 Wood 2.5 175 - -
BS-NC-SSB0O11 Soil 10 2.8 - - BS-NC-WDBO011 Wood 10 16.2 - -
BS-NC-SSB012 Soil 80 24.1 - - BS-NC-WDBO012 Wood 80 339 - -
BS-NC-SSB013 Soil 250 170 + + BS-NC-WDBO013 Wood 250 180 -
BS-NC-SSB014 Soil 2500 1530 + + BS-NC-WDB014 Wood 2500 1250 +
BS-NC-WBB001 Wallboard 0 273 - - BS-NC-CMB001 Cement 0 2.7 - -
BS-NC-WBB002 Wallboard 5 2.6 - - BS-NC-CMB002 Cement 5 6.2 - -
BS-NC-WBB003 Wallboard 20 328 - - BS-NC-CMB003 Cement 20 9.3 - -
BS-NC-WBB004 Wallboard 50 18 - - BS-NC-CMB004 Cement 50 21.6 - -
BS-NC-WBB005 Wallboard 100 48.5 - - BS-NC-CMB005 Cement 100 85.7 - -
BS-NC-WBB006 Wallboard 400 135 + + BS-NC-CMB006 Cement 400 256 + +
BS-NC-WBB007 Wallboard 4000 1810 + + BS-NC-CMB007 Cement 4000 1840 + +
BS-NC-WBB008 Wallboard 40000 14300 + + BS-NC-CMB008 Cement 40000 19500 + +
BS-NC-WBB009 Wallboard 0 319 - - BS-NC-CMB009 Cement 0 3.6 - -
BS-NC-WBB010 Wallboard 25 33 - - BS-NC-CMB010 Cement 25 7.9 - -
BS-NC-WBB011 Wallboard 10 315 - - BS-NC-CMB011 Cement 10 23.2 - -
BS-NC-WBB012 Wallboard 80 435 - - BS-NC-CMB012 Cement 80 40.1 - -
BS-NC-WBB013 Wallboard 250 107 - + BS-NC-CMBO013 Cement 250 218 + +
BS-NC-WBB014 Wallboard 2500 957 + + BS-NC-CMB014 Cement 2500 1470 + +
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Table 4-3. (continued)

Sample

NG Sample Spike

STL 8330/8332

Sample

NG Sample Spike

STL 8330/8332 NG

Identification Matrix |Concentration mg/Kg NG mg/kg Expray NG | Drop-Ex NG Identification Matrix |Concentration mg/Kg mg/kg Expray NG | Drop-Ex NG
BS-NG-SSB015 Soil 0 0 - - BS-NG-WDB015 Wood 0 0 - -
BS-NG-SSB016 Soil 5 4.7 - BS-NG-WDB016 Wood 5 11 - -
BS-NG-SSB017 Soil 20 20 - - BS-NG-WDB017 Wood 20 25 - -
BS-NG-SSB018 Soil 50 45 + + BS-NG-WDB018 Wood 50 54 - -
BS-NG-SSB019 Soil 100 96 + + BS-NG-WDB019 Wood 100 96 - -
BS-NG-SSB020 Soil 400 430 + + BS-NG-WDB020 Wood 400 380 + +
BS-NG-SSB021 Soil 0 0.5 - - BS-NG-WDB021 Wood 0 0 - -
BS-NG-SSB022 Soil 2.5 2.1 - - BS-NG-WDB022 Wood 25 0 - -
BS-NG-SSB023 Soil 10 8.5 - - BS-NG-WDB023 Wood 10 19 - -
BS-NG-SSB024 Soil 40 41 + ++ BS-NG-WDB024 Wood 40 28 - -
BS-NG-SSB025 Soil 80 77 ++ ++ BS-NG-WDB025 Wood 80 100 -
BS-NG-SSB026 Soil 250 260 ++ ++ BS-NG-WDB026 Wood 250 260 +
BS-NG-WBB015 Wallboard 0 0 - - BS-NG-CMB015 Cement 0 0 - -
BS-NG-WBB016 Wallboard 5 2.6 - - BS-NG-CMB016 Cement 5 0 - -
BS-NG-WBB017 Wallboard 20 10 - - BS-NG-CMB017 Cement 20 0.087 - -
BS-NG-WBB018 Wallboard 50 28 - - BS-NG-CMB018 Cement 50 0.19 - -
BS-NG-WBB019 Wallboard 100 58 - - BS-NG-CMB019 Cement 100 0.24 - -
BS-NG-WBB020 Wallboard 400 250 + + BS-NG-CMB020 Cement 400 1.2 - -
BS-NG-WBB021 Wallboard 0 0 - - BS-NG-CMB021 Cement 0 0 - -
BS-NG-WBB022 Wallboard 2.5 1.3 - - BS-NG-CMB022 Cement 25 0.086 - -
BS-NG-WBB023 Wallboard 10 5 - - BS-NG-CMB023 Cement 10 0.45 - -
BS-NG-WBB024 Wallboard 40 22 - - BS-NG-CMB024 Cement 40 0.086 - -
BS-NG-WBB025 Wallboard 80 34 - BS-NG-CMB025 Cement 80 0 - -
BS-NG-WBB026 Wallboard 250 150 + BS-NG-CMB026 Cement 250 2.8 - -

(+)= positive/ (++)= Tested at 4°C and 21°C; (-)= negative
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Table 4-3. (continued)

STL STL
Sample Spike Conc | Spike Conc MCAWW Sample Spike Conc| Spike Conc MCAWW
[dentification Matrix | mgKgNC | mg/KgNG |STL8330/8332) 35320 | Expray | Drop-Ex | |ldentification Matrix | mg/KgNC  mg/KgNG STL8330/8332) 35320 | Expray | Drop-Ex
BS-CG-55B027 Sol 0 0 0.013 143 - - BS-CG-WDB027 Wood 0 0 05 69 - -
BS-CG-53B028 Soi 50 5 0.069 25 - - BS-CG-WDB028 Wood | 50 5 05 31 - -
BS-CG-55B029 Sol 250 % 1 198 + + BS-CG-WDB09 Wood | 250 2 » 31 - -
BS-CG-SSB030 Sol 1000 100 63 661 + + BS-CG-WDB030 Wood | 1000 100 8 330 - +
BS-CG-5SB030D Soi 1000 100 7 966 + + BS-CG-WDB031 Wood | 4000 400 300 1710 + +
BS-CG-5SB031 Sol 4000 400 20 3570 + + BS-CG-WDBU32 Wood | 250 400 20 13 - +
BS-CG-55B032 Sol 250 400 29 30 + +
BS-CG-WBBO27 Walboard 0 0 02 521 - - BS-CG-CMB27 Cement | 0 0 05 39 - -
BS-CG-WBBU28 Walboard 50 5 11 6L7 - - BS-CG-CMB028 Cement | 50 5 0.7 2.1 - -
BS-CG-WBB029 Walboard | 250 2 10 103 + + BS-CG-CMB029 Cement | 250 2 03 260 - +
BSCGWBB030 | Walboard | 1000 100 81 163 t + BS-CG-CMBOX0 | Cement | 1000 100 23 1280 t +
BS-CG-WBB031 Walboard | 4000 400 150 1640 + + BS-CG-CMBO3L Cement | 4000 400 7 4920 + +
BS-CG-WBB032 Walboard | 250 400 15 168 + + BS-CG-CMB03? Cement | 250 400 37 k) + +

STL —Severn Trent Laboratories; MCAWW —Methods for the Chemical Analysis of Wastewater; mg/kg — milligrams per kilogram; NC — Nitrocellulose; NG —

Nitroglycerine.
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4.3 Quantitative Analysis Using CRREL RDX Method

Introduction/Narrative

Sample extracts of each test group were prepared and analyzed for NC and NG based on CRREL
RDX Method 8510 “Colorimetric Screening Procedure for RDX and HMX in Soil” (EPA, 2000)
Colored extracts were analyzed in the absorbance mode using a HACH DR/2010
spectrophotometer. Reference standard materials and blanks were analyzed daily to verify
instrument response. A calibration curve based on sample response was established using the
first eight sasmplesin the NC test groups and the first six samplesin the NG test groups. Six test
samples for each test group were then analyzed to verify the calibration curves. The impact of
NC + NG on the performance of the method was evaluated from the results of analysis of the six
samples spiked with a combination of NC and NG.

The CRREL RDX method is a non specific colorimetric method for analysis of NC and NG
when both are present in the sample matrix. The method is similar to the MCAWW 353.2
reference method, except that NG is not removed in a pre-extraction step. The method does
remove inorganic forms of nitrate and nitrite ion by a column cleanup procedure prior to the
hydrolysis step. The method also differs by using an acid hydrolysis step rather than base
hydrolysis to convert NG and NC nitrogen (N) to nitrite and nitrate ions. The method then
reduces nitrate to nitrite using zinc powder rather than a cadmium column and subsequently
generates the same or similar color species for colorimetric quantification. Results may be
obtained for the total of NC and NG in terms of either NC or NG depending upon whether the
calibration for NC or NG is used, respectively. Generating a calibration curve using both NC and
NG combined is not practicable, due to the infinite number of ratios between NC relative to NG
or NG relative to NC that may be encountered during analysis. For this reason a calibration
curve for the combined NC and NG was not performed. Instead the impact of NC with NG on
the performance of the field method was evaluated from the results of the NC + NG test samples
and compared to the respective STL reference method results for these samples.

Instrumentation and Materials

Colorimetric analyses were performed using a HACH DR/2010 spectrophotometer set in the
absorbance mode at 507 nm. Samples were filtered into 25-mL glass cuvettes for the absorbance
measurement. Other critical materials used in the analysis are listed below.

Zn dust: Zinc, 325-mesh (Aldrich catalog # 20,998-8)

lon exchange resin: Alumin-A, 3-mL (Supelclean, Supelco 5-7082)
Filters: 0.45 pm syringe filters (Acrodisc, 25 mm)

Nitrite color development reagent: NitriVer 3 powder pillow, 25-mL (Hach Company)
Method

An air-dried 20-gram aliquot of each sample (from each test group) was extracted by gently
shaking 1.5 hours on an orbital shaker table with 100 mL of an acetone/3 percent water solution.
The extraction time was determined by sampling an NG-spiked soil sample at 15 minute time
intervals until a maximum response, 90 to 95 percent recovery, was achieved based on GC/TID
analysis. After extraction, the sample was allowed to settle, and 20 mL of extract were

E033106 BSRPT.doc ESTCP/BAAAP Benchscale Study
4-20



transferred to a 30mL syringe and filtered into a 20-mL amber VOA vial. These extracts were
stored at 4°C pending analysis.

Prior to colorimetric development, the extracts were passed through a Supel co ion exchange resin
to remove inorganic nitrites/nitrates. The extracts were then acidified with acetic acid and mixed
with zinc dust. The reaction of the NG/NC with the acid and zinc dust removed nitro groups
from the NC and NG analytes and generated inorganic nitrite ions, which were colorimetrically
anayzed. The color was developed by adding the contents of a HACH NitriVer 3 powder
pillow dissolved in deionized water to the zinc reacted solution. After 15 to 30 minutes, the
color was developed, the sample was transferred to a 30mL syringe and filtered into a 25-mL
cuvette and absorbance read at 507nm. A pink to rose color is indicative of the presence of
NG/NC. This method was used to test each sample in each test group, for comparison to the
reference NG- or NC- specific analysis performed.

Results

Calibration Sample Analyses

NC

The analysis results for the first eight NC samples (calibration samples) in each test group were
used to create a calibration curve for NC. The curve was evaluated by testing six verification test
samples spiked with intermediate concentrations of NC. Calibration curves were developed for
each test group to determine the matrix influence on the analysis method. The measured CRREL
response (absorbance) was graphed as a function of the spike concentration. In each case, the
graphs for the four test groups were non-linear. Therefore, the concentrations were determined
using a point to point calibration. The concentrations of NC in the NC test samples and in the
NC and NG combined samples were calculated using the point to point calibration curves. The
measured response for the sample containing 40,000 mg/kg NC was outside of the method range
for the test groups and was not used in the calibration curve with the exception of the samplesin
the wood sample group, because the response was suppressed for these samples.

NG

A calibration curve was also generated using the first six NG-spiked samples (calibration
samples) of each test group, and verified using the six test samples spiked with NG. Responses
for NG were found to be linear and have absorbances 6 to 8 times higher than thosefor NC. The
concentration of NG in the test samples and in the NC/NG combined samples were calculated
using this curve.

For the STL reference methods 353.2 and 8330/8332 the results for the analysis of calibration
samples were reported as absolute concentrations which were determined from the analysis of
standard calibration solutions. The results of these analyses were compared to the known sample
spike concentrations (in the method calibration spike samples to show the actual percent recovery
for the method. The STL concentrations values were plotted against the known spike
concentrations to determine a linear regression correlation between the reference method (STL
353.2 or STL 8330/8332) and the actual spike concentrations. The curve was used to correct the
STL results to the calibration sample spike concentrations. The slope of this curve is the linear
regression value for the STL method percent recovery for the sample set, and the regression R
value is a measure of the data fit to the curve. The aurve was used as the calibration curve to
determine the NC or NG concentrations in the verification samples using results obtained from

E033106 BSRPT.doc ESTCP/BAAAP Benchscale Study
4-21



STL. The results tables also show curve corrected results for the calibration samples, which
when compared to the corresponding sample spike concentrations gives a point-by-point
comparison of the results to the curve value. The percent difference between the two values (not
shown) is a measurement of the fit for each data point.

For the CRREL analysis, a linear response to NG concentration was obtained. A linear
regression calibration curve was prepared directly from the analytical response, measured at 507
nm absorbance, versus the spike concentrations of the calibration samples. The linear regression
(R) vaue is a measure of the data fit to the curve. The curve was used to determine NG
concentrations in the NG and the NC/NG combined verification/test samples. The results tables
also show curve corrected results for the calibration samples, which when compared to the
corresponding sample spike concentrations gives a point-by-point comparison of the results to
the curve value. The percent difference between the two values (not shown) is a measure of the
fit for each data point. The calibration data is shown in Tables 4-6 and 4-7. The curves are
shown in Figures 4-14.

Verification/Test Sample Analyses

Results for the analyses of samplesin each matrix were obtained using the corresponding method
calibration curve described above. The results are reported in the tables as calibration curve
corrected values in order to distinguish them from results obtained that are not calculated and
reported using the curves generated from the calibration samples, such as STL’s 353.2 and
8330/8332 reported results.

The percent difference between the calibration curve corrected values (sample results) and the
spike concentrations have been calculated and tabulated along with the mean and standard
deviation of the values. The percent difference was calculated by subtracting the spike
concentration from the analysis result and dividing the difference by the spike concentration.
Using this calculation a positive percent difference was indicative of a result biased high with
respect to the spike concentration and a negative percent difference was indicative of a low
biased result. This data provides a measurement of the agreement between the method results
and spike concentration values in order to quantify method performance and aid in method
comparisons. The mean percent difference is a measure of analytical accuracy by indicating the
amount of biasin the data set values. Standard deviation is a measure of method precision for the
data set.

In addition, alinear regression (R) value for each method was determined by plotting the sample
results versus the spike concentrations. The linear regression (R) values for each data set are
tabulated along with the standard deviation of the percent difference results. The linear
regression value provides another measurement to determine the agreement between the sample
results and the spike concentrations for the data set.

Results for each sample matrix are discussed separately below and presented in Table 4-6 for NG
and NC calibration and test samples and Table 4-7 for the combined NC/NG test samples.
Linear regression (R) results for analysis of the NG spiked test samples, NC-spiked test samples
and combined NC/NG-spiked samples by the CRREL method are summarized in Tables 4-4 for
NG results and Table 4-5 for NC results. Plots of calibration and test sample data are shown in
Figures 4-14 and 4-15 in Appendix B.
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Soil

NG

The detection limit for the analysis of NG in soil using the CRREL method was determined to be
5 mg/kg. Test results for the NG spiked test samples were consistent with the results obtained by
STL using the 8330/8332 reference method. The standard deviations for the STL reference and
CRREL methods were 10.2 percent and 11.2 percent, respectively. The mean of the percent
difference results for the STL reference and the CRREL methods were both below 5 percent,
which indicated a good correlation between the test results and the spike concentrations for both
the STL reference and the CRREL methods.

The CRREL NG results for the combined NC- and NG-spiked soil samples as determined using
the NG curve and compared to the NG spike concentrations only were found to be comparable to
the reference method results. The mean percent difference (-19.2%) was slightly better than the
mean of the percent differences for the STL 8330/8332 reference method (-30.1%) and the
standard deviation of the percent difference was dightly higher (16.8%), but still within
acceptable performance limits (x40%). Both methods indicated a negative or low bias with
respect to the spike values. When the CRREL spike concentration was corrected for the nitrogen
concentration contributed by the nitrocellulose in the samples the mean of the percent differences
had a significantly greater negative bias (-78.5). The standard deviation for these results was 22.6
percent indicating reasonabl e precision.

NC

The detection limit for the CRREL analysis of soil samples spiked with NC was determined to be
50 mg/kg. The CRREL results for the NC spiked test samples were similar to the results using
reference STL 353.2 method in that the standard deviation of the percent differences for both
methods was high, 200 percent for the STL 353.2 method and 65.3 percent for the CRREL
method. Both methods demonstrated a lack of precision for the analysis of NC on soil. The
percent difference results for the reference method was most impacted by the result for the lowest
spike concentration (10 mg/kg), which was biased high by 472 percent; the other results for the
set were within 25 percent difference. The mean of the percent differences for the reference
method was 126 percent, which indicates there is a significant positive bias to the results. The
mean of the percent difference results for the CRREL method was -30.2, which indicated only a
dlightly negative bias for results determined using this method.

There was no correlation found between the NC CRREL results for the soils spiked with NC and
NG, as determined with the NC curve and the reference method for analysis of NC. The mean of
the percent differences for the CRREL method results calculated using the NC curve was 321
percent. The standard deviation of the percent differences was 417% indicating no correlation
between analysis results and spiked concentrations. When the CRREL determined concentration
was corrected for the nitrogen concentration contributed by the NG in the samples the mean of
the percent differences was 255 percent and the standard deviation for these results was 352
percent indicating little improvement in the method using the NG (nitrogen) corrections. The
mean of the percent differences for the combined NG and NC spiked soils as measured by the
STL reference method (353.2) from the NC spike concentrations was 40.9 percent, which
indicates a positive or high bias and was lower than the mean of the percent difference for the
NC only spike samples (126%) using the same method of analysis. The standard deviation
among the percent differences for the reference method was 27.5 percent, which was just outside
the control limits for the method (20%). Better results were obtained for the STL reference
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method for the combined NC and NG spike samples than what was obtained for the NC only
spike samples.

Wallboard

NG

The detection limit for the CRREL analysis of wallboard samples spiked with NG was
deteemined to be 5 mg/kg. Results of the NG spiked wallboard test samples were comparable
with the results from reference STL 8330/8332 method and the GC-TID method. The standard
deviation of the method percent differences, 17.2 percent, was similar to that for the other two
comparison methods. The standard deviations for the STL 8330/8332 method and the GC-TID
method were 16.9 percent and 9.1 percent, respectively. The mean of the method percent
differences was 14.8 percent, which indicates there was no detectable bias to the results. The
percent difference means for the other methods, -5.6 percent for the STL 8330/8332 method and
-11.0 percent for the CRREL method, were similar and did not indicate any significant bias.

The ability to recover and quantify NG appears to be impeded by the presence of NC in the
wallboard sample spike with both NC and NG. The mean of percent differences in the CRREL
method using the NG curve was -30.0 percent, indicating a dlight low bias. The standard
deviation was 45.2 percent, which is above the recommended limit of 30 percent and is an
indication of high variability between measurements. When the CRREL determined
concentration was corrected for the NC contribution the mean of the percent differences from the
corrected values indicated a large negative bias (-86.7), but with an acceptable precision or
standard deviation of 5.7 percent. The results were comparable to those using the reference
method (STL 8330/8332) with a similar negative bias with the mean of the percent differences of
-59.0 percent and a standard deviation of 39.7 percent. The high negative bias (low results) and
the high standard deviations make it difficult to relate results to the spike results in a predictable
manner.

NC

The analysis of NC in both the reference method and the CRREL method showed high standard
deviations. The standard deviation of percent differences was 54.1 percent, for the CRREL
method and 519 percent for the reference method (STL 353.2). The mean of the method percent
differences for the CRREL method was-7.3 percent, which indicates there was no detectable bias
to the results. The mean of the percent differences for the STL 353.2 method was 284 percent
indicating a strong positive bias in anaysis results, especially at the lower concentrations.

Only two of the wallboard samples spiked with NC and NG could be quantitated using the
CRREL method and the NC curve. The mean of the percent differences for results compared to
the NC only spike concentrations was 130 percent and the andysis was highly variable, since the
standard deviation for the percent differences was 210 percent. Results were similar when the
CRREL results were compared to the NG (nitrogen) contribution spike concentrations; the mean
of the percent differences was 94 percent and the standard deviation for the percent differences
was 178 percent. The mean of the percent differences for the STL reference method was 67.5
percent indicating a high positive bias. The standard deviation of the percent differencesfor the
reference method was 114 percent indicating high variability among measurements. Both the
reference method and the CRREL method indicated an inability to accurately determine the
concentration of NC in the wallboard matrix within the CRREL screening level recommended
performance limits
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Wood

NG

The detection limit for the analysis of NG in wood using the CRREL method was determined to
be 5 mg/kg. Test results for the NG spiked test samples were consistent with the results obtained
by STL using the 8330/8332 reference method. The standard deviations for the STL reference
and CRREL methods were 35.6 percent and 37.2 percent, respectively, indicating some
variability in both methods. The means of the percent difference results for the STL reference
and the CRREL methods were 9.0 and 29.5, respectively, indicating no significant bias in the
reference, but possibly a dlight positive bias in the CRREL method.

There was no apparent correlation between the CRREL NG results for the analysis of the NC and
NG spiked wood samples and those for the reference method (STL 83308332). The mean of the
percent differences when NG was determined using the NG curve and compared to the NG spike
concentrations was 52.9 percent, and the standard deviation of the percent differences was 86.4
percent, which indicates a significant high bias and high variability among results. When the
spike concentrations were corrected for NC (nitrogen) contribution the mean of the percent
differences indicated a significant low bias (-62.3%), but lower variability (standard deviation of
30.7%). The reference method had no significant bias; the mean of the percent differences was -
21.9 percent, and the standard deviation of the percent differences was 17.1 percent.

NC

NC could not be measured in spiked wood samples containing only NC at concentrations less
than 4000 mg/kg using the CRREL method. Using the reference method, STL 353.3, NC could
be quantitated at 50 mg/kg. The mean of the percent differences for the analysis of the NC spike
wood samples using the reference method was 38.7 percent with a percent difference standard
deviation of 33.9 percent, indicating a slightly positive bias and slightly high method variability.

It is believed that the wood matrix provided interference to the CRREL method chemistry that
prevented a usable response for NC to be obtained. Since the method response for NC is much
lower than that for NG, it is assumed that NC conversion to nitrite for analysis is incomplete for
NC, and that matrix interferences can significantly affect the degree of conversion.

NC could not be measured in wood samples spiked with the combined NC and NG using the
CRREL method. When NC was analyzed using the reference method the results were similar to
those in the NC only spike wood samples. The mean of the percent differences was -21.9
percent, and the standard deviation of the percent differences was 17.1 percent, both within
established control limits for the method on soil.

Cement

NG

NG could not be detected in any of the spike cement samples using the CRREL method. Results
were similar to the results using the reference method (STL 8330) and the GC-TID method. (See
discussion for NG results on cement for the EXPRAY ™ and DROPEX™YS methods.)
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For the combined NC and NG spiked samples the results were similar in that NG could not be
evaluated because of the inability to recover meaningful concentrations of NG from the matrix
for analysis.

NC

The detection limit for the CRREL method analysis of cement samples spiked with NC was
determined to be 50 mg/kg. Results of the NC spike test samples were inconsistent with the
results using reference STL 353.2 method; however, the standard deviation of the percent
differences calculated for the CRREL method was 19.1 percent, which was an order of
magnitude better than that for the reference method of 245 percent. The mean of the percent
differences for the CRREL method was -9.3 indicating good correlation with the spike values
while the percent difference results for the reference method was biased high by 206 percent.
The STL 353.2 results were again most affected at the lower concentrations, i.e., below 80
mg/kg. At 2.5 and 10 mg/kg spike concentrations the STL 353.2 percent difference results were
551 percent and 377 percent, which were much higher than those for the 80 mg/kg and above
spike concentrations that had percent differences from 2.9 percent to 79.0 percent.

NC analysis was found to be inconsistent for both the reference method and the CRREL method
in the cement matrix when the samples were spiked with both NC and NG. The mean of the
percent differences for the CRREL method using the NC curve results compared to the NC only
spike concentrations was 266 percent. The mean of the percent differences when nitroglycerine
(nitrogen) contribution was added to the spike concentrations was 138 percent. The standard
deviations of the percent differences were both above 200 percent. Analysis using the STL
reference method gave similar results. The mean of the percent differences was 109 percent, and
the standard deviation was 66.3 percent, indicating a high positive bias and high variability.

Summary of CRREL Performance Parameters

The test sample CRREL analysis performance parameters are summarized below in Table 4-4 for
NG and Table 4-5 for NC for the matrix test groups.

Table 4-4
Summary of CRREL Performance Parameters for NG Analysis

Test Sample Analysis Performance
Matrix Indicators
(Test Detection % Diff
Group) Spike Limit (mg/kg) Mean % Diff STD | LR R Value
Soil NG 5 2.6 11.2 0.9991
NG and NC 5 -19.2 16.8 0.9773
Wallboard NG 5 14.8 17.2 0.9965
NG and NC 25 -30.0 45.2 0.5611
Wood NG 5 29.5 37.2 0.9937
NG and NC 5 52.9 86.4 0.9549
NG -- -- -- --
Cement NG and NC . - . -

The data provided in Table 4-4 should be used to define the method performance capabilities for
the CRREL method for analysis of NG on samples of the matrices tested.
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Table 4-5
Summary of CRREL Performance Parameters for NC Analysis

Test Sample Analysis Performance
Matrix Indicators
(Test Detection % Diff
Group) Spike Limit (mg/kg) Mean % Diff STD | LR R Value
Soil NC 50 -30.2 65.3 0.9793
NG and NC -- 321 417 0.3992
Wallboard NC 50 -7.3 54.1 0.9977
NG and NC -- 130 210 0.9660
NC 4000 -- -- --
Wood NG and NC - 4179 . -
Cement NC 50 -9.3 19.1 0.9998
NG and NC -- 266 279 --

The data provided in Table 4-5 should be used to define the method performance capabilities for
the CRREL method for analysis of NC on samples of the matrices tested.

The CRREL method had a much lower response for NC as compared to NG, which elevated the
detection limits for NC, and appeared to make the method susceptible to matrix interference in
particular for the wood samples. It is most likely that the method chemistry does not provide
complete conversion of the nitrogen (N) in NC to nitrite as it most likely does for NG and hence
the large difference in response with the method for these two compounds. Since the conversion
is incomplete, it would take little in the way of matrix interference to affect the degree of
conversion and provide a detectable impact on method performance. This was most likely the
reason for imprecise results for soil and wallboard samples as well.

Summary of MCAWW 353.2 Performance

The STL MCAWW2353.2 method results were better for the analysis of NC on wood samples
than the CRREL RDX method and this was attributed to matrix interference from the wood
extract with the CRREL method. For the other matrices, however, the STL method results were
mostly comparable to the CRREL results and correlated to spike concentrations, especialy at
concentrations of 80 mg/kg and above. At concentrations below 80 mg/kg there was a consistent
high bias for the STL results, which can only be assumed to be due to matrix interference with
the method at the lower concentrations. Even though the STL 353.2 reporting value was 2.0
mg/kg, the method results for matrix sample spikes were unreliable below 80 mg/kg and a
practical quantitation limit at about 80 mg/kg for the method should be considered for these
sample matrices.

Conclusion

e CRREL analysis of NG on wood, soil and wallboard samples was sensitive; a detection
limit of 5to 10 mg/kg, which is comparable to the reference method, was observed.

e The presence of NC with NG in the combined NC- and NG-spiked wallboard samples
affected recovery and detection of NG. The results for NG were biased low by 30.0
percent. The detection limit for these samples was also increased to 25 mg/kg. This
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same effect may have been observed with soil, but to a lesser degree as the mean
percent difference of -19.2 percent indicated a smaller negative bias. These negative
biases were aso observed with the reference method and in similar magnitude, i.e., -30
percent for wallboard and -30.1 for soil.

e Analyses for NG only spiked soil samples were unbiased. The percent difference
standard deviation (-19.2%) was better than the STL reference method (-30.1%). The
percent difference standard deviation value of 37.2 percent; however, was not
exceptional when compared to the 35.6 percent standard deviation value obtained for
the reference method on wood samples.

e Anaysis of NG on cement samples by CRREL could not be evaluated due to the low
recovery of NG from the matrix, which was reproduced with similar results by other
methods being evaluated, including the reference method (STL 353.2). It is believed
that NG is not stable in the cement matrix.

e The analysis of NC in the wallboard matrix was inconsistent for the CRREL analysis.
The CRREL analysis performed better than the reference method with means of percent
of differences of 54.1 and 519 percent, respectively. It was determined that NC could
not be effectively determined in wallboard containing both NC and NG combined. This
was a'so the case with NC in the cement matrix were the mean of the percent difference
was 9.3 for the CRREL method compared to 206 for the reference method, and the
standard deviation was 19.1 for the CRREL method in comparison to 245 for the
reference method.

e Theanaysisof NG using the CRREL method does not correlate well with the reference
method (8330) results or the spike concentrations in wood samples when both NC and
NG are present.

e NC could not be effectively analyzed in the wood matrix when present alone or when
present in combination with NG.

e The STL 353.2 method resultsfor the verification samples were consistently unreliable
below about 80 mg/kg and a practical quantitation limit at about this concentration
should be considered for samples of these matrices.
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Table 4-6
CRREL Analysis Summary Site Soil - Nitroglycerine

SOIL STL 8330 CRREL Method GC-TID Method
NG NG NG
Prepared Calibration Calibration Calibration
Spike NG Reported Curve Abs at Curve Curve
Calibration Concentratio Result Method % Corrected 507nm Corrected Corrected
Samples Matrix n mg/kg mg/kg Recovery Value mg/kg Reading Value mg/kg Value mg/kg
BS-NG-SSB015 Soll 0 <0.50 - - 0.011 0 ND
BS-NG-SSB016 Soll 5 4.7 94% 8 0.053 3.60 2.7
BS-NG-SSB017 Soil 20 20 100% 22 0.308 18.4 19.5
BS-NG-SSB018 Soll 50 45 90% 46 0.895 52.6 43.6
BS-NG-SSB019 Soll 100 96 96% 93 1.732 101 92.2
BS-NG-SSB020 Soll 400 430 108% 402 6.876 400 417
STL 8330 CRREL Method GC-TID Method
NG NG NG
Prepared Calibration Calibration Calibration
Spike NG Reported Curve Test Curve Test Curve Test
Concentratio Result Corrected Sample Corrected Sample Corrected Sample
Test Samples Matrix n mg/kg mg/kg Value mg/kg %Diff Value mg/kg %Diff Value mg/kg %Diff
BS-NG-SSB021 Soil 0 <0.5 - - 0.014 - - ND -
BS-NG-SSB022 Soll 25 2.1 - - 0.013 - - ND -
BS-NG-SSB023 Soil 10 8.5 12 17.3 0.131 8.13 -18.7 7.0 -30.0
BS-NG-SSB024 Soll 40 41 42 4.6 0.676 39.8 -0.05 44.5 113
BS-NG-SSB025 Soil 80 77 75 -6.0 1.472 86.1 7.6 76.3 4.6
BS-NG-SSB026 Soil 250 260 245 -2.1 5.225 304 21.7 144 -42.4
Mean 35 Mean 2.6 Mean -16.44
STD 10.2 STD 11.2 STD 24.2
Linear Reg R 0.9993 Linear Reg R 0.9991 Linear Reg R 0.9419
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Table 4-6

CRREL Analysis Summary Site Wallboard - Nitroglycerine

WALLBOARD STL 8330 CRREL Method GC-TID Method
NG NG NG
NG Calibration Calibration Calibration
Prepared Spike | Reported Curve Abs at Curve Curve
Calibration Concentration Result Method % Corrected 507nm Corrected Corrected
Samples Matrix mg/kg mg/kg Recovery Value mg/kg Reading Value mg/kg Value mg/kg
BS-NG-WBB015 | Wallboard 0 0 - NC-UR -0.001 4.6 ND
BS-NG-WBB016 | Wallboard 5 2.6 52% 7.0 0.014 6.2 5.2
BS-NG-WBB017 | Wallboard 20 10 50% 19 0.108 16.3 20.6
BS-NG-WBB018 | Wallboard 50 28 56% 48 0.406 48.4 58.3
BS-NG-WBB019 | Wallboard 100 58 58% 96 0.876 98.9 95
BS-NG-WBB020 | Wallboard 400 250 63% 401 3.686 401 400
STL 8330 CRREL Method GC-TID Method
NG NG NG
NG Calibration Calibration Calibration
Prepared Spike | Reported Curve Test Curve Test Curve Test
Concentration Result Corrected Sample Corrected Sample Corrected Sample
Test Samples Matrix mag/kg mag/kg Value mg/kg %Diff Value mg/kg %Diff Value mg/kg %Diff
BS-NG-WBB021 | Wallboard 0 0 -- -- 0.013 -- ND --
BS-NG-WBB022 | Wallboard 25 1.3 - - 0.022 - ND -
BS-NG-WBB023 | Wallboard 10 5.0 11 13.0 0.068 12.0 20.4 10.2 2.0
BS-NG-WBB024 | Wallboard 40 22 38 -4.1 0.302 37.2 -7.0 32.8 -18.0
BS-NG-WBB025 | Wallboard 80 34 57 -28.2 0.786 89.2 11.6 66.7 -16.6
BS-NG-WBB026 | Wallboard 250 150 242 -3.1 3.075 335 34.2 222 -11.2
Mean -5.6 Mean 14.8 Mean -11.0
STD 16.9 STD 17.2 STD 9.1
Linear Reg R 0.9905 Linear Reg R 0.9965 Linear Reg R 0.9993
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Table 4-6

CRREL Analysis Summary Site Wood - Nitroglycerine

WOOD

STL 8330 CRREL Method GC-TID Method
NG NG NG
NG Calibration Calibration Calibration
Prepared Spike Reported Curve Abs at Curve Curve
Calibration Concentration Result Method % Corrected 507nm Corrected Corrected
Samples Matrix mg/kg mg/kg Recovery Value mg/kg Reading | Value mg/kg Value mg/kg
BS-NG-WDB015 Wood 0 <0.5 -- 0.01 12.6 ND
BS-NG-WDB016 Wood 5 11 220% 6 0.024 13.5 11.2
BS-NG-WDB017 Wood 20 25 125% 21 0.11 18.8 24.0
BS-NG-WDB018 Wood 50 54 108% 52 0.582 47.9 57.1
BS-NG-WDB019 Wood 100 96 96% 97 1.041 76.3 93.7
BS-NG-WDB020 Wood 400 380 95% 401 6.396 407 400
STL 8330 CRREL Method GC-TID Method
NG NG NG
NG Calibration Calibration Calibration
Prepared Spike Reported Curve Test Curve Test Curve Test
Concentration Result Corrected Sample Corrected Sample Corrected Sample
Test Samples Matrix mag/kg mg/kg Value mg/kg %Diff Value mg/kg %Diff Value mg/kg %Diff
BS-NG-WDB021 Wood 0 <0.5 - - 0.032 - - ND -
BS-NG-WDB022 Wood 25 <0.5 - - 0.032 - - ND -
BS-NG-WDB023 Wood 10 19 14 41.6 0.057 15.5 55.2 10.2 2.0
BS-NG-WDB024 Wood 40 28 24 -40.5 0.293 30.1 -24.8 32.8 -18.0
BS-NG-WDB025 Wood 80 100 101 26.1 1.562 108 35.5 66.7 -16.6
BS-NG-WDB026 Wood 250 260 272 8.9 5.96 380 52.0 222 -11.2
Mean 9.0 Mean 29.5 Mean -11.0
STD 35.6 STD 37.2 STD 9.1
Linear Reg R 0.9865 Linear Reg R 0.9937 Linear Reg R 0.9993
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Table 4-6

CRREL Analysis Summary Site Cement — Nitroglycerine

CEMENT STL 8330 CRREL Method GC-TID Method
NG NG NG
Prepared Calibration Calibration Calibration
Spike NG Reported Curve Abs at Curve Curve
Calibration Concentratio Result Method % Corrected Method % 507nm Corrected Corrected
Samples Matrix n mg/kg mg/kg Recovery Value mg/kg Recovery Reading | Value mg/kg Value mg/kg
BS-NG-CMB015 | Cement 0 <0.5 - - 0.003 - ND
BS-NG-CMB016 | Cement 5 0.0 0.0% 0 0.0% 0.002 - ND
BS-NG-CMB017 | Cement 20 0.087 0.4% 29 0.4% 0.003 - ND
BS-NG-CMB018 | Cement 50 0.19 0.4% 63 0.4% 0.003 55.0 ND
BS-NG-CMB019 | Cement 100 0.24 0.2% 80 0.2% 0.008 80.0 ND
BS-NG-CMB020 | Cement 400 1.2 0.3% 400 0.3% 0.065 365 1.4%
& value generated using soil curve
STL 8330 CRREL Method GC-TID Method
NG NG
Prepared Calibration Calibration
Spike NG Reported Test Abs at Curve Test Curve Test
Concentratio Result Sample 507nm Corrected Sample Corrected Sample
Test Samples Matrix n mg/kg mg/kg %Diff Reading | Value mg/kg %Diff Value mg/kg %Diff
BS-NG-CMB021 | Cement 0 <0.5 - 0.015 - - ND -
BS-NG-CMB022 | Cement 25 0.086 96.6 0.016 - - ND -
BS-NG-CMB023 | Cement 10 0.45 95.5 0.015 - - ND -
BS-NG-CMB024 | Cement 40 0.086 99.8 0.015 - - ND -
BS-NG-CMB025 | Cement 80 0.25 99.7 0.014 - - ND -
BS-NG-CMB026 | Cement 250 2.8 98.9 0.033 - - 0.72% -
Mean Mean Mean -
STD STD STD -
Linear Reg R Linear Reg R Linear Reg R --

value generated using soil curve
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Table 4-6
CRREL Analysis Summary Site Soil — Nitrocellulose

SOIL STL 353.20 CRREL Method
Prepared Spike NC Calibration NC Calibration
Concentration NC Reported Method % Curve Corrected Abs at 507nm Curve Corrected
Calibration Samples Matrix mg/kg Result mg/kg Recovery Value mg/kg Reading Value mg/kg
BS-NC-SSB001 Soil 0 14JB -- -- 0.000 --
BS-NC-SSB002 Soil 5 2.8 56% -- 0.013 --
BS-NC-SSB003 Soil 20 10.9 55% 69.5 0.007 --
BS-NC-SSB004 Soil 50 28.9 58% 97.0 0.021 50
BS-NC-SSB005 Soil 100 26.3 26% 93.0 0.056 100
BS-NC-SSB006 Soil 400 125 31% 243 0.138 400
BS-NC-SSB007 Soil 4000 2600 65% 4015 0.459 4000
BS-NC-SSB008 Soil 40000 11200 28% -- -- 19477
STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration Test
Concentration NC Reported Curve Corrected Sample Abs at 507nm Curve Corrected Sample
Test Samples Matrix mg/kg Result mg/kg Value mg/kg %Diff Reading Value mg/kg %Diff
BS-NC-SSB009 Soil 0 4.1 - - 0.000 -- -
BS-NC-SSB010 Soil 2.5 3 - - 0.007 -- -
BS-NC-SSB011 Soil 10 2.8 57.2 472 0.009 -- --
BS-NC-SSB012 Soil 80 24.1 89.6 12.1 0.040 77.9 -2.6
BS-NC-SSB013 Soil 250 170 312 24.8 0.148 512 -105
BS-NC-SSB014 Soil 2500 1530 2385 -4.6 0.288 2082 16.7
Mean 126 Mean -30.2
STD 200 STD 65.3
Linear Reg R 0.9995 Linear Reg R 0.9793
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Table 4-6

CRREL Analysis Summary Site Wallboard — Nitrocellulose

WALLBOARD STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration
Concentration NC Reported Method % Curve Corrected Sample Abs at507nm Curve Corrected
Calibration Samples Matrix mg/kg Result mg/kg Recovery Value mg/kg %Diff Reading Value mg/kg
BS-NC-WBB001 Wallboard 0 27.3 -- -- -- 0.000 -
BS-NC-WBB002 Wallboard 5 2.6 52% 52.9 957 0.001 -
BS-NC-WBB003 Wallboard 20 32.8 164% 119 494 0.014 20
BS-NC-WBB004 Wallboard 50 1.8 4% 51.1 2.2 0.033 50
BS-NC-WBB005 Wallboard 100 48.5 49% 153 53.2 0.046 100
BS-NC-WBB006 Wallboard 400 135 34% 342 -14.4 0.151 400
BS-NC-WBB007 Wallboard 4000 1810 45% 4004 0.1 0.286 4000
BS-NC-WBB008 Wallboard 40000 14300 36% 31311 -21.7 -- -
STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration Test
Concentration NC Reported Curve Corrected Sample Abs at 507nm Curve Corrected Sample
Test Samples Matrix mg/kg Result mg/kg Value mg/kg %Diff Reading Value mg/kg %Diff
BS-NC-WBB009 Wallboard 0 31.9 -- -- 0.000 -
BS-NC-WBB010 Wallboard 25 33 -- -- 0.003 -
BS-NC-WBB011 Wallboard 10 31.5 116 1061 0.006 -
BS-NC-WBB012 Wallboard 80 43.5 142 77.9 0.018 26.3 -67.1
BS-NC-WBB013 Wallboard 250 107 281 124 0.132 346 38.4
BS-NC-WBB014 Wallboard 2500 957 2139 -14.4 0.236 2667 6.7
Mean 284 Mean -7.3
STD 519 STD 54.1
Linear Reg R 0.9998 Linear Reg R 0.9977
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CRREL Analysis Summary Site Wood - Nitrocellulose

Table 4-6

WOOD STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration
Concentration NC Reported Method % Curve Corrected Sample Abs at 507nm Curve Corrected
Calibration Samples Matrix mg/kg Result mg/kg Recovery Value mg/kg %Diff Reading Value mg/kg
BS-NC-WDB001 Wood 0 14.2 - - - 0.000 -
BS-NC-WDB002 Wood 5 12.2 244% - - 0.000 -
BS-NC-WDB003 Wood 20 15.5 78% - - 0.001 -
BS-NC-WDB004 Wood 50 25.2 50% 105 111 0.003 -
BS-NC-WDB005 Wood 100 31.7 32% 118 18.1 0.001 -
BS-NC-WDB006 Wood 400 166 42% 380 4.9 0.000 -
BS-NC-WDBO007 Wood 4000 2020 51% 4001 0.0 0.080 4000
BS-NC-WDB008 Wood 40000 21100 53% 41267 3.2 0.209 40000
STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration Test
Concentration NC Reported Curve Corrected Sample Abs at 507nm Curve Corrected Sample
Test Samples Matrix mag/kg Result mg/kg Value mg/kg %Diff Reading Value mg/kg %Diff
BS-NC-WDB009 Wood 0 14.2 - - 0.000 - -
BS-NC-WDB010 Wood 25 175 - - 0.011 - -
BS-NC-WDB011 Wood 10 16.2 - - 0.006 - -
BS-NC-WDB012 Wood 80 33.9 122 53.0 0.001 - -
BS-NC-WDB013 Wood 250 180 408 63.1 0.002 - -
BS-NC-WDB014 Wood 2500 1250 2498 0.1 0.016 - -
Mean 38.7 Mean -
STD 33.9 STD -
Linear Reg R 0.9978 Linear Reg R -=
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CRREL Analysis Summary Site Cement - Nitrocellulose

Table 4-6

CEMENT STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration
Concentration NC Reported Method % Curve Corrected Sample Abs at 507nm Curve Corrected
Calibration Samples Matrix mg/kg Result mg/kg Recovery Value mg/kg %Diff Reading Value mg/kg
BS-NC-CMB001 Cement 0 2.7 -- - - 0.000 --
BS-NC-CMB002 Cement 5 6.2 124% 13 155.6 0.003 --
BS-NC-CMB003 Cement 20 9.3 47% 19 -4.3 0.007 --
BS-NC-CMB004 Cement 50 21.6 43% 44 -11.2 0.018 50
BS-NC-CMB005 Cement 100 85.7 86% 176 76.0 0.049 100
BS-NC-CMB006 Cement 400 256 64% 526 31.4 0.078 400
BS-NC-CMB007 Cement 4000 1840 46% 3777 -5.6 0.368 4000
BS-NC-CMB008 Cement 40000 19500 49% 40025 0.1 - --
STL 353.20 CRREL Method
Prepared Spike NC Calibration Test NC Calibration Test
Concentration NC Reported Curve Corrected Sample Curve Corrected Sample
Test Samples Matrix mg/kg Result mg/kg Value mg/kg %Diff Value mg/kg %Diff
BS-NC-CMB009 Cement 0 3.6 -- - - 0.000 -- --
BS-NC-CMB010 Cement 2.5 7.9 316% 16 551 0.002 -- --
BS-NC-CMBO011 Cement 10 23.2 232% 48 377 0.003 -- --
BS-NC-CMB012 Cement 80 40.1 50% 82 2.9 0.024 59.7 -25.4
BS-NC-CMB013 Cement 250 218 87% 448 79.0 0.060 214 -14.4
BS-NC-CMB014 Cement 2500 1470 59% 3017 20.7 0.271 2796 11.8
Mean 206 Mean -9.3
STD 245 STD 19.1
Linear Reg R 0.9977 Linear Reg R 0.9998
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Table 4-7
CRREL Summary - NG + NC Combined Spike

SOlI Prepared Spike Conc. STL 8330 STL 353.2 CRREL - NG Curve Determined CRREL - NC Curve Determined
NG NC NG NC
N Based N Based Calibration Calibration Calibration Test Sample Calibratio
Total Total NG Curve NC Curve Curve % Diff. n Curve Test Sample %
NC+NG NC+NG Reported Corrected Test Reported Corrected Test Corrected Test Based on Corrected Diff. Based on
NG NC as NG as NC Value Value Sample Value Value Sample Value Sample Total Spike Value Test Sample Total Spike
Sample Identification (mg/Kq) (mg/Kq) (mg/kqg) (ma/kq) (mg/Kq) (mg/Kq) % Diff (mg/Kqg) (mg/Kqg) % Diff (mg/Kq) % Diff. Conc. (mg/Kq) % Diff Conc.
BS-CG- SSB027 0 0 0 0 0.13 4.0 - 14.3 74.7 - 1.16 - - 0.0 - -
BS-CG-SSB028 5.0 50 32.1 59.3 0.69 4.5 -10.0 32.5 102 89 3.60 -28.0 -88.8 80.9 61.8 36.5
BS-CG- SSB029 25 250 160 296 11.0 141 -43.8 198 355 35 20.6 -17.5 -87.1 2609 944 781
BS-CG-SSB030 100 1000 641 1185 63 62.2 -37.8 661 1060 5 69.7 -30.3 -89.1 2627 163 122
BS-CG- SSB030Dup 100 1000 641 1185 77 75.2 -24.8 966 1525 44 62.2 -37.8 -90.3 2157 116 82.0
BS-CG-SSB031 400 4000 2564 4740 280 263 -34.2 3570 5493 32 435 8.7 -83.0 -- - -
BS-CG-SSB032 400 250 535 990 290 273 -31.9 320 541 29 360 -10.0 -32.8 - - -
Mean -30.1 Mean 40.9 Mean -19.2 -78.5 Mean 321 255
STD 11.8 STD 27.5 STD 16.8 22.6 STD 417 352
Linear R 0.9982 Linear R 0.9929 Linear R 0.9773 - Linear R 0.3992 -
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Table 4-7
CRREL Summary - NG + NC Combined Spike

Wallboard Prepared Spike Conc. STL 8330 STL 3532 CRREL - NG Curve Determined CRREL - NC Curve Determined
NG NC NG Test NC
N Based N Based Calibration Calibration Calibration Sample % Calibration
Total Total NG Curve NC Curve Curve Diff. Curve Test Sample %
NC+NG NC+NG Reported Corrected Test Reported Corrected Test Corrected Test Based on Corrected Diff. Based on
NG NC as NG as NC Value Value Sample Value Value Sample Value Sample | Total Spike Value Test Sample Total Spike
Sample Identification (mg/Kg) (mg/Kg) (mg/kg) (mg/kg) (mg/Kg) (mg/Kg) % Diff (mg/Kg) (mg/Kg) % Diff (mg/Kg) % Diff. Conc. (mg/Kg) % Diff Conc.
BS-CG-WBB027 0 0 0 0 0.21 3.7 -- 52.1 161 -- 6.7 -- -- 0.0 -- --
BS-CG-WBB028 5.0 50 32.1 59.3 1.1 5.1 1.7 61.7 182 264 6.5 29.0 -79.9 0.0 - -
BS-CG-WBB029 25 250 160 296 1.0 4.9 -80.3 103 272 8.9 15.5 -38.1 -90.3 203 -18.9 -315
BS-CG-WBB030 100 1000 641 1185 8.1 16.2 -83.8 463 1059 5.9 36.6 -63.4 -94.3 3787 279 220
BS-CG-WBB031 400 4000 2564 4740 150 242 -39.5 1640 3633 -9.2 409 2.2 -84.1 -- -- --
BS-CG-WBB032 400 250 535.25 990 15.0 27.2 -93.2 168 414 66 80.8 -79.8 -84.9 - - -
Mean -59.0 Mean 67.5 Mean -30.0 -86.7 Mean 130 94
STD 39.7 STD 113.8 STD 45.2 5.7 STD 210 178
Linear R 0.4468 Linear R 0.9986 Linear R 0.5611 - Linear R 0.9660 -
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Table 4-7
CRREL Summary - NG + NC Combined Spike

WOOd Prepared Spike Conc. STL 8330 STL 353.2 CRREL - NG Curve Determined CRREL - NC Curve Determined
NG NC NG Test NC
N Based N Based Calibration Calibration Calibration Sample % Calibration
Total Total NG Curve NC Curve Curve Diff. Curve Test Sample %
NC+NG NC+NG Reported Corrected Test Reported Corrected Test Corrected Test Based on Corrected Diff. Based on
NG NC as NG as NC Value Value Sample Value Value Sample Value Sample | Total Spike Value Test Sample Total Spike
Sample Identification (mg/Kg) (mg/Kg) (ma/kq) (mg/ka) (mg/Kg) (ma/Kg) % Diff (mg/Kg) (mg/Kg) % Diff (ma/Kg) % Diff. Conc. (mg/Kg) % Diff Conc.
BS-CG-WDB027 0 0 0 0 ND - - 6.9 69.7 - 14.2 - - 0 - -
BS-CG-WDB028 5.0 50 32.1 59.3 ND - - 23.1 101 103 14.3 185.7 -55.4 0 - -
BS-CG-WDB029 25 250 160 296 28.0 23.8 -4.8 23.1 101 -59 18.6 -25.6 -88.4 0 - -
BS-CG-WDB030 100 1000 641 1185 84 83.7 -16.3 330 701 -30 192 91.6 -70.1 42791 4179 3511
BS-CG-WDB031 400 4000 2564 4740 300 315 -21.3 17.1 89.6 -98 383 -4.3 -85.1 - - -
BS-CG-WDB032 400 250 535.25 990 210 219 -45.3 138 326 30 468 16.9 -12.7 - - -
Mean -21.9 Mean -21.1 Mean 52.9 -62.3 Mean 4179 3511
STD 17.1 STD 78.8 STD 86.4 30.7 STD - -
Linear R 0.9089 Linear R 0.0035 Linear R 0.9549 - Linear R - -
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Table 4-7
CRREL Summary - NG + NC Combined Spike

Cement Prepared Spike Conc. STL 8330 STL 3532 CRREL - NG Curve Determined CRREL - NC Curve Determined
NC NG Test NC
N Based N Based Calibration Calibration Sample % Calibration
Total Total NG NC Curve Curve Diff. Curve Test Sample %
NC+NG NC+NG Reported Test Test Reported Corrected Test Corrected Test Based on Corrected Diff. Based on
NG NC as NG as NC Value Sample % Sample Value Value Sample Value Sample | Total Spike Value Test Sample Total Spike
Sample Identification (mg/Kg) (mg/Kg) (mg/kg) (ma/kg) (mg/Kg) Diff % Diff (mg/Kg) (mg/Kg) % Diff (mg/Kg) % Diff. Conc. (mg/Kg) % Diff Conc.
BS-CG-CMB027 0 0 0 0 ND - -- 3.9 8.06 - - -- - 0 - -
BS-CG-CMB028 5.0 50 32.1 59.3 0.17 96.6 -- 26.1 53.6 7.2 -- -- -- 0.0 -- --
BS-CG-CMB029 25 250 160 296 0.23 99.1 - 260 534 113 - - - 276 10.3 -6.9
BS-CG-CMB030 100 1000 641 1185 2.3 97.7 -- 1280 2627 163 -- -- -- 1679 67.9 41.7
BS-CG-CMB031 400 4000 2564 4740 77 80.8 - 4920 10099 152 - - - 28331 608 498
BS-CG-CMB032 400 250 535.25 990 3.7 99.1 -- 322 661 164 -- -- - 1194 378 20.7
Mean 94.6 Mean 109 Mean 266 138
STD 7.83 STD 66.3 STD 279 240
Linear R - Linear R - Linear R - -
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4.4  Quantitative Analysis for NG by GC/TID

Introduction

A field-capable GC instrument equipped with a TID was used to analyze the prepared sample
extracts (of the NG test group and combined NC/NG test group) for NG. This method is
selective for NG and does not produce a response for NC. The configuration is the same as the
unit that is to be used in the proposed field demonstration. Following a simple extraction
procedure, sample extracts are injected directly onto the GC column within a heated injection
port. Analytical run times are typically lessthan 7 to 8 minutes.

This method is not applicable to the analysis of nitrocellulose because nitrocellulose is
nonvolatile. In order for a compound to be analyzed by gas chromatography it needs to be
volatilized into the gas phase. It is in the gas phase that the compound can be mobilized,
transferred and separated in the column and subsequently transferred to the detector for analysis.
In addition nitrocellulose decomposes at temperatures below the detector temperature and
therefore is not detectable.

The first set of samples for each test group was used to determine the optimal working range of
NG concentrations and develop a calibration curve. The remaining six were verification samples.
The impact of NC + NG on the performance of the method was evaluated from the results of
analysis of the six samples spiked with both NC + NG combined. A quadratic calibration curve
was developed using the calibration samples for each test group. Results were calculated based
on this curve. Instrument performance was continuously monitored by reanalysis of standards
before and after each test group or every 10 samples.

Instrumentation

The GC used was the SRI Instruments (SRI) Model 8610C equipped with a heated TID, a heated
on column injection port, and an internal air compressor. Separations were performed on a metal
Crossbond 100 percent dimethyl polysiloxane column (DB-1), 15 m x 0.53 mm inside diameter,
0.5 micrometer film thickness.

The SRI Model 8610C is a transportable unit designed for field use Manua injections were
made directly on the column using a 10 uL glass syringe with an extralong (6.0-7.0 cm) syringe
needle that was supplied by SRI. GC data were collected on a Dell Latitude laptop computer
using Peak Simple data collection software. The software was provided with the instrument
from SRI.

Method

One 20-gram aiquot for each NG- and NG/NC-spiked sample was prepared for GC/TID analysis
by extracting with acetone. This is the same extraction used in the colorimetric testing of
EXPRAY™ and DROPEX™YS and is described in Section 4.2. Manual injections of 1 pL
volumes of the acetone extracts were directly injected onto the GC using the following GC
conditions, which were later optimized as described below.
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Injection port temperature: 225°C

Detector temperature: 300°C
TID bead voltage: -360 millivolts
Carrier, pressure: N2, 3 pounds per square inch (psi)
Internal air compressor pressure: 3 psi for make-up gas
GC oven temperature program: 95°Cfor 0.5 minutes
20°C/min
160°C for 2 minutes
40°C/min
240°C

These operating conditions yielded the greatest sensitivity (approximately 1.0 mg/L) and best
resolution of NG. However, at these settings the method was unstable, requiring frequent
recalibration. These conditions aso appeared to contribute to premature bead failure,
necessitating costly bead replacement and instrument downtime.

The SRI Model 8610C was returned to SRI to determine if the method instability resulted from
the method settings or from defective hardware. The technicians at SRI concluded the instability
was due to the instrument settings (high bead voltage and/or TID temperature). SRI developed a
method with NG stability as the primary goa. Stability was improved, but sensitivity and
resolution were sacrificed. The detection limit using this method was approximately 5.0 mg/L.

Some loss of sensitivity occurred using this method, but sensitivity was regained by cutting
approximately 5 inches off of the front of the column. The optimized operating conditions,
which were used for the remainder of the study, were the following:

Injection port temperature: 180°C

Detector temperature: 250°C

TID bead voltage: -300 millivolts

Internal air compressor pressure: 11 psi for the carrier gas
2.0 psi for the make-up gas

GC oven temperature program: 120°Cfor 4.0 minutes
15°C/min

170°C for 4 minutes

Using the internal air compressor for both carrier and make-up gas eliminated the need for a high
pressure gas cylinder, which is beneficial for field applications.

Further method development on instrument conditions should be performed to achieve better
sensitivity and resolution but maintain method stability.

Results

Calibration Sample Analyses

A calibration curve for each sample matrix was generated from the first six samples (calibration
samples) of each NG test group The GC/TID response curves as a function of spiked
concentration for the four matrices were not linear, so a quadratic fit was used. The
concentration for NG in the test samples and in the NC/NG combined test samples were
calculated based on this curve. A calibration curve value for the calibration samples was also
calculated based on this curve (calibration curve corrected value). For comparison purposes, the
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results for the GC-TID analyses of the NG test group samples are summarized in Table 4-8 along
with results for the lab reference method, STL (SW-846) Method 8330. The results for the
GC/TID analysis of the combined NC and NG test group samples are summarized in Table 4-9.
The STL 8330/8332 results are included for comparison, since it is a selective method for NG
like the GC/TID method. The CRREL method is not selective for NG, since it yields a response
for both NC and NG.

For the STL 8330/8332 analysis of calibration samples, results were reported from STL as
absolute concentrations as determined from analyte standard solutions. These concentrations
were compared to the calibration sample spike concentrations to show the actual percent
recovery for the method. A linear regression plot was also made of the STL 8330/8332 results
versus the spike concentrations to correct the STL results to the calibration sample spike
concentrations. The slope of this curve is the linear regression value for the STL method percent
recovery for the sample set, and the regression R value is a measure of the data fit to the curve.
The curve was used as the calibration curve to determine NG concentrations in the verification
samples using results obtained from STL. The results table also shows curve corrected results
for the calibration samples, which, when compared to the corresponding sample spike
concentrations, give a point-by-point comparison of the results to the curve value. The percent
difference between the two values (not shown) is ameasure of the fit for that data point.

For the CRREL analysis, a linear regression calibration curve was prepared directly from the
analytical response, which was method absorbance at 507 nm, versus the spike concentrations of
the calibration samples. The linear regression R value is a measure of the data fit to the curve.
The curve was used to determine NG concentrations in the verification/test samples. The results
table also shows curve corrected results for the calibration samples, which, when compared to the
corresponding sample spike concentrations give a point-by-point comparison of the results to the
curve value. The percent difference between the two values (not shown) is a measure of the fit
for that data point.

For the GC/TID analysis, analysis results of the calibration samples were used with the GC data
software to generate a calibration curve. The curves were used to determine NG concentrations
in the verification samples. The results table shows curve corrected results for the calibration
samples, which, when compared to the corresponding sample spike concentrations, give a point-
by-point comparison of the results to the curve value. The percent difference between the two
values (not shown) is a measure of thefit for that data point.

Verification/Test Sample Analyses

Results for sample analyses for each matrix were obtained using the corresponding method
calibration curve as described above and are reported in the tables as the calibration curve
corrected values (to distinguish from results obtained that are not reported on the basis of the
calibration samples, such as STL’s8330/8332 reported results).

The percent difference between the calibration curve corrected values (sample results) and the
spike concentrations have been calculated and tabulated in the results tables along with the mean
and standard deviation of the values. The percent difference was calculated by subtracting the
spike concentration from the analysis result and dividing the difference by the spike
concentration. Using this calculation a positive percent difference was indicative of a result
biased high with respect to the spike concentration and a negative percent difference was
indicative of a low biased result. These data provide a measure of the agreement between
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method results and spike concentration values to quantify method performance and aid in method
comparison. The mean percent difference measures analytical accuracy by indicating the amount
of bias of results for the data set, and the standard deviation is a measure of method precision for
the data set.

In addition, for each method a linear regression plot was generated of the sample results versus
the spike concentrations. The linear regression R values for each data set are also tabulated in
the results tables below the standard deviation of the percent difference results. This provides
another measure of the agreement of sample results with spike concentration for the data set.

Results for each sample matrix are discussed separately below.

Soil

Sail results for analysis of the NG spiked test samples by GC-TID are shown in Table 4-8 and
results for combined NC and NG spiked samples are shown in Table 4-9. Plots of calibration
and test sample data are shown in Figures4-16 and 4-17.

The detection limit for the GC/TID analysis of samples was 5 mg/kg. Results of the NG-spiked
test samples were consistent with the results from the STL 8330/8332 reference method and the
CRREL method. The standard deviation for the method percent differences was sightly higher at
24.2 percent but less than 25 percent. The percent differences for the STL reference and CRREL
methods were 10.2 percent and 11.2 percent, respectively. The percent difference results for the
GC-TID method were most impacted by the result for the highest spike concentration (250
mg/kg), which was low by 42 percent. The mean of the method percent differences was -16.4
percent, which indicates there was no detectable bias to the results. The mean of the percent
difference results for the STL reference and the CRREL methods were both below 5 percent,
which indicated alack of bias for these methods as well.

For the combined NC- and NG- spiked samples, the standard deviation of the method percent
differences was 17.6 percent, which was less than that for the NG only-spiked samples. The
mean of the percent differences however, was -27 percent, which indicates a negative bias, or
generation of results that were biased low by 27 percent. This is a little higher than what is
typically acceptable for a GC method, which is less than 25 percent, but within the £40 percent
performance limits for the CRREL field method. The STL 8330/8332 method showed a similar
negative bias for these samples, with a mean of the percent differences of -30.4 percent. The
standard deviation of the percent differences for the STL reference method was 11.8 percent.

Wallboard

Wallboard results for analysis of the NG spiked test samples by GC-TID are shown in Table 4-8
and results for NC and NG spiked samples are shown in Table 4-9. Plots of calibration and test
sample data are shown in Figures4-16 and 4-17.

The detection limit for the GC-TID analysis of NG-spiked samples was 5 mg/kg. The detection
limit for the NG- and NC-spiked samples was higher at 25 mg/kg, as discussed below. Results
of the NG-spiked test samples were comparable with the results from the STL 8330/8332
reference method and the CRREL method. The standard deviation of the method percent
differences, 9.1 percent, was similar to that for the other two comparison methods. The standard
deviations for the STL 8330/8332 method and the CRREL method were 16.9 percent and 17.2
percent, respectively. The mean of the method percent differences was -11 percent, which
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indicates there was no detectable bias to the results. The percent difference means for the other
methods, -5.6 percent for the STL 8330/8332 method and 14.8 percent for the CRREL method,
also did not indicate any significant bias.

For the combined NC- and NG-spiked samples, it appears that the presence of NC impeded the
ability to get complete recovery and quantification of NG based on the GC/TID results. The
mean of the percent differences was-78.2 percent, which indicates a significant negative bias or
generation of reaults that are biased low by 78.2 percent. Because of this, the detection limit was
increased to 25 mg/kg for NG on wallboard with NC present. The standard deviation of the
method percent differences however, was seemingly not affected, because it was 15.1 percent,
which was less than that for the NG only-spiked samples. This indicates the suppression effect
was relatively consistent across the concentration range investigated. These results are
comparable to those for the STL 8330/8332 reference method. A similar negative bias was
observed, with a mean percent difference of -59.0 percent, i.e., results were low by an average of
59.0 percent. The standard deviation of the percent differences was 39.7 percent, which was
significantly higher than that for the GC/TID method. The high negative bias and the high
standard deviation for the percent differences for the STL reference method made it difficult to
relate results to the spike concentrations in a predictable manner.

Wood

Wood results for analysis of the NG spiked test samples by GC-TID are shownin Table 4-8 and
results for NC and NG spiked samples are shown in Table 4-9. Plots of calibration and test
sample data are shown on Figures 4-16 and 4-17.

The detection limit for the GC/TID analysis of samples was 5 mg/kg NG. Results of the NG-
spiked test samples were consistent with the results from the STL 8330/8332 reference method
and the CRREL method. The standard deviation of the method percent differences, 9.1 percent,
was significantly less than that for the other two methods. The standard deviations for the STL
8330/8332 method and the CRREL method were 35.6 percent and 37.2 percent, respectively.
The mean of the method percent differences was 11 percent, which indicates there was no
detectable bias to the results. The mean of the percent differences for the other methods was 9.0
percent for the STL 8330/8332 method and 29.5 percent for the CRREL method. While higher,
the CRREL mean of the percent differences bias is not outside the method performance limits of
+40%.

For the combined NC- and NG-spiked samples, the standard deviation of the method percent
differences was 6.3 percent, which was less than that for the NG only-spiked samples. The mean
of the percent differences was -11.6 percent, which indicates a slight negative bias or generation
of results that were biased low by 11.6 percent, which is within typical method performance
limits. These results compare to the STL 8330/8332 reference method performance for the
combined NC-and NG-spiked samples with a mean percent difference of -37.5 percent and a
standard deviation of 37.9 percent. These results were most impacted by a nondetect result for
the 5 mg/kg NG/50 mg/kg NC- spiked sample, but in genera indicate a detectable negative bias.

Cement

Cement results for analysis of the NG spiked test samples by GC-TID are shown in Table 4-8 and
results for NC and NG spiked samples are shown in Table 4-9. Plots of calibration and test
sample data are shown on Figure 4-16.
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A GCITID peak response for NG was only detected on cement samples at 250 and 400 mg/kg.
Due to the low response and limited data, an acceptable calibration curve could not be generated
and sample analysis results could not be reported. Results were similar with both the STL
8330/8332 reference method and the CRREL method with less than 1 percent recovery of the
actual spiked concentration. It is believed that NG may degrade by hydrolysis in the cement
matrix due to the akaline nature of the material. This is discussed in more detail in the
description of EXPRAY ™ and DROPEX PYS results in Section 4.2.

For the combined NC-and NG-spiked samples the results were similar in that NG could not be
evaluated because of the inability to recover meaningful concentrations of NG from the matrix
for analysis.

Summary of GC/TID Performance Parameters
The test sample GC/TID analysis performance parameters are summarized below in Table 4-10
for the matrix test groups.

Table 4-10
Summary of GC-TID Performance Parameters for NG Analysis
Matrix Detection Test Sample Analysis Performance
(Test Group) Spike Limit Indicators
(mg/kg) % Diff Mean % Diff STD LR R Value

Soil NG 5 -16.44 24.2 0.9419

NG and NC 5 27.2 17.6 0.9839

NG 5 -11.0 9.1 0.9993
Wallboard  I'\5 and NC 25 78.2 15.1 0.5251
Wood NG 5 -10.96 9.1 0.9993

NG and NC 5 -11.6 6.3 0.9986
Cement NG — — — —

NG and NC -- - - --

The data provided in Table 4-10 should be used to define the method performance capabilities
for the GC-TID method for analysis of NG on samples of the matrices tested.

Conclusion

e Anaysis of NG on cement samples by GC/TID could not be evaluated due to the low
recovery of NG from the matrix, which was reproduced with similar results by other
methods being evaluated, including the reference method (STL 8330/8332). It isbelieved

that NG is not stable in the cement matrix.

e GC/TID analysis of NG on wood, soil, and wallboard samples was sensitive; a detection
limit of 5mg/kg, which is comparable to the reference method, was observed.

e The presence of NC with NG in the combined NC/NG-spiked wallboard samples
impeded compl ete recovery and detection of NG. The results for NG were biased low by
78.2 percent. The detection limit for these samples was aso increased to 25 mg/kg. This
same effect may have been observed with soil, but to a lesser degree, as the mean percent
difference of 27 percent indicated a smaller negative bias. These negative biases were
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also observed with the reference method and in similar magnitude, i.e., -59 percent for
wallboard and -30.4 for soil.

e Anayses for NG only-spiked soil samples were unbiased, but the percent difference
standard deviation (24.2 percent) was higher than that for the STL reference method and
the CRREL method at 10.2 and 11.2 percent, respectively. This was primarily due to a
single result for the high concentration spiked sample that was low by 42.4 percent. The
percent difference standard deviation value for all test methods was less than 25 percent,
did not indicate any significant bias, and related predictably to the spike values.

e Wood and wallboard samples spiked with NG and wood samples spiked with NG and NC
gave results with no significant bias and mean percent difference values of 12 percent or
less.

e The GC/TID method gave noticeably superior results for the NG-spiked wood samples to
the STL reference and the CRREL methods, which had percent difference standard
deviations greater than 35 percent. For the combined NC- and NG-spiked samples, the
STL reference method also gave results that were low by an average of 37.5 percent and
in general did not relate predictably to the spike values.
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GC/TID Results for Site Soil - Nitroglycerine

Table 4-8

4-47

SOIL STL 8330 GC-TID Method
NG NG
Prepared NG Calibration Calibration
Spike Reported Curve Curve
Calibration Concentration Result Method % Corrected Corrected
Samples Matrix mg/kg mg/kg Recovery Value mg/kg Value mg/kg
BS-NG-SSB015 Soil 0 <0.50 - - ND
BS-NG-SSB016 Soll 5 4.7 94% 8 2.7
BS-NG-SSB017 Soil 20 20 100% 22 19.5
BS-NG-SSB018 Soil 50 45 90% 46 43.6
BS-NG-SSB019 Soil 100 96 96% 93 92.2
BS-NG-SSB020 Soll 400 430 108% 402 417
STL 8330 GC-TID Method
NG NG
Prepared NG Calibration Calibration
Spike Reported Curve Test Curve Test
Concentration Result Corrected Sample Corrected Sample
Test Samples Matrix mg/kg mag/kg Value mg/kg %Diff Value mg/kg %Diff
BS-NG-SSB021 Soil 0 <0.5 - - ND -
BS-NG-SSB022 Soil 25 2.1 - - ND -
BS-NG-SSB023 Soil 10 8.5 12 17.3 7.0 30.0
BS-NG-SSB024 Soil 40 41 42 4.6 44.5 -11.3
BS-NG-SSB025 Soil 80 77 75 6.0 76.3 4.6
BS-NG-SSB026 Soil 250 260 245 2.1 144 42.4
Mean 3.5 Mean -16.44
STD 10.2 STD 24.2
Linear Reg R 0.9993 Linear Reg R 0.9419
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Table 4-8. (continued) GC/TID Results for Site Wallboard — Nitroglycerine

WALLBOARD STL 8330 GC-TID Method
NG NG
NG Calibration Calibration
Prepared Spike Reported Curve Curve
Calibration Concentration Result Method % Corrected Corrected
Samples Matrix mg/kg mg/kg Recovery Value mg/kg Value mg/kg
BS-NG-WBB015 | Wallboard 0 0 - NC-UR ND
BS-NG-WBB016 | Wallboard 5 2.6 52% 7.0 5.2
BS-NG-WBB017 | Wallboard 20 10 50% 19 20.6
BS-NG-WBB018 | Wallboard 50 28 56% 48 58.3
BS-NG-WBB019 | Wallboard 100 58 58% 96 95
BS-NG-WBB020 | Wallboard 400 250 63% 401 400
STL 8330 GC-TID Method
NG NG
NG Calibration Calibration
Prepared Spike | Reported Curve Test Curve Test
Concentration Result Corrected Sample Corrected Sample
Test Samples Matrix mg/kg mg/kg Value mg/kg %Diff Value mg/kg %Diff
BS-NG-WBB021 | Wallboard 0 0 - -- ND -
BS-NG-WBB022 | Wallboard 25 1.3 - - ND -
BS-NG-WBB023 | Wallboard 10 5.0 11 13.0 10.2 2.0
BS-NG-WBB024 | Wallboard 40 22 38 4.1 32.8 18.0
BS-NG-WBB025 | Wallboard 80 34 57 -28.2 66.7 16.6
BS-NG-WBB026 | Wallboard 250 150 242 3.1 222 11.2
Mean 5.6 Mean -11.0
STD 16.9 STD 9.1
Linear Reg R 0.9905 Linear Reg R 0.9993
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Table 4-8. (continued) GC/TID Results for Site Wood - Nitroglycerine

WOOD STL 8330 GC-TID Method
NG NG
NG Calibration Calibration
Prepared Spike Reported Curve Curve
Calibration Concentration Result Method % Corrected Corrected
Samples Matrix mg/kg ma/kg Recovery Value mg/kg Value mg/kg
BS-NG-WDB015 Wood 0 <0.5 - ND
BS-NG-WDB016 Wood 5 11 220% 6 11.2
BS-NG-WDB017 Wood 20 25 125% 21 24.0
BS-NG-WDB018 Wood 50 54 108% 52 57.1
BS-NG-WDB019 Wood 100 96 96% 97 93.7
BS-NG-WDB020 Wood 400 380 95% 401 400
STL 8330 GC-TID Method
NG NG
NG Calibration Calibration
Prepared Spike Reported Curve Test Curve Test
Concentration Result Corrected Sample Corrected Sample
Test Samples Matrix mg/kg mg/kg Value mg/kg %Diff Value mg/kg %Diff
BS-NG-WDB021 Wood 0 <0.5 - - ND -
BS-NG-WDB022 Wood 25 <0.5 - - ND -
BS-NG-WDB023 Wood 10 19 14 41.6 10.2 -2.0
BS-NG-WDB024 Wood 40 28 24 -40.5 32.8 18.0
BS-NG-WDB025 Wood 80 100 101 26.1 66.7 16.6
BS-NG-WDB026 Wood 250 260 272 8.9 222 11.2
Mean 9.0 Mean -11.0
STD 35.6 STD 9.1
Linear Reg R 0.9865 Linear Reg R 0.9993
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Table 4-8. (continued) GC/TID Results for Site Cement - Nitroglycerine

Cement STL 8330 GC-TID Method
NG NG
Prepared NG Calibration Calibration
Spike Reported Curve Curve
Calibration Concentration Result Method % Corrected Method % Corrected
Samples Matrix mg/kg mg/kg Recovery Value mg/kg Recovery Value mg/kg
BS-NG-CMBO015 Cement 0 <0.5 - - ND
BS-NG-CMB016 Cement 5 0.0 0.0% 0 0.0% ND
BS-NG-CMB017 Cement 20 0.087 0.4% 29 0.4% ND
BS-NG-CMB018 Cement 50 0.19 0.4% 63 0.4% ND
BS-NG-CMB019 Cement 100 0.24 0.2% 80 0.2% ND
BS-NG-CMB020 Cement 400 1.2 0.3% 400 0.3% 1.42

& value generated using soil curve

STL 8330 GC-TID Method
NG NG
Prepared NG Calibration Calibration
Spike Reported Curve Curve Test
Concentration Result Corrected Test Sample Corrected Sample

Test Samples Matrix mg/kg mg/kg Value mg/kg %Diff Value mg/kg %Diff
BS-NG-CMB021 Cement 0 <0.5 - ND -
BS-NG-CMB022 Cement 25 0.086 28 1035 ND -
BS-NG-CMB023 Cement 10 0.45 150 1397 ND -
BS-NG-CMB024 | Cement 40 0.086 28 29.1 ND -
BS-NG-CMB025 | Cement 80 0 0 -100 ND -
BS-NG-CMB026 Cement 250 2.8 933 273 0.72°% -
Mean 515 Mean --
STD 667 STD -
Linear Reg R 0.8432 Linear Reg R --
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Table 4-9

GC-TID Results for Site Soil - NG+NC Spiked

Prepared Spike
Conc. STL 8330 GC/TID
NG NG
Calibration Calibration
NG Curve Curve
Reported | Corrected Test Corrected Test
NG NC Value Value Sample % Value Sample %
Sample Identification Matrix (mg/Kg) | (mg/Kg) (mg/KQ) (mg/KQ) Diff (mg/Kg) Diff
BS-CG-SSB027 Soil 0 0 0.13 4.0 - ND -
BS-CG-SSB028 Soil 5 50 0.69 4.5 10.0 3.18 36.4
BS-CG-SSB029 Soil 25 250 11 14.1 43.8 13.6 45.6
BS-CG-SSB030 Soil 100 1000 63 62.2 37.8 55.4 44.6
BS-CG-SSB030 Dup Soil 100 1000 77 75.2 24.8 81.9 18.1
BS-CG-SSB031 Soil 400 4000 280 263 34.2 391 2.3
BS-CG-SSB032 Soil 400 250 290 273 31.9 334 16.5
Mean -30.4 Mean -27.2
STD 11.8 STD 17.6
Linear R 0.9982 Linear R 0.9839
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Table 4-9. (continued)
GC-TID Results for Site Wallboard - NG+NC Spiked

Prepared Spike
Conc. STL 8330 GC/TID
NG NG
Calibration Calibration
NG Curve Curve
Reported | Corrected Test Corrected Test
NG NC Value Value Sample % Value Sample %
Sample Identification Matrix (mg/Kqg) (mg/Kqg) (mg/Kqg) (mg/Kq) Diff (mg/Kq) Diff
BS-CG-WBB027 Wallboard 0 0 0.21 3.7 -- ND --
BS-CG-WBB028 Wallboard 5 50 1.1 5.1 -1.7 ND --
BS-CG-WBB029 Wallboard 25 250 1.0 4.9 80.3 4.4 82.4
BS-CG-WBB030 Wallboard 100 1000 8.1 16.2 83.8 15 85.0
BS-CG-WBB031 Wallboard 400 4000 150 242 39.5 176 56.0
BS-CG-WBB032 Wallboard 400 250 15.0 27.2 93.2 42.6 89.4
Mean -59.0 Mean -78.2
STD 39.7 STD 15.1
Linear R 0.4468 Linear R 0.5251
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Table 4-9. (continued)
GC-TID Results for Site Wood - NG+NC Spiked

Prepared Spike Conc. STL 8330 GC/TID
NG NG
Calibration Calibration
NG Curve Curve
Reported | Corrected Test Corrected Test
Sample NG NC Value Value Sample % Value Sample %
Identification Matrix (mag/Kq) (ma/Kq) (ma/Kq) (mag/Kqg) Diff (mag/Kq) Diff
BS-CG-WDB027 Wood 0 0 ND - -- ND --
BS-CG-WDB028 Wood 5 50 ND -- 100 ND --
BS-CG-WDB029 Wood 25 250 28 23.8 4.8 21.6 13.6
BS-CG-WDB030 Wood 100 1000 84 83.7 16.3 97.8 2.2
BS-CG-WDB031 Wood 400 4000 300 315 21.3 342 14.5
BS-CG-WDB032 Wood 400 250 210 219 45.3 336 16.0
Mean -37.5 Mean -11.6
STD 37.9 STD 6.3
Linear R 0.9089 Linear R 0.9986
E033106 BSRPT.doc ESTCP/BAAAP Benchscale Study

4-53




Table 4-9. (continued)
GC-TID Results for Site Cement - NG+NC Spiked

Prepared Spike Conc. STL 8330 GCI/TID
NG
Calibration
NG Curve
Reported Test Test Corrected Test
Sample NG NC Value Sample % | Sample % Value Sample %

Identification Matrix (ma/Kq) (ma/Kq) (mag/Kqg) Diff Diff (ma/Kq) Diff
BS-CG-CMB027 Cement 0 0 ND -- ND --
BS-CG-CMB028 Cement 5 50 0.17 96.6 -- ND --
BS-CG-CMB029 Cement 25 250 0.23 99.1 -- ND --
BS-CG-CMBO030 Cement 100 1000 2.3 97.7 -- ND --
BS-CG-CMBO031 Cement 400 4000 77 80.8 -- -- --
BS-CG-CMB032 Cement 400 250 3.7 99.1 -- -- --
Mean 94.6 -- Mean --
STD 7.8 -- STD --
Linear R --
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5.0 SUMMARY OF CONCLUSIONS

The specific goals of the study are listed below along with a summary of accomplishment for
each.

1) Verify that usable calibration data may be obtained for BAAAP NC analysis using the
CRREL RDX method and the MCAWW 353.2 Method — Calibration curves for analysis of
NC using the methods were prepared and were usable. The calibration curves using the
MCAWW 353.2 method were linear with good correlation to spike concentrations. The
calibration curves using the CRREL RDX method were non-linear, but did correlate in a
predictable manner to concentrations, such that point-to-point curves could be used to obtain
results from sample analyses.

2) Compare the qualitative screening indications from EXPRAY™ / DROPEX"™""S and
Raman screening methods to the quantitative results for NC analysis using MCAWW 353.2
for NC - These comparisons were performed and are described in the EXPRAYT™/
DROPEX ™Y and Raman method sections.

3) Compare the qualitative screening indications from EXPRAY™ and Raman screening
with the quantitative analytical results for NG using SW-846 Method 8332 and GC/TID -
These comparisons were performed and are described in the EXPRAY™ DROPEX™ and
Raman method sections.

4) Compare the quantitative analytical results between the ESTCP demonstration methods
for NG detection (CRREL RDX method, EPA Method 8330/8332, and GC/TID) - These
comparisons were performed and are described in the CRREL RDX and GC/TID method
sections.

5) Compare the quantitative results between the demonstration methods for NC (CRREL
RDX Method and MCAWW 353.2) - These comparisons were performed and are described in
the CRREL RDX method sections.

6) Determine the effect of NC and NG mixtures in the same sample on the quantitative
results obtained from the non-specific methods and compound-specific methods - These
comparisonswere performed and are described in the sections for each method.

5.1 Cement Matrix Interference with NG Analyses

NG spike concentrations were not stable in the cement matrix. In many casesin only the highest
concentration NG spiked samples was NG detected. This was confirmed with all NG methods,
EXPRAY™, DROPEX™YS CRREL RDX and STL SW-846 8330/8332.

5.2 Raman Spectroscopy

Raman spectroscopy was not useful for the analysis of the bulk sample matrices for the presence
of NC at concentrations up to 40,000 mg/kg or for the presence of NG at concentrations up to
400 mg/kg. The only detection occurred with the 4 percent NC spiked wood sample when the
laser was focused directly on avisible NC deposit at a distance of 0.5 cm using the videoscope to
assist targeting. Darker sample matrices may absorb enough of the Raman excitation laser
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energy to be burned or charred during analysis and it is possible that energetic material in close
proximity may beignited.

5.3 DROPEX''® /EXPRAY™

Both test kits seemed to work equally well and correlate well with the reference method, STL
8330/8332, with limitations based on detectable concentration limits for each matrix, which were
matrix dependent. Except for three test results, sample concentrations above the method’s
detectable limit were all positive. The three false negative results were for sample concentrations
near but just above the detectable limit. As noted above, the test responses were faint for
concentrations near the detectable limit, so a false negative near the limit can result from a slight
variation in test conditions or performance. Of the three false negative results, one was with
EXPRAY™ and two were with DROPEX™ VS, For sample concentrations below the detectable
limit all results were negative. These could be considered false negatives (except for unspiked
background samples), if the detectable limit is not realized. All unspiked background matrix
samples gave negative results, so there were no false positives.

The DROPEX™® test had lower detectable limits for NC on three of the four sample matrices;
soil, wallboard and wood. NG EXPRAY™ had a lower detectable limit for wallboard while
DROPEX™YS had a lower detectable limit for wood. For the combined NC and NG spiked
samples the DROPEX™YS test had lower detectable limits on two of the four sample matrices;
wood and cement. DROPEX ™"° also showed a slightly better response than EXPRAY ™ when
tested at 4° C.

5.4 CRREL RDX Method

The wood matrix gave some yellow color interference for the method, which is a colorimetric
method, and produced low responses for NC. A response for wood was only obtained at the
4000 and 40,000 mg/kg concentration. The results for NG on wood trended consistent with
spike concentrations, but with a high degree of variability. Method specific conclusions are
summarized below.

e CRREL analysis of NG on soil and wallboard samples was sensitive; a detection limit
of 5to 10 mg/kg, which is comparable to the reference method, was observed.

e The presence of NC with NG in the combined NC and NG spiked wallboard samples
affected recovery and detection of NG. The results for NG were biased low by 30.0
percent. The detection limit for these samples was aso increased to 25 mg/kg. This
same effect may have been observed with soil, but to a lesser degree as the mean
percent difference of -19.2 percent indicated a smaller negative bias. These negative
biases were also observed with the reference method and in similar magnitude, i.e., -30
percent for wallboard and -30.1 for soil.

e Analyses for NG only spiked soil samples were unbiased. The percent difference
standard deviation (-19.2%) was better than the STL reference method (-30.1%). The
percent difference standard deviation value of 37.2 percent; however, was not
exceptional when compared to the 35.6 percent standard deviation value obtained for
the reference method on wood samples.
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e Anaysis of NG on cement samples by CRREL could not be evaluated due to the low
recovery of NG from the matrix, which was reproduced with similar results by other
methods being evaluated, including the reference method (STL 353.2). It is believed
that NG is not stable in the cement matrix.

e The anaysis of NC in the wallboard matrix was inconsistent for the CRREL analysis.
The CRREL analysis performed better than the reference method with means of percent
of differences of 54.1 and 519 percent, respectively. It was determined that NC could
not be effectively determined in wallboard containing both NC and NG combined. This
was also the case with NC in the cement matrix where the mean of the percent
difference was 9.3 for the CRREL method compared to 206 for the reference method,
and the standard deviation was 19.1 for the CRREL method in comparison to 245 for
the reference method.

e Theanaysisof NG using the CRREL method does not correlate well with the reference
method (8330) results or the spike concentrations in wood samples when both NC and
NG are present.

e Nitrocellulose could not be effectively analyzed in the wood matrix using the CRREL
method when present alone or when present in combination with NG. In general, the
analysis of NC by the CRREL method was imprecise and this was attributed to the low
response for NC compared to NG. It is assumed that the conversion of NC to nitrite for
analysis is not complete for NC and that matrix interferences could easily affect the
degree of conversion and impact the method precision.

e Comparison of the CRREL method performance to the MCAWW 353.2 reference
method was hampered by a consistent high bias for the MCAWW 353.2 method results
for sample spikes at concentrations of about 80 mg/kg and below. This was attributed
to matrix interference with 353.2 method performance at the low concentrations.

5.5 GC/TID Method

The GC/TID results for NG on soil, wallboard, and wood were in general found to be consistent
with spike concentrations. Response correlations to spike concentrations were acceptable.
Results were good with detection limits of 5 mg/kg with. NG was only just detectable at the
highest concentrations (250-400 mg/kg) on cement matrix; however, the reference method
8330/8332 performance was equally poor for this matrix.

For the field demonstration optimization of the 5 mg/kg detection limit, without sacrificing
response stability or causing bead failure necessitating costly bead replacement and instrument
downtime, would be beneficial. A level of detection below the established site clean-up criteria
of 3.6 mg/kg NG may be achievable with additional optimization of operating parameters.

Specific matrix dependent findings are detailed below:

e Anaysis of NG on cement samples by GC/TID could not be evaluated due to the low
recovery of NG from the matrix, which was reproduced with similar results by other
methods being evaluated, including the reference method (STL 8330/8332). It isbelieved
that NG is not stable in the cement matrix.
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e GC/TID analysis of NG on wood, soil and wallboard samples was sensitive; a detection
[imit of 5 mg/kg, which is comparable to the reference method, was observed.

e The presence of NC with NG in the combined NC/NG spiked wallboard samples
impeded compl ete recovery and detection of NG. The results for NG were biased low by
78.2 percent. The detection limit for these samples was also increased to 25 mg/kg. This
same effect may have been observed with soil, but to a lesser degree as the mean percent
difference of 27.2 percent indicated a smaller negative bias. These negative biases were
also observed with the reference method and in similar magnitude, i.e., -59.0 percent for
wallboard and -30.4 for soil.

e Anayses for NG only spiked soil samples were unbiased but the percent difference
standard deviation (24.2%) was higher than that for the STL reference method and the
CRREL method at 10.2 and 11.2 percent respectively. Thiswas primarily dueto asingle
result for the high concentration spiked sample that was low by 42.4 percent. The percent
difference standard deviation value for al test methods was less than 25 percent and did
not indicate any significant bias and related predictably to the spike values.

e Wood and wallboard samples spiked with NG and wood samples spiked with NG and NC
gave results with no significant bias and mean percent difference values of 12 percent or
less.

e The GC/TID method gave noticeably superior results for the NG spiked wood samples to
the STL reference and the CRREL methods, which had percent difference standard
deviations greater than 35 percent. For the combined NC and NG spiked samples the
STL reference method also gave results that were low by an average of 37.5 percent, and
in general did not relate predictably to the spike values.

6.0 Impact to Field Demonstration

Bench scale testing determined that Raman spectroscopy was not useful for the analysis of the
bulk sample matrices for the presence of NC at concentrations up to 40,000 mg/kg or for the
presence of NG at concentrations up to 400 mg/kg. The only detection occurred with the 4
percent NC spiked wood sample when the laser was focused directly on avisible NC deposit at a
distance of 0.5 cm using the videoscope to assist targeting. Darker sample matrices may absorb
enough of the Raman excitation laser energy to be burned or charred during analysis and it is
possible that energetic material in close proximity may be ignited. Due to these factors it is
recommended Raman spectroscopy not be used during the field demonstration.

For the field demonstration optimization of the 5 mg/kg detection limit, without sacrificing
response stability or causing bead failure necessitating costly bead replacement and instrument
downtime, would be beneficial. A level of detection below the established site clean-up criteria
of 3.6 mg/kg NG may be achievable with additional optimization of operating parameters.
Optimization of GC/TID operating parameters should be investigated prior to the field
investigation. Improved senditivity and chromatography may be obtained by monitoring
performance and responding to early signs of degradation by clipping the front end of the
column, which can become fouled.
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The CRREL RDX method response for NC was 8-10 times lower than the response for NG for
all four matrices tested. Additional testing is needed to possibly optimize the method detectable
levels for NC detection in the field demonstration. A single extraction with a lower solvent to
material ratio would also be beneficial (per the method a 5:1 ratio was used for the bench scale
test). This single extract could be used for al the field methods and would reduce the sample
Size requirement, analysis steps and potentially provide a benefit to method sensitivity.

Because of the poor performance for the MCAWW 353.2 method for analysis of NC
concentrations below 80 mg/kg for the matrix verification samples, a practical quantitation limit
higher than the lab reporting limit should be considered for application to sample analysis results.
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APPENDIX A
SAMPLE SPIKING PROCEDURE FOR NITROCELLULOSE



PROCEDURE FOR NITROCELLULOSE
SPIKE SAMPLE PREPARATION

EQUIPMENT AND MATERIALS:

1 Analytical balance.

2. 1 - Wide mouth bottle — high density polypropylene (Nalgene), 125 milliliter (mL)

3. Volumetric flask — 1 liter

4, 4 0z. and 8 oz wide mouth soil sample jars with Teflon lined lids

5. 2 - Amber bottles — 1 liter

6. 1 - Small glass bowl

7. 2 —small stainless steel spatulas

8. 3 liters nitrite-free distilled water

0. Acetone— commercia grade acceptable

10. Blender — 1.5 liter capacity with glass cup and blades

11.  Sonicator with small probe

12. 1 — high-density polypropylene wash bottle, 500 mL

13. 2 - Glass pipettes, 10 mL, with 0.1 mL divisions

14. 1 -—glassgraduated cylinder, 100 mL

15.  Approximately 4000 grams (dry) of clean soil, wallboard, wood and cement. Material
should be a composite of typical site sample types found at site. Composited materia
should be well graded with some fines and no organic material.

16.  Approximately 4000 grams dry crushed concrete (spaled or chipped from BAAAP
building floor)

17.  Approximately 4000 grams dry crushed walboard material from clean BAAAP
production bulding.

18.  Approximately 4000 grams finely shaved or chipped wood from a structural member of a
clean BAAAP building.

19. Dry, clean nitrocellulose (NC) from BAAAP production process or of similar
composition (TAL reference materia: 71% flake NC with isopropyl acohol, RS Y% sec,
lot 9H-9027, Hercules, Inc.). Obtain the following weighed quantities:

1-2.0grams +/- 0.005g
4—1.6 grams +/- 0.004g
4 —-0.16 grams +/- 0.004g
4—-40 milligrams  +/- 2 milligrams (mg)

PROCEDURE

Preparation

1. Dry the soil, concrete, wood, and wallboard bulk samples.

2. Screen each bulk sample with No. 4 sieve. Break up clumps if necessary.

3 Prepare samples of each matrix as follows:

14 samples of 20 grams each (x 3)
12 samples of 20 grams each (x 3)
6 samples of 20 grams each (x 3)
E031406 BSRPT.doc ESTCP/BAAAP Bench Scale Study
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4.

Measure each sample into awide mouth jar. Weigh each to +/- 0.1 gram.
Label jars according to the Field Sampling Plan. The six samples of 20 grams (x 3) for
NC/NG combined spike for each matrix are to be labeled and set aside for future use.

Sample Spiking for 4,000 and 40,000 milligrams/kilogram (ma/kg) Calibration samples and

2000 ma/kg Method Verification sample

1
2.
3.

Place correct weighed portions of NC into the proper jars according to Tables 1 and 2.
Measure 5 mL of nitrate-free water into each jar.
Place lid on jars and shake vigorously for 2 minutes.

Concentrated NC suspension Preparation (2000mg/Liter) for 500, 100 mg/kg samples

=

o &

8.

Place 2 grams dry NC in blender cup.

Measured 1000 mL of nitrite-fee water using volumetric flask. With the blender off, add
% of the water to the blender contents.

Allow the NC to become thoroughly wetted. Use a stir rod to break up clumps if
necessary.

Cover blender.

Bring blender up to lowest speed as gently as possible to avoid adding air. Blend on low
speed for 5 minutes.

Carefully transfer blender contents using remaining 0.5 liters of water to a clean 1 liter
amber jar. Using magnetic stir plate, continuously stir on slowest speed for continuous
mixing (to maintain suspension). Label and store in cool, dark location

Carefully measure required amount of concentrated suspension into correct jars (see
Cdlibration Sample Preparation Table 1 and Method Verification Sample Preparation
Table 2). .

Place cap on jars and shake vigorously for 2 minutes.

Dilute NC Suspension Preparation (200mg/Liter) for 50, 20, 5 mg/kg samples

wnN

N o

Measure 900 mL of nitrate-free water into volumetric flask (fill flask to line, remove and
discard 100 mL using graduated cylindey).

Fill wash bottle with part of measured water.

Quickly measure 100 mL of the concentrated suspension into a 2" 1 liter amber bottle
using graduated cylinder. Rinse the graduated cylinder into the bottle with wash bottle.
Clean out blender with acetone and rinse with stock nitrate-free water (not from the
measured quantity).

Pour remainder of measured 900 mL of nitrite-free water into jar rinsing wash bottle
contentsinto jar.

Cover jar and continuously stir on magnetic stirrer using slow speed

Using fresh 10 mL pipette, transfer the amount of the diluted suspension to the
appropriate sample jars according to Table A-1 and Table A-2.

Place lids on all samplesand seal. Shake each sample jar vigorously for 2 minutes.

Blank Preparation

1 Use fresh 10 mL pipette and add 5 mL of pure nitrate free water from stock to each of the
sample blanks.
E031406 BSRPT.doc ESTCP/BAAAP Bench Scale Study

A-2



2. Place lids on all samples and seal. Shake each sample jar vigorously for 2 minutes.

Hold the samples prepared for combined NC/NG spiking until the results of the bench scale
study using NC- and NG-spiked samples are complete. They will be spiked with varying
combined concentrations of NC and NG. The concentrations will be determined according to the
best working ranges  for the analytical methods of the  study.

E031406 BSRPT.doc ESTCP/BAAAP Bench Scale Study
A-3



Table A-1
Suspension Volumes For
Nitrocellulose Calibration Spiked Samples

Calibration NC

Concentration Grams Dry NC to add to
(Mg/KQ) each 20 Grams Sample Notes
40000 0.8
4000 0.08

MI Concentrated
Suspension to add to each
20 Grams Sample

500 5

100 1

MI Diluted Suspension to
add to each 20 Grams

Sample
50 5
20 2
5 0.5
Blank (5 mL Nitrate Free Water added
0 0 to Soil)
E031406 BSRPT.doc ESTCP/BAAAP Bench Scale Study
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Table A-2
Suspension Volumes for
Nitrocellulose Method Verification Spiked Samples

Calibration NC

Concentration Grams Dry NC to add to
(Mg/KQ) each 20 Grams Sample Notes
2000 0.04

Ml Concentrated
Suspension to each add 20
Gram Sample

200 2

Ml Diluted Suspension To
Add To Each 20 Grams

Sample
80 8
10 1
2 0.2
Blank (5 mL Nitrate Free Water Added
0 0 To Soil)
E031406 BSRPT.doc ESTCP/BAAAP Bench Scale Study
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APPENDIX B
CALIBRATION CURVE PLOTS AND TEST SAMPLE GRAPHS



Figure 4-14

CRREL Calibration Plots for NC-Spiked Soil
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Figure 4-14

CRREL Calibration Plot for NC-S

piked Wallboard
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Figure 4-14

CRREL Calibration Plots for NC-Spiked Wood
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Figure 4

-14

CRREL Calibration Plots for NC-Spiked Cement
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Figure 4-14
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Figure 4-14
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Figure 4-14

GC/TID Calibration Plots for NG-Spiked Cement
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Figure 4-15

CRREL NC + NG-Spiked Test Sample Plots
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